SDG No:
Site:

SUMMARY:

CETIFICATION

JC15796 Laboratory: Accutest, New Jersey
BMSMC, Building S Area Matrix: Groundwater
SM04.00.06

Humacao, PR

Groundwater samples (Table 1) were collected on the BMSMC facility — Building 5 area.
The BMSMC facility is located in Humacao, PR. Samples were taken March 7, 2016 and
were analyzed in Accutest Laboratory of Dayton, New fersey that reported the data
under SDG No.: JC15796. Results were validated using the latest guidelines (July, 2015)
of the EPA Hazardous Waste Support Section and the QC criteria for SW 846 methods,
latest revision, for low molecular weight alcohols (LMWA). The analyses performed are
shown in Table 1. individual data review worksheets are enclosed for each target analyte
group. Data sample organic data samples summary form shows for analytes results that
were qualified.

In summary the results are valid and can be used for decision taking purposes.

Table 1. Samples analyzed and analysis performed

SAMPLE ID SAMPLE ANALYSIS PERFORMED
DESCRIPTION
JC15796-1 S-29R VOCs; SVOCs; NAPHTHALENE; 1,4-DIOXANE (SIM);
PESTICIDES; LMWA
JC15796-1MS S-9R2MS VOCs; SVOCs; NAPHTHALENE; 1,4-DIOXANE (SIM);
PESTICIDES; LMWA
JC15796-1MSD S-29RMSD VOCs; SVOCs; NAPHTHALENE; 1,4-DIOXANE (SIM);
PESTICIDES; LMWA
JC15796-2 S-31R(2) VOCs; SVOCs; NAPHTHALENE; 1,4-DIOXANE (SIM);
PESTICIDES; LMWA
JC15796-3 EBO30716 VOCs; SVOCs; NAPHTHALENE; 1,4-DIOXANE (SIM);
PESTICIDES; LMWA

Reviewer Name: Rafael Infante
Chemist License 1888

Signature:

Date:

April 14, 2016




SGS Accutest

Report of Analysis Page 1 of 2

Client Sample ID: S-29R
Lab Sample ID:  JC15796-t Date Sampled: 03/D7/16
Matrix: AQ - Ground Waler Date Received:  03/09/16
Method: SWa46 8260C Percent Solids: n/a
Project: BMSMC, Building 5 Area, PR

FileID DF Analyzed By Prep Date Prep Batch  Analytical Batch
Run #1 2A166320.D 1 03/1116  TK n/a n/a V2AT0T2
Run #2

Purge Volume
Run #1 5.0ml
Run #2
VOA TCL List
CASNo. Campound Result RL MDL TYUnits Q
67-64-1 Acelone ND 10 3.3 ug/l
71-43-2 Benzene ND 050 024 upl
100-44-7  Benzyl Chloride ND 5.0 0.21 ug/l
74-87-5 Bromochloromethane ND 1.0 0.37 ug/l
75-27-4 Bromodichloromethane ND 1.0 0.23 ug/l
75-25-2 Bromolorm ND 1.0 0.23 ug/l
74-83-9 Bromomethane ND 2.0 0.42 ug/l
78-93-3 2-Butanone (MEK) ND 10 5.6 ug/l
75-15-0 Carhon disulfide ND 2.0 0.25  ug/
§6-23-5 Carbon tetrachloride ND 1.0 0.22 ug/l
108-90-7  Chlorobenzene 0.34 1.0 0.19  ugfl ]

75-00-3 Chloroethane

67-66-3 Chloraform

74-87-3 Chloromethane

110-82-7 Cyclohexane

96-12-8 1,2-Dibromo-3-chlaropropane
124-48-1 Dibromochloromethane
106-93-4 1,2-Dibromocthane

95-50-1 1,2-Dichlorobenzene

1.0 034 ug
1.0 0.19 ug/l
1.0 0.41 ug/l
5.0 D.28 ugll
2.0 0.99 ug/l
1.0 0.15 ug/l
1.0 0.23 ug/l
1.6 0.19 ug/l

541-73-1  1,3-Dichlorobenzene 1.0 0.23  wgl D -
106-46-7  1,4-Dichlorabenzene 1.0 0.27  ugh .
2.0 690  ug/l
75-34-3 1,1-Dichloroethane 1.0 0.17 ug/l
107-06-2 1,2-Dichloroethane 1.0 0.18 ug/l
75-35-4 1,1-Dichloraethene 1.0 0.51 ug/l
156-59-2  cis-1,2-Dichloroethene 1.0 0.27  ugl

1.0 065 upl
1.0 0.39 ugl
1.0 0.21 ug/l
10 019 ugd
1.0 0.27 ug/l
5.0 0.52 ugl!

156-60-5  trans-1,2-Dichloroethene
78-87-5 1,2-Dichlorapropane
10061-01-5 cis-1,3-Dichloropropene
10061-02-6 trans-1,3-Dichloropropene
100-41-4 Ethylbenzene

76-13-1 Freon 113

ND
ND
ND
ND
ND
ND
ND
ND
ND
ND
75-71-8 Dichlorodifluoromethane ND
ND
ND
ND
ND
ND
ND
ND
ND
ND
ND

ND = Not detected MDL = Method Detection Limit J = Indicates an estimated value
RL = Reporting Limit B = Indicates analyte found in associated methad blank
E = Indicates value exceeds calibration range N = Indicates presumptive evidence of a compound



SGS Accutest

Repart of Analysis Page 2 of 2

Client Sample ID: S-29R
{Lab SampleID:  JC15796-1 Date S8ampled: 03/07/16
Matrix: AQ - Ground Water Date Received: 03/09/16
Method: SW846 8260C Percent Salids: n/a
Projoct: BMSMC, Building 5 Area, PR

VOA TCL List

CASNo. Compound Result RL MDL Units Q

591-78-6  2-Hexanone ND 5.0 1.7 ug/l

98-82-8 Isopropylbenzene 21.6 1.0 0.23 ug/l

99-87-6 p-Isopropyltoluene ND 2.0 0.21 ug/l

79-20-9 Methyl Acetate ND 50 1.9 ug/l

108-87-2  Methylcyclohexane ND 5.0 D.22  ugft

1634-04-4  Methyl Teri Butyl Ether 0.76 1.0 0.24 gl J

108-10-1 4-Methyl-2-pentanene(MIBK) ND 5.0 1.0 ug/l

75-089-2 Methylene chloride ND 2.0 0.73  ug/l

100-42-5  Styrenc ND 1.0 0.27 ug/l

79-34-5 1.1,2,2-Tetrachloroethane ND 1.0 0.21 ug/l

127-18-4  Tetrachlorocthene ND 1.0 0.40  wugl

109-99-9  Telrahydrofuran ND 10 1.4 ugfl

108-88-3  Tolucne ND 1.0 0.16 ug/l

87-61-6 1,2,3-Trichlorobenzene ND 1.0 D.23 ugil

120-82-1  1,2,4-Trichlorobenzene ND 1.0 0.21 ug/l

71-55-6 1,1,1-Trichloroethane ND 1.0 025  wgl

79-00-5 1,1,2-Trichloroethane ND 1.0 0.21 ug/l

79-01-6 Trichloroethene ND 1.0 0.22 ug/l

75-69-4 Trichiorofluoromethane ND 2.0 0.43 ug/l

95-63-6 1,2,4-Trimethylbenzene ND 2.0 0.22  ugl

75-01-4 Vinyl chloride ND 1.0 0.15  ug/l

m,p-Xylene ND 1.0 0.38 ug/l

95-47-6 o-Xylene ND 1.0 0.17  ug/l

1330-20-7  Xylene (total) ND 1.0 0.17  ug/l

CASNo.  Surrogate Recoveries Run# 1 Run#2  Limits

1868-53-7  Dibromofiuoromethane 100% 76-120%

17060-07-0 1,2-Dichloroethane-D4 104% 73-122%

2037-26-5 Toluene-DB 99% 84-119%

460-00-4 4-Bromofluorobenzene 99% 78-117%

ND = Not detected MDL. = Method Detection Limit J = Indicates an estimated value
RL = Reporting Limit B = Indicates analyte found in associated method blank
E = Indicates value exceeds calibration range N = Indicates presumptive evidence of a compound
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Client Sample ID: S-29R
Lab Sample ID:  JC15796-1 Date Sampled: 03/07/16
Matrix: AQ - Ground Waler Date Received: 03/09/16
Method: SW846 8270D SWB46 3510C Percent Solids: n/a
Project: BMSMC, Building 5 Area, PR

File ID DF Analyzed By Prep Date Prep Batch  Analytical Batch
Run #1 P103301.D 1 03/1416 LK 03/12/16 0P92023 EP4538
Run #2

Initial Volume Final Volume
Run #1 1000 m] 1.0ml
Run #2

ABN TCL List (SOMO 1.1)
CASNo. Compound Rest RL MDL Units Q

95-57-8 2-Chlorophenal ND 5.0 0.93  ug/l
58-50-7 4-Chloro-3-methyl phenol ND 5.0 1.4 ug/l
120-83-2 2,4-Dichlorophenol ND 2.0 1.3 up/l
105-67-9  2,4-Dimethylphenol ND 5.0 1.3 ug/l
51-28-5 2,4-Dinitropheno] ND 10 1.1 ug/l
534-52-1  4,6-Dinitro-o-cresol ND 5.0 0.87 ug/l
95-48-7 2-Methyiphenol ND 2.0 0.82 ug/l

3&4-Methylphenol ND 2.0 0.67  ugft
88-75-5 2-Nitrophenol ND 5.0 1.4 ugfl
100-02-7 4-Nitrophenol ND 10 1.1 ugfl
87-86-5 Pentachlorophenol ND 5.0 14 ug/l
108-95-2  Phenol ND 2.0 6.31 ug/l
58-90-2 2,3,4,6-Tetrachlorophenol ND 5.0 1.4 ugfl
95-95-4 2,4,5-Trichlorophenol ND 5.0 1.5 ug/l
88-06-2 2,4,6-Trichlorophenol ND 5.0 1.4 ug/l
83-32-9 Acenaphthene ND 1.0 0.29 ug/l
208-96-8  Acenaphthylene ND 1.0 0.24 ug/l
98-86-2 Acetophenone ND 2.0 0.28  upl

120-12-7  Anthracene 16.7 1.0 0.25 ug/l
1912-24-9  Atrazine ND 2.0 0.42  upil
100-52-7  Benzaldehyde ND 5.0 0.34  ugl
56-55-3 Benzo (a)anthracene ND 1.0 0.32 ug/l
50-32-8 Benzo{a)pyrene ND 1.0 0.33 ug/l
205-99.2 Benzo{b)luoranthene ND 1.0 D.32 ug/l
191-24-2  Benzo{g,h.i)perylene ND 1.0 0.41 ug/l
207-08-9  Benzo{(k)fluoranthene ND 1.0 0.37 ug/l
101-35-3  4-Bromophenyl phenyl ether ND 2.0 0.37 ug/l
85-68-7 Butyl benzyl phthalate ND 2.0 0.27  ugh
92-52-4 1,1'-Biphenyl ND 1.0 0.26  ugfl
91-58-7 2-Chloronaphthalene ND 2.0 0.30 ugfl
106-47-8  4-Chlorpaniline ND 5.0 0.23 ug/l
86-74-8 Carbazole ND 1.0 0.29  ugll

ND = Not detected MDL = Method Detection Limit J = Indicates an estimated value
RL = Reporting Limit B = Indicates analyte found in associated method blank
E - Indicates value exceeds calibration range N = Indicates presumptive evidence of a compound




SGS Accutest

Report of Analysis

Page 2 of 3

Client Sample ID:  S-29R

Leb SampleID:  JC15796-1

Matrix: AQ - Ground Water

Method: SW846 8270D SW846 3510C
Project: BMSMC, Building 5 Area, PR

Date Sampled: 03/07/16
Date Received: 03/09/16
Percent Solids: n/a

ABN TCL List (SOMO0 1.1)

CASNo. Compound

105-60-2  Caprolactam

218-01-9  Chrysene

111-81-1  bis(2-Chloroethoxy)methane
111-44-4  bis(2-Chloroethyl)ether
108-60-1  bis(2-Chloraisopropyl)ether
7005-72-3  4-Chlorophenyl] phenyl ether
121-14-2 2.4-Dinitrotoluene
606-20-2 2,6-Dinitrotoluene

91-94-1 3,3-Dichlarobenzidine
123-91-1 1,4-Dioxane

53-70-3 Dibenzo{a,h)anihracene
132-64-9 Dibenzofuran

84-74-2 Di-n-butyl phthalate
117-84-0  Di-n-octyl phthalate
84-66-2 Diethyl phihalate

131-11-3 Dimethy] phthalate
117-81-7 bis(2-Ethylhexyl)phthalate
206-44-0 Fluoranthene

86-73-7 Fluorene

118-74-1 Hexachlorobenzene

87-68-3 Hexachlorobutadiene
77-47-4 Hexachloracyclopentadiene
67-72-1 Hexachloroethane

193-39-5 Indenn(l,2,3-cd)pyrene
78-59-1 Isophorane

90-12-0 1-Methylnaphthalene
91-57-6 2-Methylnaphthalene
88-74-4 2-Nitroaniline

99.09-2 3-Niiroaniline

100-01-6 4-Nitroaniline

91-20-3 Naphthalene

98-85-3 Nitrobenzene

621-64-7  N-Nitroso-di-n-propylamine
86-30-6 N-Nitrosodiphenylamine
85-01-8 Phenanthrene

120-00-0  Pyrene

95-94-3 1,2,4,5-Tetrachlorobenzene

i

E85555555585558558555-585888888

2.0
1.0
2.0
2.0
2.0
2.0
1.0
1.0
2.0
1.0
1.0
5.0
2.0
2.0
2.0
2.0
2.0
i.0
L.D
1.0
1.0
10

2.0
1.0
2.0
1.0
1.0
5.0
5.0
5.0
1.0
2.0
2.0
50
1.0
1.0
2.0

MDL TUnits Q

0.43
0.35
0.26
0.34
D.28
0.27
0.26
0.32
0.53
0.72
0.37
0.27
0.79
0.29
0.24
0.31
0.77
0.23
D.29
0.42
0.36
D.29
0.22
0.38
D.29
0.26
0.29
0.21
0.24
0.34
0.28
0.46
0.31
0.29
0.23
0.34
D.36

ug/l
ug/l
ug/l
ugfl
ug/l
ug/l
ug/l
ug/l
ug/l

ug/l
ug/l

ND = Not detected

MDL = Method Detection Limit

RL = Reporting Limit

E = Indicates value exceeds calibration range

1] = Indicates an estimated value

B = Indicates analyte found in associated method blank

N = Indicates presumptive evidence of a compound
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Client Sample ID: S-29R
Lab SampleID:  JC15796-) Date SBampled: 03/07/16
Matrix: AQ - Ground Waler Date Received: 03/09/16
Method: SW846 8270D SW846 3510C Percent Solids: n/a
Project: BMSMC, Building 5 Area, FR
ABN TCL List (SOMO0 1.1)
CAS No. Surrogate Recoveries Runi# 1 Run# 2 Limits
367-124 2-Fluorophenol 42% 14-88%
4165-62-2  Phenol-d5 30% 10-110%
118-79-6 2,4,6-Tribromophenol 81% 39-149%
4165-60-0  Nitrobenzene-d5 66% 32-128%
321-60-8  2-Fluorobiphenyl 65% 35-119%
1718-51-D  Terphenyl-d14 64% 10-126%

ND = Not detected MDL = Methad Detection Limit J = Indicates an estimated value

RL = Reporting Limit B = Indicates analyte found in associated method blank
E = Indicates value exceeds calibration range N = Indicates presumptive evidence of a compound
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Client Sample ID: S-29R
Lab SampleID:  JC15796-1 Date SBampled: 03/07/16
Matrix: AQ - Ground Water Date Received: 03/09/16
Method: SW846 8270D BY SIM SW846 3510C Percent Salide: n/a
Project: BMSMC, Building 5 Area, PR

FileID DF By Prep Date Prep Batch  Analytical Batch
Run #1 4MG64056.D 1 03/14/16 LK 03/12/16 OP92023A  E4M2839
Run #2

Initial Volume Final Volume
Run #1 1000 ml 1.0ml
Run #2
CASNo. Campound Remlt RL MDL Unmits Q
91-20-3 Naphthalene ND 0.1 0.013 ugl
CASNo.  Surrogatc Recoveries Runif 1 Runi# 2 Limits
367-12-4  2-Fluorophenol 43% 14-81%
4165-62-2  Phenol-dS§ 2% 11-54%
118-79-6  2,4,6-Tribromophenol 112% 35-145%
4165-60-0  Nilrobenzene-d5 8% 24-125%
321-60-8 2-Fluorobighenyl 66% 19-127%
1718-51-0  Terphenyl-d14 67% 10-119%

ND = Not detected

RL = Reporting Limit

E = Indicates value exceeds calibration range

MDL = Methed Detection Limit

] = Indicates an estimated value

B = indicates analyte found in associated method blank

N

= Indicates presumptive evidence of a compound
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SGS Accutest
Repart of Analysis Page 1 of 1

Client Sample ID: S-29R
Lab SampleID:  JC15796-1 Date Sampled: 03/07/16
Matrix: AQ - Ground Water Date Received: 03/09/16
Method: SW846-8015C (DAI) Percent Solids: nfa
Project: BMSMC, Building 5 Area, PR

FileID DF Analyzed By Prep Date Prep Batch  Analytical Batch
Run #1 GH103777.D 1 03/17/16  XPL nfa nfa GGHA5211
Run #2
Low Malecuiar Alcchol List
CASNo. Campound Regult RL MDI. Units Q
64-17-5 Ethanol ND 100 55 ug/l
78-83-1 Isabutyl Alcohol ND 100 36 ug/t
67-63-0 Isopropyl Alcohal ND 100 68 ug/l
71-23-8 n-Propyl Aleohol ND 100 13 ugfl
71-36-3 n-Butyl Alcohel ND 100 87 ug/l
78-92-2 sec-Butyl Alcohol ND £00 66 ug/l
67-56-1 Methanol ND 200 mn ug/l
CASNo.  Surrogate Recoveries Run# 1 Run#2  Limits
111-27-3 Hexanol 93% 56-145%
111-27-3 Hexanol 86% 56-145%

ND = Not detected MDL = Methed Detection Limit ] = Indicates an estimated value
RL = Reporting Limit B = Indicates analyte found in associated method blank

E - Indicates value exceeds calibration range N = Indicates presumplive cvidence of a compound



SGS Accutest

Repart of Analysis

Page 1 of 1

Client Sample ID: S-29R

Lab SampleID:  JC15796-1 Date S8ampled: 03/07/16
Matrix: AQ - Ground Water Date Received: 03/09/16
Method: SWi46 8081B SW846 3510C Percent Solide: n/a
Project: BMSMC, Building 5 Area, PR
FileID DF By Prep Date Prep Batch  Anelytical Batch
Run #1 4G66284.D 1 03/20/16  BP 03/13/16 0P92024 G4G1744
Run #2
Initial Volume Final Volume
Run #1 1000 ml 10.0 ml
Run #2
CASNo. Compound Result RL MDL TUnits Q
319-85-7  beta-BHC ND 0.010 0.0042 ug/l
72-54-8 4,4'-DDD ND 0.010 0.0049 wug/
50-29-3 4,4'-DDT ND 0.010  0.0047 up/l
CASNo,  Surrogate Recoverics Runf#1 Run#2  Limits
877-09-8  Tetrachloro-m-xylene 123% 26-132%
877-09-8  Tetrachloro-m-xylene 119% 26-132%
2051-24-3  Decachlorobiphenyl 170% 2 10-118%
2051-24-3  Decachlorobiphenyl 156% 2 10-118%

() High percent recoveries and no positive found in the sample.

ND = Not delected
RL = Reporting Limit
E = Indicates value exceeds calibration range

MDL. = Methoed Detection Limit

J = Indicates an estimated value
B = Indicates analyte found in associated methad blank
N = Indicates presumptive evidence of a compound
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Client Sample ID: S-31R(2)
Lab SampleID:  JC15796-2 Date Sampled: 03/07/16
Matrix: AQ - Ground Water Date Received:  03/09/16
Method: SW246 8260C Percent Solids: n/a
Project: BMSMC, Building 5 Area, PR
FileID DF Analyzed By Prep Date Prep Baich  Analytical Batch
Run #1 2A166388.D 10 03/1416 TK nfa nfa V2ZATOT4
Run #2 2A166321.D 50 03/11/16  TK nfa nfa V2ATO72
Purge Volume
Run #1 5.0 ml
Run #2 5.0m]
VOA TCL List
CASNo. Compound Result RL MDL Units Q
67-64-1 Acctone ND 100 33 ug/l
71-43-2 Benzene 4.4 5.0 24 ug/l |
100-44-7  Benzyl Chloride ND 50 2.1 ug/l
74-97-5 Bromochloromethane ND 10 3.7 ug/i
75-27-4 Bromodichloremethane ND 10 2.3 ug/l
75-25-2 Bromolorm ND 10 23 ug/l
74-83-9 Bromomethane ND 20 4.2 ug/l
78-93-3 2-Butanone (MEK) ND 100 56 ug/l
75-15-0 Carbon disulfide ND 20 2.5 ug/l
56-23-5 Carbon tetrachloride ND 10 2.2 ug/l
108-90-7  Chlorohenzene ND 10 1.9 ug/l
75-00-3 Chloroethane ND 10 34 ug/l
67-66-3 Chloroform ND 10 1.9 ug/l
74-87-3 Chloromethane ND 10 4.1 ug/l
110-82-7  Cyclohexane ND 50 2.8 ug/l
96-12-8 1,2-Dibromo-3-chlaropropane ND 20 9.9 ug/l
124-48-1 Dibromaochloromethane ND 1] 1.5 up/l
106-93-4 1,2-Dibromaethane ND 10 2.3 up/l
95-50-1 1,2-Dichlorobenzene ND 10 19 ug/l
541-73-1 1,3-Dichlorobenzene ND 10 2.3 ug/l
106-46-7  1,4-Dichlorobenzene ND 10 2.7 ug/l
75-71-8 Dichloradifluoromethane ND 20 9.0 ug/l
75-34-3 1,1-Dichloraethane ND 10 1.7 ugfl
107-D6-2 1,2-Dichloroethane ND 10 1.8 ug/l
75-35-4 1,1-Dichlorcethene ND 10 5.1 ug/l
156-59-2  cis-1,2-Dichloroethene ND 10 2.7 ug/l
156-60-5  trans-1,2-Dichloroethene ND 10 6.5 ug/l
78-87-5 1,2-Dichlaropropane ND 10 39 ug/l
10061-01-5 cis-1,3-Dichloropropene ND 10 2.1 ug/l
10061-02-6 trans-1,3-Dichloropropene ND 10 1.9 ug/l
100-41-4  Ethylbenzene 44202 50 13 ug/l
76-13-1 Freon 113 ND 50 5.2 ug/l

ND = Not detected

RL = Reporting Limit
E = Indicates value exceeds calibration range

MDL = Method Detection Limit

J = Indicates an estimated value
B = Indicates analyte found in associated method blank

Indicates presumptive evidence of a compound
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Client Sample ID: S-31R(2)
Lab SampleID:  JC15796-2 Date Sampled: 03/07/18
Matrix: AQ - Ground Waler Date Received:  03/09/16
Method: SW846 8260C Percent Solide: n/a
Project: BMSMC, Building 5 Area, PR
VOA TCL List
CASNo. Compound Result RL MDL TUnits Q
591-78-6  2-Hexanone ND 50 17 ug/l
98-82-8 Isopropylbenzene 57.3 10 2.3 ug/l
99-87-8 p-Isopropyltoluene ND 20 2.1 ug/l
79-20-9 Methyl Acetate ND 50 18 ug/l
108-87-2  Methylcyclohexane ND h0 2.2 ug/l
1634-04-4  Methyl Tert Butyl Ether 5.0 10 24 ug/l ]
108-10-1 4-Methyl-2-pentanone(MIBK) ND 50 10 ug/l
75-09-2 Methylene chloride ND 20 7.3 ug/l
100-42-5  Styrene ND 1] 2.7 ug/l
79-34-5 1,1,2,2-Tetrachloroethane ND 10 2.t ug/l
127-18-4  Tetrachiorocthene ND 10 1.0 ug/l
109-99-9  Tetrahydrofuran ND 100 14 ug/l
108-88-3  Toluene ND 10 1.6 ug/l
87-61-6 1,2,3-Trichlorobenzene ND 10 2.3 ug/l
120-82-1 1,2,4-Trichlorobenzene ND 10 2.1 ugfl
71-55-6 1,1,1-Trichloroethane ND 10 2.5 ug/l
79-00-5 1,1,2-Trichloroethane ND 10 2.1 ug/l
79-01-6 Trichloroethene ND 10 2.2 ug/l
75-69-4 Trichlorofluoromethane ND 20 4.3 ug/l
95-63-6 1,2,4-Trimethylbenzene ND 20 2.2 ug/l
75-01-4 Vinyl chloride ND 10 1.5 ug/l

m,p-Xylene 559D = 50 19 ug/l
95-47-6 0-Xylene ND 10 1.7 ug/l
1330-20-7  Xylene (lotal) 55902 50 8.3 ug/l
CASNo.  Surrogate Recoveries Runi 1 Run#2  Limits
1868-53-7 Dibromofluoromethane 103% 100% 76-120%
17060-07-0 1,2-Dichloroethane-D4 107% 104% 73-122%
2037-26-5  Toluenc-D8 101% 100% B4-119%
460-00-4  4-Bromofluorobenzene 97% 100% 78-117%

(a) Result is from Run# 2

ND = Not detected

RL = Reporting Limit
E = Indicates value exceeds calibraiion range

MDL = Method Detection Limit

J = Indicates an estimated value

B = Indicates analyte found in associated method blank
Indicates presumptive evidence of a compound

N
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Clicnt Sample ID: S-31R(2)
Lab Sample ID:  JC15796-2 Date Sampled: 03/07/16
Matrix: AQ - Ground Water Date Received: 03/09/16
Method: SW846 8270D SWA46 3510C Percent Solids: n/a
Project: BMSMC, Building 5 Arca, PR
FileID DF Analyzed By Prep Date Prep Batch  Analytical Batch
Run #12  P103302.D 1 03/14/16 LK 03/12/16 OP42023 EP4538
Run #2
Initial Volume Final Vohime

Run #1 1000 mi 1.0ml
Run #2
ABN TCL List (SOM0 1.1)
CASNo. Campound Result RL MDL Units Q
95-57-8 2-Chloraghenol ND 5.0 0.93 ug/l
59-50-7 4-Chloro-3-methyl phenol ND 5.0 14 ug/l
120-83-2  2,4-Dichlorephenol ND 2.0 1.3 ug/l
105-67-89  2,4-Dimethylphenol 14.5 5.0 1.3 ug/l
51-28-5 2,4-Dinitrophenol ND 10 1.1 ug/l
534-52-1  4,6-Dinitro-o-cresol ND 5.0 0.87 ug/l
95-48-7 2-Methylphenol ND 2.0 0.82 ug/l

38&:4-Methylphenol ND 2.0 0.67 gl
88-75-5 2-Nitraphenol ND 5.0 1.4 ug/l
100-02-7  4-Nitrophenet ND 10 1.1 ug/l
87-86-5 Pentachlorophenol ND 5.0 1.4 ug/l
108-95-2  Phenol ND 2.0 0.31 ug/l
58-90-2 2,3,4,6-Tetrachlorophenol ND 5.0 14 ug/l
§5-95-4 2,4,5-Trichloraphenol ND 5.0 1.5 ug/l
88-06-2 2,4,6-Trichlorophenol ND 5.0 1.4 ug/l
83-312-9 Acenaphithene ND 1.0 0.29  ugfl
208-96-8  Acenaphthylene ND 1.0 0.24 ug/fl
98-86-2 Acetophenone 74 2.0 0.28 ug/l
120-12-7  Anthracene 4.5 1.0 0.25 ug/l
1912-24-9  Atrazine ND 2.0 D.42 ug/l
100-52-7  Benzaldehyde 2.0 5.0 D34 ugi |
56-55-3 Benzo(a)anthracene ND 1.0 0.32 ug/l
50-32-8 Benzo{a)pyrene ND 1.0 0.33 ugfl
205-99-2 Benzo(b) (luoranthene ND 1.0 0.32 ug/l
191-24-2  Benzo(g,h,i)perylene ND 1.0 0.41 ug/l
207-08-9  Benzo(k)fluoranthene ND 1.0 0.37 ug/l
101-55-3 4-Bromophenyl phenyl ether ND 2.0 0.37 ug/l
85-68-7 Butyl benzyl phthalate ND 2.0 0.27 ug/l
92-52-4 1,i’-Biphenyl ND 1.0 0.26 ug/l "
91-58-7 2-Chloronaphthalene ND 2.0 0.30  ug/
106-47-8  4-Chloroaniline ND 5.0 0.23  ugfl
86-74-8 Carbazole ND 1.0 0.29 gl
ND = Not detected MDL = Method Detection Limit = Indicates an estimated value
RL = Reporting Limit B = Indicates analyte found in associated method blank

E - Indicates value exceeds calibration range N = Indicates presumptive evidence of a compound



SGS Accutest

Report of Analysis Page 2 of 3
Client Sample ID: S-31R(2)
Lab Sample ID:  JC15796-2 Date Sampled: 03/07/16
Matrix: AQ - Ground Waler Date Received: 03/09/1%
Method: SW846 8270D SWB846 3510C Percent Solids: n/a
Project: BMSMC, Building 5 Area, PR
ABN TCL List (SOM0 1.1)
CASNo. Compound Result RIL MDL Units Q
105-60-2  Caprolactam ND 2.0 0.43  ugll
218-01-9  Chrysene ND 1.0 0.35  ugll
111-91-1  bis{2-Chlarcethaxy)methane ND 2.0 D.26  ugll
111-44-4 bis{2-Chloroethyl)ether ND 2.0 0.34 ug/l
108-60-1 his(2-Chloroisopropyl)ether  ND 2.0 0.28 ugfl
7005-72-3  4-Chloropheny! phenyl ether ND 2.0 0.27  ugh
121-14-2 2.4-Dinitrotoluens ND 1.0 0.26 ugfl
606-20-2  2,6-Dinitroteluene ND 1.0 0.32  ugh
§1-94-1 3,3'-Dichlorobenzidine ND 2.0 0.53 ugfi
£23-91-1  1,4-Dioxane 19.7 1.0 0.72  ugil
53-70-3 Dibenzofa,h)anthracene ND 1.0 0.37 ug/l
132-64-9  Dibenzofuran ND 5.0 0.27  ugfl
84-74-2 Di-n-butyl phthalate ND 2.0 0.79 ug/l
117-84-0  Di-n-octyl phihalate ND 2.0 0.29 gl
84-66-2 Diethy] phihalate ND 2.0 0.24 ug/l
131-11-3  Dimethyl phthalate ND 2.0 0.31 ug/l
117-81-7  bis(2-Ethylhexyl}phthalate ND 2.0 0.77  ugl
206-44-0  Fluoranthene ND 1.0 0.23  ugll
86-73-7 Fluorene ND 1.0 0.29  wgl
118-74-1  Hexachlorobenzene ND 1.0 0.42  ugl
87-68-3 Hexachlorobutadiene ND 1.0 0.36 ugl
77-47-4 Hexachlorocyclopentadiene  ND 10 0.29  ug/l
67-72-1 Hexachloroethane ND 2.0 0.22 ugfl
193-39-5  Indeno(1,2,3-cd)pyrene ND 1.0 .38 ug/l
78-59-1 Isophorone ND 2.0 0.29  wpll
90-12-0 1-Methylnaphthalene ND 1.0 0.26  ugl
91-57-6 2-Methylnaphthalene ND 1.0 0.29  ugl
88-74-4 2-Nitroaniline ND 5.0 .21 ug/l
99-09-2 3-Nitroaniline ND 5.0 D.24 ug/l
100-01-6  4-Nitroaniline ND 5.0 0.34  ugl
91-20-3 Naphthalene ND 1.0 0.28 ugil
98-95-3 Nitrobenzene ND 2.0 046  ugl
621-64-7  N-Nitroso-di-n-propylamine  ND 2.0 0.31 ug/l
86-30-6 N-Nitrosodiphenylamine ND 5.0 0.29 ug/l
85-01-8 Phenanthrene ND 1.0 0.23 ug/l
129-00-0  Pyrene ND 1.0 0.34  ugl
95-94-3 1,2.4,5-Tetrachlorobenzene = ND 2.0 0.36 ug/l

ND = Not detected

RL = Reporting Limit

E = Indicates value exceeds czlibration range

MDL = Method Detection Limit

] = Indicates an estimated value

B = Indicates analyte found in associated method biank

N = Indicates presumptive evidence of a compound




SGS Accutest

Report of Analysis Page 3 of 3
Client Sample ID: S-31R(2)
Lab SampleID:  JC15796-2 Date S8ampled: 03/07/16
Matrix: AQ - Ground Water Date Received: 03/09/16
Method: SW846 8270D SWa46 3510C Percent Solids: n/a
Project: BMSMC, Building 5 Area, PR
ABN TCL List (SOMO 1.1)
CASNo. Surrogate Recoveries Run# 1 Run# 2 Limits
367-12-4  2-Fluorophenol 11% 2 14-8B%
4165-62-2  Phenol-d5 31% 10-110%
118-79-6  2,4,6-Tribromophenol 87% 39-149%
4165-60-0  Nitrobenzene-d5§ 65% 32-128%
321-60-8  2-Fluarohiphenyl 68% 35-119%
1718-51-0  Terphenyl-d14 70% 10-126%

{a) There is no sample lefi to reextract for low surrogates.

ND = Nat detected MDL = Method Detection Limit J = Indicates an estimated value
RL = Reporting Limit B = Indicales analyle found in associated method blank
E = Indicates value exceeds calibration range N = Indicates presumptive evidence of a compound




SGS Accutest

Report of Analysis Page 1 of 1

Clicnt Sample ID: S-31R(2)
Lab Sample ID:  JC15796-2

Date Sampled:  03/07/16

Matrix: AQ - Ground Water Date Received: 03/09/16
Method: SWB46 8270D BY SIM SWR846 3510C Percent Solids: n/a
Project: BMSMC, Building 5 Arca, PR
FileID DF By Prep Date Prep Batch  Analytical Batch
Run #1 4AMB4057.D 1 03/14/16 LK 03/12/16 0OP92023A E4AM2839
Run #2
Initial Volume Final Volume
Run #1 1000 ml 1.0 ml
Run #2
CASNo. Campound Result RL MDL Tits Q
91-20-3 Naphthalene ND 0.10 0.013  ugdl
CASNo.  Surrogate Recoveries Run# 1 Run# 2 Limits
4165-60-0  Nitrobenzene-d5 79% 24-125%
321-60-8  2-Fluorobiphenyl 70% 19-127%
1718-51-0  Terphenyl-d14 4% 10-119%

ND = Not detected

RL = Reporting Limit
E = Indicates value exceeds calibration range

MDL = Method Detection Limit ] = Indicates an estimated value

B = Indicates analyte found in associated method hlank
N = Indicates presumptive evidence of a compound




Raw Data:

SGS Accutest

Report of Analysis Page 1 of 1

Client S8ample ID: S-31R(2)
Lab Sample ID:  [C15796-2

Date Sampled: 03/07/16

Matrix: AQ - Ground Water Date Received: 03/09/16
Method: SW846-8015C (DAD Percent Solids: n/a
Project: BMSMC, Building 5 Area, PR
FileID DF Analyzed By Prep Date Prep Batch  Analytical Batch
Run #1 GH103780.D 1 03/17/16  XPL nfa nfa GGH5211
Run #2
Low Molecular Alcohol List
CASNo. Campound Remlt RL MDL 1Unite Q
64-17-5 Ethanal ND 100 55 ug/l
78-83-1 Isohutyl Alcohol ND 100 36 ug/l
67-63-0 Isopropyl Alcahol ND 100 68 ug/l
71-23-8 n-Prepyl Aleohal ND 100 43 ug/l
71-36-3 n-Butyl Alcohal ND 100 87 ug/l
78-92-2 sec-Butyl Alcohol ND 100 66 ug/l
67-56-1 Metharol ND 200 71 ug/l
CASNo.,  Surrogate Recoveries Run# 1 Run#2  Limits
111-27-3 Hexanol Bi% 56-145%
111-27-3  Hexanol 76% 56-145%

ND = Nat detected

RL = Reporting Limit
E - Indicates value exceeds calibration range

MDL = Method Detection Limit ] = Indicates an estimated value

B = Indicates analyte found in associated methad hlank
N = Indicates presumptive evidence of a compound




SGS Accutest

Report of Analysis Page 1 of 1

Client Sample ID: S-31R(2)
Lab Sample ID:  JC15796-2 Date Sampled: 03/07/16
Matrix: AQ - Ground Water Date Received: 03/09/16
Method: SW846 8081B SW846 3510C Percent Saolide: n/a
Project: BMSMC, Building 5 Area, PR

FileID DF Analyzed By Prep Date Prep Batch  Analytical Batch
Run #1 4G66285.D 1 03/20/16  BP 03/13/16 0P92024 GAG1744
Run #2

Initial Volume Final Volume
Run #1 1000 ml 10.0 ml
Run #2
CASNo. Compound Result RL MDL Units Q
319-85-7  beta-BHC ND 0.010 0.0042 ug/l
72-54-8 4,4'-DDD ND 0.010 0.0049 ug/
50-29-3 4.4'-DDT ND 0.010  0.0047 up/l
CASNo.  Surrogate Recoveries Run# 1 Run#2  Limits
877-09-8  Tetrachloro-m-xylene 92% 26-132%
877-08-8  Tetrachloro-m-xylene 105% 26-132%
2051-24-3  Decachlorobiphenyl 115% 10-118%
2051-24-3  Decachlorobiphenyl 122% 2 10-118%

(a) High percent recoveries and no positive found in the sample.

ND = Not detected MDI. = Method Detection Limit ] = Indicates an estimated value
RL. = Reporting Limit B = Indicates analyte found in associated method blank
E = Indicates value exceeds calibration ranpe N = Indicates presumptive evidence of a compound




SGS Accutest

Report of Analysis Page 1 of 2

Client S8ample ID: EB030716
Lab SampleID:  JC15796-3 Date Sampled: 03/07/16
Matrix: AQ - Equipment Blank Date Received: 03/09/18
Method: SWa46 8260C Percent Solide: n/a
Project: BMSMC, Building 5 Arca, PR

FileID DF Analyzed By Prep Date Prep Batch  Analytical Batch
Run #1 2A166318.D 1 03/11/16  TK nfa nfa V2A7072
Run #2

Purge Volume
Run #1 5.0ml
Run #2
VOA TCL List
CASNo. Compound Result RL MDL 1Units Q
67-64-1 Acetone ND 10 313 ug/l
71-43-2 Benzene ND 050 024  ugh
100-44-7  Benzyl Chloride ND 5.0 0.21 ug/l
74-97-5 Bremochloromethane ND 1.0 0.37 gl
75-27-4 Bromodichloromethane ND 1.0 0.23 ug/l
75-25-2 Bromoform ND 1.0 0.23 ug/l
74-83-9 Bromomethane ND 2.0 0.42 ug/l
78-93-3 2-Buianone (MEK) ND 10 5.6 ug/l
75-15-0 Carbon disulfide ND 2.0 0.25 ug/l
56-23-5 Carbon tetrachloride ND 1.0 0.22  ugll
108-80-7  Chlorobenzene ND 1.0 D.19 gt
75-00-3 Chloroethane ND 1.0 0.34  wpfl
67-66-3 Chloroform ND 1D 019  wpl
74-87-3 Chloromethane ND 1.0 D.41 ugfl
110-82-7  Cyclohexane ND 5.0 0.28 ug/l
96-12-8 1,2-Dibroemo-3-chloropropane ND 2.0 0.99  ugil
124-48-1 Dibromochloramethane ND 1.0 0.15 ug/l
106-93-4  1,2-Dibromoethane ND 1.0 0.23  upfl
95-50-1 1,2-Dichlorobenzene ND 1.0 0.19  ug/
541-73-1 1,3-Dichlorobenzene ND 1.0 0.23  ugl
106-46-7  1,4-Dichlorobenzene ND 1.0 0.27  ugl
75-71-8 Dichlorodiflucromethane ND 2.0 0.90 ugfl
75-34-3 1,1-Dichloraethane ND 1.0 0.17  ugl
107-06-2  1,2-Dichloroethane ND 1.0 0.18  ugl
75-35-4 1,1-Dichloroethene ND 1.0 0.51 ug/l
156-59-2  cis-1,2-Dichloroethene ND 1.0 0.27  ug/l

156-60-5  trans-1,2-Dichloroethene
78-87-5 1,2-Dichloropropane
10061-01-5 cis-1,3-Dichloroprapene
10061-02-6 trans-1,3-Dichloropropene
100-41-4  Ethylbenzene

76-13-1 Freon 113

1.0 D.65 up/l
1.0 D.39 ug/l
1.0 0.21 ug/l
. 0.1  upgl
1.0 0.27 ug/l
5.0 0.52 ug/l

§88585

ND = Not detected MDL = Method Detection Limit ] = Indicates an estimated value
RL = Reporting Limit B = Indicates analyte found in associated method hlank
E = Indicates value exceeds calibration range N = Indicates presumptive evidence of a compound



SGS Accutest

Report of Analysis Page 2 of 2
Client Sample [D: EB030715
Lab Sample ID:  JC15796-3 Date Sampled: 03/07/16
Matrix: AQ - Equipment Blank Date Received:  03/09/16
Method: SW846 8260C Percent Solide: n/a
Project: BMSMC, Building 5 Area, PR

VOA TCL List

CASNo. Compound

]
:
:

Units Q

591-78-6  2-Hexanone ND 5.0 1.7 ug/l
98-82-8 Isapropylbenzene ND 1.0 0.23  ugl
99-87-6 p-Isopropyltoluene ND 2.0 0.21 ug/l
79-20-9 Methyl Acetate ND 5.0 1.9 ug/l
108-87-2  Methylcyclohexane ND 5.0 D22 ugl
1634-04-4  Methyl Tert Butyl Ether ND 1.0 D.24 ugll
108-10-1 4-Methyl-2-pentanone(MIBK) ND 5.0 1.0 ug/l
75-09-2 Methylene chloride ND 2.0 0.73 gl
100-42-5 Styrene ND 1.0 0.27 ug/l
79-34-5 1,1,2,2-Tetrachloroethane ND 1.0 0.21 ug/l
127-18-4  Tetrachloroethene ND 1.0 0.40 ug/l
109-98-9  Tetrahydrofuran ND 10 1.4 ug/l
108-88-3  Teluene ND 1.0 0.16 ug/l
87-61-6 1,2,3-Trichlorohenzene ND 1.0 0.23 ug/l
120-82-1 1,2,4-Trichlorobenzene ND 1.0 0.21 gl
71-55-6 1,1,1-Trichloroethane ND 1.0 0.25  ugll
79-00-5 1,1,2-Trichloroethane ND 1.0 0.21 ugfl
79-01-6 Trichloroethene ND 1.0 0.22  ugl
75-69-4 Trichlorofluoromethane ND 2.0 0.43  wugll
95-63-6 1,2,4-Trimethylbenzene ND 2.0 0.22 ug/l
75-01-4 Vinyl chloride ND 1.0 0.15 gl
m,p-Xylene ND 1.0 .38 wgfl
95-47-§ o-Xylene ND 1.0 017 gl
1330-20-7  Xylene (toral) ND 1.0 0.17  ug/l
CASNo.  Surrogate Recoveries Run# 1 Runfi 2 Limits
1868-53-7  Dibromofluoromethane 100% 76-120%
17060-07-0 1,2-Dichloroethane-D4 103% 73-122%
2037-26-5 Toluene-DB 9% 84-119%
460-00-4 4-Bromofluorahenzene 99% 78-117%

ND = Not detected MDL = Method Detection Limit ] = Indicates an estimated value
RL = Reporting Limit B = Indicates analyte found in associated method blank
E = Indicates value exceeds calibration ranpe N = Indicates presumgptive evidence of a compound



SGS Accutest

Report of Analysis Page 1 of 3
Client Sample ID: EB030716
Lab SampleID:  JC15796-3 Date Sampled: 03/07/16
Matrix: AQ - Equipment Blank Date Received: 03/09/16
Method: SW846 8270D SW846 3510C Percent Solide: n/a
Project: BMSMC, Building 5 Arca, PR
FileID DF Analyzed By Prep Date Prep Batch  Analytical Batch
Run #1 P103303.D 1 03/14/16 LK 03/12/16 0P92023 EP4538
Run #2
Initial Volume Final Volume
un #1 1000 ml 1.0 ml

Run #2
ABN TCL List (SOMO0 1.1)
CASNo. Compound Result RL MDIL.L, Unite Q
95-57-8 2-Chlorophenal ND 5.0 0.93  ugl
59-50-7 4-Chloro-3-methyl phenol ND 5.0 1.4 ug/l
120-83-2 2,4-Dichloraphenol ND 2.0 1.3 ug/l
105-67-8  2,4-Dimethylphenol ND 5.0 1.3 ugfl
91-28-5 2,4-Dinitrophenol ND 10 1.1 ug/l
§34-52-1  4,6-Dinitro-o-cresol ND 5.0 0.87  ug/
95-48-7 2-Methylphenol ND 2.0 0.82 gl

3&4-Methylphennl ND 2.0 0.67 ngfl
88-75-5 2-Nitrophenol ND 5.0 1.4 ug/l
100-02-7  4-Nitrophenol ND 10 1.1 ugfl
87-86-5 Pentachlorophenol ND 5.0 id ugfl
108-95-2  Phenol ND 2.0 .31 ug/l
58-90-2 2,3,4,6-Tetrachlorophenol ND 5.0 14 ug/l
95-95-4 2,4,5-Trichloraphenal ND 5.0 1.5 ugfl

88-06-2 2,4,6-Trichlorophenol ND 5.0 1.4 ug/l
83-32-9 Acenaphthene ND 1.0 D.29 ug/l
208-96-8  Acenaphthylens ND 1.0 0.24 up/l
98-86-2 Acetophenone ND 2.0 h.28 ug/l
120-12-7  Anthracene ND 1.0 0.25 ug/l
1912-24-5  Atrazine ND 2.0 0.42 ug/l
ND

100-52-7  Benzaldehyde 5.0 0.34 ug/l

56-55-3 Benzo(a)anthracene ND 1.0 0.32 ug/l
50-32-8 Benzo(a)pyrene ND 1.0 0.33  ugh
205-99-2  Benzo(b){luoranthene ND 1.0 0.32 ug/l
191-24-2 Benzo(g,h,i)perylene ND 1.0 0.41 ug/l
207-08-9 Benzo (k)fluoranthene ND 1.0 0.37 ug/l
101-55-3  4-Bromophenyl phenyl ether ND 2.0 0.37 ug/l
85-68-7 Butyl benzyl phthalate ND 2.0 0.27  wuwgl
92.52-4 1.1'-Biphemyl ND 1.0 0.26 g/l
91-58-7 2-Chloronaphthalene ND 2.0 0.30 wupfl
106-47-8  4-Chloroaniline ND 5.0 0.23 ug/l
86-74-8 Carbazole ND 1.0 D.29 ug/l

ND = Not detected MDIL. = Method Detection Limit ] = Indicates an estimated value
RL = Reporting Limit B = Indicates analyte found in associated method biank
E = Indicates value exceeds calibration range N = Indicates presumptive evidence of a compound



SGS Accutest

Report of Analysis

Page 2 of 3

Client Sample ID: EB030716

Lab SampleID:  JC15796-3

Matrix: AQ - Equipment Blank
Method: SW846 8270D SWB846 3510C
Project: BMSMC, Building 5 Area, PR

Date Sampled: 03/07/16
Date Received: 03/09/16
Percent Solids: n/a

ABN TCL List (SOM0 1.1)

CAS No.

105-60-2
218-01-9
111-91-1
111-44-4
108-60-1
7005-72-3
121-14-2
606-20-2
91-84-1
33-70-3
132-64-8
84-74-2
117-84-0
84-i6-2
131-11-3
117-81-7
206-44-0
86-73-7
118-74-1
87-68-3
77-47-4
67-72-1
193-39-5
78-55-1
90-12-0
91-57-6
88-74-4
99-09-2
100-01-6
91-20-3
98-95-3
621-64-7
86-30-6
85-01-8
129-00-0
95-94-3

CAS No.

367-12-4

Compound

Caprolactam
Chrysene
bis(2-Chloroethoxy)methane
bis(2-Chloroethyl)ether
bis(2-Chloraisopropyl)ether
4-Chlorophenyl pheny] ether
2,4-Diniltrotoluene
2,6-Dinitrotoluene
3,3'-Dichlarohenzidine
Dibenzo(a,hyanthracene
Dibenzofiran
Di-n-butyl phikalate
Di-n-octyl phthalate
Diethyl phthalate
Dimethyl phthalate
bis(2-Ethylhexyl)phthalate
Fluoranthene
Fluarene
Hexachlorobenzene
Hexachlorobutadiene
Hexachlorocyclopentadiene
Hexachloroethane
Indeno(1,2,3-cd)pyrene
Isopharone
1-Methylnaphthalene
2-Methylnaphthalene
2-Nitroaniline
3-Nitroaniline
4-Nitroanilinc
Naphthalene
Nitrobenzene
N-Nitroso-di-n-propylamine
N-Nitrosadiphenylamine
Phenanthrene

ene
1,2.4,5-Tetrachlorobenzene

Surrogate Recoveries

2-Fluorophenol

E588888555555555888588 E

CEEEEEEEEEEEEEE

Run# 1

37%

RL

2.0
1.0
2.0
2.0
2.0
2.0
1.0
1.0
2.0
1.0
5.0
2.0
2.0
2.0
2.0
2.0
1.0
1.0
1.0
1.0
10

2.0
1.0
2.0
1.0
1.0
5.0
5.0
5.0
1.0
2.0
2.0
5.0
1.0
1.0
2.0

Runi 2

MDL Thnits Q

0.43  wugft
0.35  wgl
0.26  ugl
.34 gl
N.28 ug/l
0.27 ug/l
0.26 upil
0.32 ug/l
053  ug/l
0.37  ugil
0.27 ug/l
0.79 ug/l
0.29 up/l
0.24 ug/l
0.31 ug/l
0.77 ug/l
0.23  ugfl
0.29 ug/l
0.42 ug/l
0.36  ugl
0.29 ug/l
0.22
0.38  ug/
0.29  ugh
0.26  wpl
0.29  up
0.21 ug/l
0.24  ugl
0.34 ug/l
0.28  wugil :
046 g/ e
031  ug/ 9‘
0.29  ugfl .
0.23 gl
0.34 ug/l
0.36 ug
Limits
14-88%

ND = Not detected

RL = Reporting Limit
E = Indicales value exceeds calibration range

MBDL = Method Detection Limit

] = Indicates an estimated value

B = Indicales analyte found in associated method blank
N = Indicates presumptive evidence of a compound




SGS Accutest

Report of Analysis Page 3 of 3
Client Sample ID: EB030716
Lab SampleID:  JC15796-3 Date Sampled: 03/07/16
Matrix: AQ - Equipment Blank Date Received:  03/09/16
Method: SW846 8270D SWa46 3510C Parcent Solids: n/a
Project: BMSMC, Building 5 Area, PR
ABN TCL List (SOMO 1.1)
CASNo.  Surrogate Recoveries Run#l1 Runfi2  Limits
4165-62-2  Phenol-d5 27% 10-110%
118-79-6  2,4,6-Tribromophenol 70% 39-149%
4165-60-0  Nitrobenzene-d5 63% 32-128%
321-60-8  2-Fluorcbiphenyl 62% 35-119%
1718-51-0  Terphenyl-d14 70% 10-126%

ND = Not detected MDL = Method Detection Limit = Indicates an estimated value
RL = Reporting Limit B = Indicales analyte found in associated method blank
E = Indicates value exceeds calibralion range N = Indicates presumptive evidence of a compound




SGS Accutest

RCPOI' t ofAnalyms Page 1 of 1

Client Sample ID: EB030716
Lab Sample ID:  IC15796-3 Date Sampled: 03/07/16
Matrix: AQ - Equipment Blank Date Received:  03/09/16
Method: SW846 8270D BY SIM SW846 3510C Percent Solids: n/a
Project: BMSMC, Building 5 Area, PR

FileID DF Analyzed By Prep Date Prep Batch  Analytical Batch
Run #1 4M64058.D i 03/14/16 LK 03/12/16 0P92023A  E4M2839
Run #2

Initial Voltme Final Volume
Run #1 1000 ml 1.0ml
Run #2
CAS No. Compound Resuit RL MDL Units Q
91-20-3 Naphthalene ND 0.10 0.3  wgfl
123-91-1 1,4-Dioxane ND 0.10 0.053 ugfl
CASNo.  Surrogate Recoveries Runi# 1 Run#2  Limits
4165-60-0  Nitrobenzenc-d5 7% 24-125%
321-60-8  2-Fluorobiphenyl 61% 19-127%
1718-51-0  Terphenyl-d14 B1% 10-118%

ND = Not detected MDL = Method Detection Limit ] = Indicates an estimated value
RL = Reporting Limit B = Indicates analyte found in associated method blank
E = Indicates value exceeds calibration range N = Indicates presumptive evidence of a compound




Raw Data: [elshlik¥f:{:As}

SGS Accutest
Report of Analysis Page 1 of 1

Client Sample ID: EB030716
Lab SampleID:  JC15796-3 Date Sampled: 03/07/16
Matrix: A{QQ - Equipment Blank Date Received: 03/09/16
Method: SWB846-8015C {DAJ) Percent Salids: n/a
Project: BMSMC, Building 5 Arca, PR

File ID DF Analyzed By Prep Date Prep Batch  Analytical Batch
Run #1 GH103786.D 1 03/17/16  XPL n/a n/a GGH5211
Run #2
Low Malecular Alcchol List
CASNo. Ccmpound Result RL MDL TUnits Q
64-17-5 Ethanol ND 100 55 ug/l
78-83-1 Isobutyl Alcohol ND 100 36 ug/l
67-63-0 Isopropyl Alcohel 481 100 68 ug/l
71-23-8 n-Propyl Alcohol ND 100 43 ug/l
71-36-3 n-Butyl Alcahol ND 100 87 ug/l
78-92-2 sec-Butyl Alcohol ND 100 66 ug/l
67-56-1 Methanol ND 200 71 ug/l
CASNo.  Surrogate Recoveries Run# 1 Run#2  Limits
111-27-3 Hexanol 90% 56-145%
111-27-3  Hexanol B6% 56-145%

ND = Not detected MDL = Methed Detection Limit ] = Indicates an estimated value
RL = Reporting Limit B = Indicales analyte found in associated method blank
E = Indicates value exceeds calibration range N = Indicates presumptive evidence of a compound



SGS Accutest

Report of Analysis Page 1 of 1
Client Sample ID: EB03071t6
Lab SampleID:  JC15796-3 Date Sampled: 03/07/16
Matrix: AQ - Equipment Blank Date Received:  03/09/16
Method: SW846 8081B SWB846 3510C Pereent Solids: n/a
Project: BMSMC, Building 5 Area, PR
FileID DF Analyzed By Prep Date Prep Batch  Analytical Batch
Run #1 4G66286.D 1 03/20/16  BP 03/13/16 OP92024 G4G1744
Run #2
Initial Volume Final Volume
un #1 1000 ml 16.0 ml
Run #2
CASNo. Compound Result RL MDI, Units Q
319-85-7  beta-BHC ND 0.010 0.0042 upfl
72-54-8 4.4-DDD ND 0.010 0.0049 wug/l
50-29-3 1,4-DDT ND 0.0t0  0.0047 g/l
CASNo.  Surrogate Recoveries Run# 1 Run#2  Limits
877-09-8  Tetrachloro-m-xylene 110% 26-132%
877-09-8  Tetrachloro-m-xylene 116% 26-132%
2051-24-3  Decachlorobiphenyl B4% 10-118%
2051-24-3  Decachlorobiphenyl 89% 10-118%

ND = Naot detected MDL = Method Detection Limit J = Indicates an estimated value
RL = Reperting Limit B = Indicates analyte found in associated method blank
E = Indicates value exceeds calibration range N = Indicates presumptive evidence of a compound



SGS Accutest

Report of Analysis Page 1 of 2

Clicut Sample ID: TB030716
Lab SampleID:  JC15796-4 Date Sampled: 03/07/18
Matrix: AQ - Trip Blank Water Date Received: 03/09/16
Method: SWa45 8260C Percent Solids: n/a
Project: BMSMC, Building 5 Area, PR

File ID DF Analyzed By Prep Date Prep Batch  Analytical Batch
Run #1 2A166319.D 1 03/11/16 TK n/a nfa V2A7072
Run #2

Purge Volume
Run #1 5.0 ml
Run #2
VOA TCL List
CASNo. Coampound Resmlt RL MDL 1VUnits Q
67-64-1 Acatone ND 10 313 ug/l
71-43-2 Benzene ND 0.50 0.24 ug/l
100-44-7  Benzyl Chloride ND 5.0 0.21 ug/l
74-97-5 Bromochloromethane ND 1.0 0.37 ug/l
75-27-4 Bromodichloromethane ND 1.0 0.23 ug/l
75-25-2 Bromoform ND 1.0 0.23 ug/l
74-83-9 Bromomethane ND 2.0 0.42 ug/l
78-93-3 2-Bulanone (MEK) ND 10 5.6 ug/l
75-15-0 Carbon disulfide ND 2.0 0.25  ug/l
56-23-5 Carbon tetrachloride ND 1.0 0.22 ug/l
108-90-7  Chlorchenzene ND 1.0 0.19 ug/l
75-00-3 Chloroethane ND 1.0 0.34  ugll
67-66-3 Chloroform ND 1.0 0.19 ug/l
74-87-3 Chloromethane ND 1.0 0.41 ug/l
110-82-7  Cyrlohexane ND 5.0 0.28  ugfl
96-12-8 1,2-Dibromo-3-chloropropane ND 2.0 0.99 ug/l
124-48-1 Dibromachloromethane ND 1.0 0.15  ugl
106-93-4 1,2-Dibromoethane ND 1.0 D23 ug/l
95-50-1 1,2-Bichlorobenzene ND 1.0 0.19 g
541-73-1  1,3-Dichlorobenzene ND 1.0 0.23 upl
106-46-7  1,4-Dichlorobenzene ND 1.0 0.27  ugil
75-71-8 Dichlorodifiuoromethane ND 2.0 0.90 ugl
75-34-3 1,1-Dichloraethane ND 1.0 017  ugl
107-06-2  1,2-Dichloroethane ND 1.0 0.18  wugl
75-35-4 1,1-Dichloroethene ND 1.0 0.51 ug/l
156-59-2 cis-1,2-Dichloroethene ND 1.0 0.27 ug/l
156-60-5  trans-1,2-Dichloroethene ND 1.0 D.65 ug/l
78-87-5 1,2-Dichloropropane ND 1.0 0.39 ug/l
10061-01-5 «cis-1,3-Dichloropropene ND 1.0 0.21 ug/l
10061-02-6 trans-1,3-Dichloropropene ND 1.0 0.19 ug/l
100-41-4 Ethylhenzene ND 1.0 0.27 ug/l
76-13-1 Freon 113 ND 5.0 0.52 ug/l
ND = Not detected MDL = Method Driection Limit = Indicates an estimated value
RL = Reporting Limit B = Indicates analyte found in associated method blank

E = Indicates value exceeds calibration ranpe N = Indicates presumptive cvidence of a compound



SGS Accutest

Report of Analysis Page 2 of 2
Client Sample ID: TBO030716
Lab SampleID:  JCI15796-4 Date Sampled: 03/07/16
Matrix: AQ - Trip Blank Water Date Received: 03/09/16
Method: SWa46 8260C Percent Solids: n/a
Project: BMSMC, Building 5 Area, PR
VOA TCL List
CASNo. Compound Result RL MDL TUnits Q

591-78-6  2-Hexanone ND 50 1.7 ug/l
98-82-8 Isepropylbenzene ND 1.0 0.23 ug/l
99-87-6 p-Isopropylteluene ND 2.0 0.21 ug/l
79-20-9 Methyl Acetate ND 5.0 1.9 ug/l
108-87-2  Methylcyclohexane ND 5.0 0.22 gl
1634-04-4  Methyl Tert Butyl Ether ND 1.0 0.24  upfl
108-10-1 4-Methyl-2-pentanone(MIBK) ND 5.0 1.0 ug/l
75-09-2 Methylene chloride ND 2.0 0.73  ug/l
100-42-5  Styrene ND 1.0 0.27  ug/l
79-34-5 1,1,2,2-Tetrachloroethane ND 1.0 0.21 ug/l
127-18-4  Tetrachloroethene ND 1.0 0.40 ug/l
109-98-9  Tetrahydrofuran ND 10 1.4 ug/l
108-88-3  Toluene ND 1.0 0.16  ugl
87-61-6 1,2,3-Trichlorabenzene ND 1.0 0.23 ug/l
120-82-1 1,2,4-Trichlorobenzene ND 1.0 0.21 ug/l
71-55-6 1,1,1-Trichloroethane ND 1.0 0.25 ug/l
79-00-5 1,1,2-Trichloraethane ND 1.0 0.21 ug/l
79-01-6 Trichloraethene ND 1.0 D.22  ugdl
75-69-4 Trichlorofluoromethane ND 2.0 0.43 ug/l
95-63-6 1,2,4-Trimethylbenzene ND 2.0 0.22 ug/l
75-01-4 Vinyl chlaride ND 1.0 0.15  ug/l
m,p-Xylene ND 1.0 0.38 ug/l
95-47-6 o-Xylene ND 1.0 0.17  ugfl
1330-20-7  Xylene {total) ND 1.0 0.17 ug/l
CASBNo.  Sarrogate Recoveries Runi 1 Run#2  Limits
1868-53-7  Dibromofluoromethane 101% 76-120%
17060-07-0 1,2-Dichlorocthane-D4 104% 73-122%
2037-26-5  Toluenc-D8 100% B4-119% A
460-00-4  4-Bromofluorobenzene 100% 78-117% ?

1 = 1888

g

ND = Naot detected MDL = Method Detection Limit ] = Indicates an estimated value
RL = Reporting Limit B = Indicates analyte found in associated method blank
E - Indicates value exceeds calibration range N = Indicates presumptive evidence of a compound




Raw Data: elzRlikis:Ffs]

SGS Accutest

Report of Analysis

Page 1 of 1

Client Sample ID: TB030716
Lab SampleID:  JC15796-4

Date Sampled: 03/07/16

Matrie: AQ - Trip Blank Water Date Received:  03/09/16
Method: SWB846-8015C (DAI) Percent Solids: n/a
Project: BMSMC, Building 5 Area, PR
FileID DF By Prep Date Prep Batch  Analytical Batch
Run #1 GH103787.D 1 03/1716  XPL nfa n/a GGH5211
Run #2
Low Molecular Alcohol List
CASNo. Compound Resnult RL MDL Units Q
64-17-5 Ethanol ND 100 a5 ug/l
78-83-1 Isobutyl Alcohol ND 100 36 ug/l
67-63-0 Isopropyl Alcahol ND 100 68 ug/l
71-23-8 n-Propyl Alcohol ND 100 13 ugfl
71-36-3 n-Buty] Alcohol ND ton 87 ug/l
78-92-2 sec-Buty} Alcohol ND 100 66 ugfl
§7-56-1 Methanol ND 200 71 ug/l
CAS No. Surrogate Recoveries Run# 1 Run# 2 Limits
111-27-3  Hexanol 103% 56-145%
111-27-3  Hexanol 95% 56-145%

ND = Not detected

RL = Reporting Limit
E - Indicates value exceeds calibration range

MDL = Method Detection Limit

] = Indicates an estimated value
B = Indicates analyte found in associated method blank
N = Indicates presumptive cvidence of a compound




CAS No.

67-64-1
71-43-2
10G-44-7
74-97-5
75-274
75-25-2
74-83-9
78-93-3
75-15-0
56-23-5
108-90-7
75-00-3
67-66-3
74-87-3
110-82-7
96-12-8
124-48-1
106-93-4
85-50-1
a41-73-1
106-46-7
75-71-8
75-34-3
107-06-2
75-35-4
156-59-2
156-60-5
18-87-5
10061-01-5
10061-02-6
100-41-4
76-13-1
501-78-6
98-82-8
99-87-6
79-20-9

Matrix Spike/Matrix Spike Duplicate Summary Page 1 of 2
Job Number: JC15796

Account: AMANYWP Anderson, Mulholland & Associates

Project: BMSMC, Building 5 Area, PR

Sample File ID DF Analyzed By Prep Date Prep Baich Batch
JCE5796-1MS 2A166322.D 1 03/11/16 TK n/a n/a V2AT0T2
JC15796-1IMSD  2A166323.D 1 03/11/16 TK n/a n/a V2AT072
JC15796-1 2A166320.D 1 03/11/16 TK n‘a nfa V2AT7072

The QC reperted here applies to the following samples:

JC15796-1, JC15796-2, JC15796-3, JC15796-4

JC15796-1 Spike MS  MS  Spike

Compound uwl Q uwfl ol % ug/l
Acetone ND 50 55.3 111 50
Benzene ND 50 52.4 105 50
Benzyl Chloride ND 50 49.1 98 50
Bromochloromethane ND 50 52.2 104 50
Bromodichloromettiane ND 50 49.5 99 50
Bromoform ND 50 45.1 90 50
Bromomethane ND 50 50.1 100 50
2-Butanone (MEK) ND 50 50.9 102 50
Carbon disulfide ND 50 50.5 101 50
Carbon tetrachloride ND 50 56.0 112 50
Chlorobenzene 0.34 ] 50 53.1 106 50
Chloroethane ND 50 49.9 100 50
Chloroform ND 50 52.8 106 50
Chloromethane ND 30 471.7 95 50
Cyclohexane ND 50 58.4 117 50
1,2-Dibromo-3-chloropropane ND 50 50.3 101 50
Dibromochloromethane ND 50 47.5 95 50
1,2-Dibromoethane ND 530 50.8 102 41
1,2-Dichlorohenzene ND 50 52.0 104 50
1,3-Dichlorobenzene ND 50 51.2 102 50
1,4-Dichlorobenzene ND 50 51.7 103 50
Dichloredifluoromethane ND 50 554 111 50
1,1-Dichloroethane ND 50 53.7 107 50
1,2-Dichloroethane ND 50 539 108 50
1,1-Dichlorocthene ND 50 55.6 111 50
cis-1,2-Dichlaroethene ND 50 49.4 99 50
trans-1,2-Dichloroethene ND 50 53.9 108 S0
1,2-Dichloropropane ND 50 51.1 102 50
cis-1,3-Dichloropropene ND 50 51.5 163 50
trans-1,3-Dichloropropene ND 50 506 101 50
Ethylbenzene ND 50 53.1 106 50
Freon 113 ND a0 57.0 114 50
2-Hexanone ND 50 51.6 103 50
Isopropylbenzene 21.6 50 738 104 50
p-Isopropyltoluene ND 50 54.7 199 50
Methyl Acetate ND 50 43.8 88 50

Method: SW846 B260C

MSD MSD
uwgl %  RFD
504 101 9
53.6 107 2
93 93 0
53.5 107 2
506 101 2
472 94 5
537 107 7
50.2 100 |
523 105 4
57.0 114 2
543 108 2
533 107 7
53.5 107 1
482 98 3
58.2 116 0
527 105 5
492 8 4
5.2 106 5
5.5 105 1
51.8 104 1
523 105 1
563 113 2
53.7 107 O
544 109 1
568 114 2
40.8 100 1
544 100 1
527 105 3
52.8 106 2
51.0 102

Limits
Rec/RED

33-15819
43-138/12
48-155/17
75-127112
72-128/13
70-131/12
47-142/16
96-146/12
38-136/17
45-149/17
70-124/12
47-139/15
66-126/13
41-140/15
30-148/17
£4-136/14
75-126/12
77-124/11
71-124/12
69-125/12
69-122/12
24-161/20
60-129/13
72-133/12
40-137/17
57-128/13
53-128/15
£9-127/12
67-129/14

* = Qutside of Conirol Limits.




Matrix Spike/Matrix Spike Duplicate Summary
Job Number: JC15796

Page 2 of 2

Account: AMANYWP Anderson, Mulholland & Associates

Project: BMSMC, Building 5 Area, PR

Sample File ID DF Analyzed By Prep Date Prep Batch  Analytical Batch
JC15796-1MS 2A166322.D 1 03/11/16 TK n/a n/a V2AT072
JC15796-1IMSD  2A166323.D 1 63/11/16 TK n/a n/a V2AT7072
JC15796-1 2A166320.b 1 03/11/16 TK n/a nfa V2AT072

The QC reported here applies to the following samples:

JC15796-1, JC15796-2, JC15796-3, JC15796-4

JC15796-1 Spike MS MS  Spike

Method: SW846 8260C

MSD MSD Limits

ugl %  RPD Re<RPD
564 113 6 30-152/17
14 103 3 §4-132/13
526 105 5§ 68-139/12
509 102 2 63-128/13
51.9 104 2 61-134/13
507 101 3 67-126/13
565 113 2 43-145/15
85 97 3 49-135/14
53.1 106 2 51-136/13
§3.6 107 2 66-140/14
53.4 107 2 65-138/15
576 115 0 51-141/16
509 102 3 71-127/12
547 109 1 55-136/14
573 115 4 33-157/21
527 105 1 10-14313
535 107 5 34-147/17
10 10 3 42-139/13
851 110 2 56-134/13
165 110 2 46-137/12

CASNo. Compound ugfl Q ugl ug/l % ug/l
108-87-2  Methylcyclohexane ND 50 53.3 107 50
1634-04-4 Methyl Tert Buty] Ether D.76 I 100 101 100 100
108-10-1  4-Methyl-2-pentanone(MIBK) ND 50 50.2 100 50
75-08-2 Methylene chloride ND 50 49.7 99 a0
100-42-5  Styrene ND 50 50.9 102 50
79-34-5 1,1,2,2-Tetrachloroethane ND 50 49.1 93 50
127-18-4  Tetrachlorocthene ND 50 55.2 110 50
109-99-9  Tetrahydrofuran ND 50 470 94 50
108-88-3 Toluene ND 50 52.0 104 50
B87-61-6 1,2,3-Trichlorobenzene ND 50 52.7 165 50
120-82-1 1,2,4-Trichlorobenzene ND 50 52.5 105 50
71-535-6 1,1,1-Trichloroethane ND 50 57.4 115 50
79-00-5 1,1,2-Trichloroethane ND 50 49.5 99 50
79-01-6 Trichloroethene ND 50 533.9 108 50
75-69-4 Trichlorofluoromethane ND 50 55.2 110 50
95-63-6 1,2,4-Trimethylbenzene ND 50 52.1 104 50
75-01-4  Vinyl chloride ND 50 50.8 102 50
m,p-Xylene ND 100 107 107 100
95-47-6 o-Xylene ND 50 541 108 50
1330-20-7 Xylene (total) ND 150 161 107 150
CASNo. Surrogate Recoveries MS MSD JC15796-1 Limits
1868-53-7 Dibromofluoromethane 101% 100% 100% 76-120%
17060-07-0 1,2-Dichloroethane-D4 105% 104% 104% 73-122%
2037-26-5 Toluene-D8 100% 959% 99% 84-119%
460-00-4  4-Bromonflluorobenzene 99% 98% 99% 78-117T%

* = Qutside of Control Limits.



Matrix Spike/Matrix Spike Duplicate Summary Page 1 of 3
Job Number: JC15796

Account: AMANYWP Anderson, Mulholland & Associates

Project: BMSMC, Building 5 Area, PR

Sample FileID DF Analyzed By Prep Date Prep Batch  Anslytical Batch
Q0P92023-MS P103315D 1 03/14/16 LK 03/12/16 Qroazo23 EP4538
0P92023-MSD  P103316.D 1 03/14/16 LK 03/12/16 0P92023 EP4538
JC15796-1 P1O330t.D 1 03/14/36 LK 03/12/16 0P92023 EP4538

The QC reparted here applies to the followng samples: Method: SWB846 B270D

JC15796-1, JC15796-2, JC15796-3

IC15796-1 Spike MS MS  Spike MSD MSD Limitx

CASNo. Compound ug/l Q ugl ugl % vgl  ugl % RPD Rec/RFD
95-57-8 2-Chlorophenol ND 100 1.7 12 100 68.2 £8 5 49-110/20
59-50-7  4-Chloro-3-methyl phenol ND 100 91.3 91 100 80.8 91 1 44-121/18
120-83-2  2,4-Dichlorophenol ND 100 848 85 100 84.0 84 1 42-120/19
105-67-9  2,4-Dimethylphenol ND 100 927 M 100 1.5 92 1 33-132/23
51-28-§  2,4-Dinitrophenol ND 200 177 89 200 178 89 I 21-145/26
534-52-1  4,6-Dinilro-o-cresol ND 100 1.2 81 100 824 82 1 25-134127
95-48-7  2-Methylphenol ND 100 6.5 17 100 728 713 5 47-112/18

32:4-Meihylphenol ND 100 76.8 17 100 7.1 4 4 14-113/18
88-75-5  2-Nitrophenol ND 100 50 1§ 100 688 69 9 45-118/20
100-02-7  4-Nitrophenol ND 100 "o 100 73.4 73 5 23-144/28
87-86-5  Pentachlorophenol ND 100 47.6 a8 100 90.2 90 3 25-151/25
108-95-2  Phenol ND 100 56.7 57 100 52.1 52 8 22-100/22
58-90-2  2,3,4,6-Tetrachlorophenol ND 100 88.1 88 100 88.4 B8 ] 44-122/21
95-95-4  2,4,5-Trichlorophenol ND 100 B5.6  BA 100 86.3 86 1 51-124/20
88-06-2  2,4,6-Trichlorophenol ND 100 87.0 87 100 869 87 0 53-120/21
83-32-9  Acenaphthene ND 100 750 75 100 42 4 1 52-120/23
208-96-8  Acenaphthylene ND 100 2.1 13 100 726 73 0 50-101/22
98-86-2 Acetophenone ND 100 69.0 £9 100 62.9 63 9 31141723
120-12-7  Anthracene 16.7 100 97.6 81 100 99.9 83 2 54-117/22
1912-24-9  Atrazine ND 100 81.3 81 100 792 79 3 42-152/23
100-52-7  Benzaldchyde ND 100 629 63 100 55.4 55 13 10-164/30
56-55-3  Benzo(a)anthracene ND 100 86.2 86 100 879 88 2 40-123/24
50-32-8  Benzo(a)pyrene ND 100 55.3 95 100 979 88 3 41-127/25
205-99-2  Benzo(b)fluoranthene ND 100 91.9 92 100 94.1 94 2 39-127/27
191-24-2  Benzo(gh,i)perylene ND 100 87.3 87 100 9.5 91 4 34-128/28
207-08-9  Benzo(k){luoranthene ND 100 920 92 100 93.2 83 1 39-122/26
101-55-3  4-Bromophenyl phenyl ether ND 100 B2.2 82 100 845 85 3 51-124/23
85-68-7  Butyl benzyl phthalate ND 100 92.1 42 100 930 93 1 21-146/28
92-52-4  1,1'-Biphenyl ND 100 63.9 70 100 674 67 1 27-142/23
91-58-7  2-Chloronapkthalene ND 100 67.0 67 100 65.0 65 3 51-109/23
106-47-8  4-Chloroaniline ND 100 69.0 69 100 674 67 2 10-110/55
86-74-8  Carbazole ND 100 87.7 88 100 88.3 88 1 52-116/22
105-60-2 Caprolactam ND 100 50.9 51 100 465 47 ] 10-106/34
218-01-9  Chrysene ND 100 825 83 100 B2.7 83 0 41-128/24
111-91-1  bis(2-Chloroethoxy)methane ND 100 71.9 T2 100 63.5 66 9 46-120/24
111-44-4  his(2-Chloroethyl)ether ND 100 676 68 100 58.5

ers

* = Qutside of Control Limits.



CASNo.

108-60-1
7005-72-3
121-14-2
606-20-2
91-94-1
123-91-1
53-70-3
132-64-9
84-74-2
117-84-0
84-66-2
131-11-3
117-81-7
206-44-0
86-73-7
118-74-1
87-68-3
77-47-4
67-72-1
193-39-5
78-59-1
90-12-0
91-57-6
88-74-4
99-09-2
106-01-6
81-20-3
98-95-3
621-64-7
86-30-6
85-01-8
129-00-0
95-94-3

Matrix Spike/Matrix Spike Duplicate Summary
Job Number: JC15796

Page 2 of 3

Account: AMANYWP Anderson, Mulholland & Associates

Project: BMSMC, Building 5 Area, PR

Sample FileID DF Analyzed By Prep Date Prep Batch  Analytical Batch
0P92023-MS P103315.D 1 03/14/16 LK 03/12/16 oP92023 EP4538
0P92023-MSD P103316.D 1 03/14/16 LK 03/12/16 0oP92023 EP4538
JC15796-1 P103301.D 1 03/14/16 LK 03/12/16 OP92023 [P4538

The QC reported here applies to the following samples:

JC15796-1, JC15796-2, JC15796-3

IC15796-1 Spike MS  MS  Spike

Compound ugl Q ugl wl % ug/l
bis(2-Chleroisopropyl)ether ND 100 42.4 42 100
4-Chlorophenyl phenyl ether ND 100 75.9 76 100
2,4-Dinitrotoluene ND 100 76.5 17 100
2,6-Dinitrotoluene ND 100 89.2 89 100
3,3'-Dichlorobenzidine ND 200 131 66 200
1,4-Dioxane 11.6 100 50.5 39 100
Dibenzofa,h)anthracene ND 100 93.2 93 100
Dihenzofuran ND 100 78.5 79 100
Di-n-butyl phthalate ND 100 518 92 100
Di-n-actyl phthalate ND 100 83.9 B4 100
Diethyl phthalate ND 100 81.4 81 100

Dimethyl phthalate ND 100 BO.2 80 100
bis(2-Ethylhexyl)phthalate ND 100 76.2 76 100
Fluoranthene ND 100 B7.1 B7 100
Fluorene ND 100 80.0 BO 100
Hexachlorobenzene ND 100 78.8 79 100
Hexachlorobutadiene ND 100 55.9 56 100
Hexachloracyclopentadiene  ND 200 93.9 47 200
Hexachloroethane ND 100 53.2 53 100
Indeno(1,2,3-cdjpyrene ND 100 93.8 94 100
Isophorene ND 100 78.4 78 21]i]
1-Methylnaphthalene ND 100 69.6 70 100
2-Methylnaphthalene ND 100 70.7 71 100
2-Nitroaniline ND 100 94.7 95 100
3-Nitroaniline ND 100 77.2 17 100
4-Niltroaniline ND 100 87.7 88 100
Naphthalene ND 100 65.4 65 100
Nitrobenzene ND 100 67.8 68 100
N-Nitroso-di-n-propylamine  ND 100 68.5 69 100
N-Nitrosodiphenylamine ND 100 83.3 83 100
Phenanthrene ND 100 81.5 82 100
Pyrene ND 100 849 85 100
1,2,4,5-Tetrachlorobenzene @~ ND 100 59.7 60 100

Method: SWB46 8270D

MSD MsD
ugl %  RPD
380 38+ 11
756 16 0
760 76 1
895 90 0
13 67 2
“e 313 12
9.3 9 3
779 78 1
923 92 1
855 B§ 2
8.2 81 0
80.0 80 O
781 78 2
87.6 88 1
791 719 1
779 18 1
52.5 53 6
837 42 1
466 41 13
97.0 97 3
727 13 8
658 66 6
65.6 66 7
95.5 96 1
803 80 4
g9.1 89 2
597 60 9
624 62 8
620 63 9
838 84 |1
8.1 81 0
86.0 86 1
574 51 4

* — Outside of Control Limits.

Limits
Rec/RFD

41-117/25
48-121/21
h4-123/27
55-125/26
10-107/47
10-119/31
35-130/27
53-112/22
38-129/23
35-145/26
16-136/30
16-143/39
34-141/28
47-123/24
58-117/22
46-125/24
26-121/24
10-133/31
35-111/26
32-130/30
47-126/23
34-124/25
34-123/24
46-137/23
10-110/50
38-118/25
30-121/23
35-130/25
45-123/22
46-123/24
48-121/23
43-124/26
25-142/24

o
e
ak



Matrix Spike/Matrix Spike Duplicate Summary Page 3 of 3
Job Number: JC15796

Account: AMANYWP Anderson, Mulholland & Associates

Project: BMSMC, Building 5 Area, PR

Sample FileID DF Analyzed By Prep Date Prep Batch  Analytical Batch
QP92023-MS P103315.D 1 03/14/16 LK 03/12/16 0P32023 EP4538
0Pr92023-MSD P103316.D 1 03/14/16 LK 03/12/16 0P92023 EP4538
JC15796-1 P103301.D 1 03/14/16 LK 03/12/16 QPrs2023 EP4538

The QC reported here applies to the folowing samples: Method: SW846 8270D

JC15796-1, JC15796-2, JC15796-3

CASNo. Surrogate Recoveries MS MSD IC15796-1 Limits
367-12-4  2-Fluoraphenol 60% 55% 42% 14-88%
4165-62-2 Phenol-d5 54% 50% 30% 10-110%
118-79-6  2,4,6-Tribromophenaol 88% 01% 81% 39-149%
4165-60-0 Nitrobenzene-da 69% 64% 66% 32-128%
321-60-8  2-Fluorobiphenyl 1% 69% 65% 35-119%
1718-51-0 Terphenyl-d14 80% 83% 64% 10-126%

(@) Outside conirol limils due to matrix interference.

* = Qutside of Control Limits.



Matrix Spike/Matrix Spike Duplicate Summary Page 1 of 1
Job Number: JC15796

Agcount: AMANYWP Anderson, Mulholland & Associates

Praject: BMSMC, Building 5 Area, PR

Sample FileID DF Analyzed By Prep Date Prep Batch  Analytical Batch
OP92023A-MS 4AM64050.D 1 03/14/16 LK 03/12/16 OP92023A EF4M2839
OP92023A-MSD  4M64051.D 1 03/14/16 LK 03/12/16 OP92023A E4M2839
JC15796-1 4M64056.D 1 03/14/16 LK 03/12/16 0OP92023A E4M2839

The QC reported here applies to the following samples: Method: SWB846 8270D BY SIM

JC15796-1, JC15796-2, JC15796-3

JC157961 Spke MS MS  Spike MSD MSD Limits o
CASNo. Compound ug/l Q ugil ug/l % ug/l ug/l % RPD Rec/RPD Ll
91-20-3 Naphthalene ND 2 1.62 81 2z 1.67 84 3 23-140/36 H
123-91-1  1,4-Dioxane 139 E 2 19.3  270%* 2 20,8  345%a 7 20-160/30
CASNo. Surrogaie Recoveries MS MSD JC15796-1 Limits
367-12-4  2-Fluorophenol 62% 65% 43% 14-81%
4165-62-2 Phenol-d5 57%* b 61%* b 32% 11-54%
118-79-6  2,4,6-Tribromophenol 107% 113% 112% 35-145%
4165-60-0 Nilrobenzene-d5 83% 87% 78% 24-125%
321-60-8  2-Fluorobiphenyl 64% 1% 66% 19-127%
1718-51-0 Terphenyl-d14 80% 83% 67% 10-119%

{a) Outside control limits due 1o high level in sample relative to spike amount.
{b) Outside of control limits, but within reasonable method recovery limits.

-

* = QDutside of Control Limits.



LelVgsElFHl GH1603778.0 | GH103779.D

Matrix Spike/Matrix Spike Duplicate Summary Page 1 of 1
Job Number: ]JC15796

Account: AMANYWP Anderson, Mulholland & Associates

Project: BMSMC, Building 5 Area, PR

Sample FileID DF Anatyzed By Prep Date Prep Batch  Analytical Batch
JC15796-1MS GH103778.D 1 03/17/16 XPL n/a nfa GGH5211
JC15796-1MSD  GH103779.D 03/17/16 XPL n/a n/a GGH5211
1C15796-1 GH103777.D 1 03/17/16 XPL n/a n/a GGHS5211

The QC reported here applies to the following samples: Method: SW846-8015C (DAD

JC15796-1, JC15796-2, JC15796-3, JC15796-4

0

JC15796-1 Spike MS MS  Spike MSD MSD Limits

CASNo. Compound ug/l Q ugl ug/l % ug/l ug/l % RPD Rec/RPD
64-17-5 Ethanol ND 5000 5200 104 5000 5310 106 2 58-145/27
78-83-1 Isobutyl Alcokol ND 5000 5290 106 5000 5230 105 1 69-131/25
67-63-0  Isopropyl Alcahol ND 5000 5300 106 5000 5330 :O7 1 70-133/28
71-23-8  n-Propyl Alcohal ND 5000 5290 106 5000 5020 0@ 5 §6-137/29
71-36-3 n-Butyl Alcohol ND 5000 4850 97 5000 4750 95 2 £3-131/25
78-92-2  sec-Butyl Alcohol ND 5000 5270 105 5000 5190 104 2 54-136/25
67-56-1  Methanol ND 5000 4940 99 5000 5040 101 2 48-148/34
CASNo. Surrogate Recoveries MS MsSD JC15796-1 Limits

111-27-3  Hexanal 100% 96% 93% 56-145%

11:-27-3  Hexanaol 91% 90% 86% 56-145%

* = Dutside of Control Limits.



CAS No.

319-85-7
72-54-8
50-29-3

CAS No.

877-09-8
877-09-8
2051-24-3
2051-24-3

Matrix Spike/Matrix Spike Duplicate Summary

Job Number: JC15796

Page 1 of 1

Account: AMANYWP Anderson, Mulhalland & Associates
Project: BMSMC, Building § Area, PR
Sample FileID DF Analyzed Prep Date Prep Batch  Analytical Batch
0P92024-MS 4G66282.D 1 03/20/16 BP 03/13/16 0P92024 GAG1744
0OP92024-MSD  4G66283.D 1 03/20/16  BP 03/13/16 0P92024 GAGIT44
JC15796-1 4G66284D 1 03/20/216  BP 03/13/16 0P92024 GAG1744
The QC reported here applies to the followng samples: Method: SWBA4G6 BOB1B
JC15796-1, JC15796-2, JC15796-3

JC15796-1 Spike MS MS S8pike MSD MSD Limits
Compound ug/l Q ugi ug/l % ug/l ug/l % RPD Rec/RPD
heta-BHC ND 0.25 0.3 124 025 0.34 136 9 46-151/36
4,4'-DDD ND D.25 0.35 140 0.25 0.41 164*2 16 40-161/36
4,4'-DDT ND 0.25 0.41 164* 2 0.25 0.48 192¢2 1§ 41-173/33
Surrogate Recoverics MS MSD JC15796-1 Limits
Tetrachloro-m-xylene 106% 126%* ® 123% 26-132%
Tetrachloro-m-xylene 103% 123%* 2 119% 26-132%
Decachiorobiphenyl 147%*2  180%*2  170%*P  1D-118%
Decachlorobiphenyl 138%*%3  167%*2  156%*b  10-118%
(3) Outside the QC limits. =

{b) High percent recoveries and no positive found in the sample.

* = Dutside of Control Limits.

L'e'Zl
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SDG No:
Analysis:
Location:

SUMMARY:

Critical issues:
Major:
Minor:

Critical findings
Major findings:
Minor findings:

EXECUTIVE NARRATIVE

1C15796 Laboratory: Accutest, New lersey
SW846-80818 Number of Samples: S

BMSMC, Building S Area

Humacao, PR

Five (5) groundwater samples were analyzed for selected pesticides following method
5W846-8081B. The sample results were assessed according to USEPA data validation
guidance documents in the following order of precedence Hazardous Waste Support
Section SOP No. HW-36A, Revision 0, June, 2015. SOMO02.2. Pesticide Data Validation.
The QC criteria and data validation actions listed on the data review worksheets are
from the primary guidance document, unless otherwise noted.

Results are valid and can be used for decision making purposes.

None

None

1. Several surrogate recoveries (tetrachloro-m-xylene and decachlorobiphenyl)
outside laboratory control limits in sample JC15796-1; -2; Blank Spike;
JC15796-1IMS and -1MSD. No action taken, surrogate recoveries within control
limits in at least one of the columns except for the Blank Spike sample {QC
sample).

2. MSD 4,4’-DDD and 4,4'-DDT % recovery outside laboratory control limits in
sample JC15423-1MSD {QC sample). No action taken.

3. Florisil and GPC cartridge performance check data not included in data
package. No action taken.

] None
None
None

COMMENTS: Results are valid and can be used for decision making purposes.
Reviewers Name: Rafael Infante
Chemist License 1888
Signature: M/
Date: April 14, 2016



SAMPLE ORGANIC DATA SAMPLE SUMMARY

Sample ID:
Sample location:
Sampling date:
Matrix:

METHOD:

Analyte Name
beta-BHC
4,4'-DDD
4,4'-DDT

Sample 1D:
Sample location:
Sampling date:
Matrix:

METHOD:

Analyte Name
beta-BHC
4,4'-DDD
4,4'-DDT

Sample ID:
Sample location;:
Sampling date:
Matrix:

METHOD:

Analyte Name
beta-BHC
4,4'-DDD
4,4-DDT

Sample 1D:
Sample location;
Sampling date:
Matrix:

METHOD:

Analyte Name
beta-BHC
4,4-DDD
4,4'-DDT

JC15796-1

BMSMC Building 5 Area

7-Mar-16

Groundwater

8081B

Result Units Dilution Factor LabFlag Validation Reportable
0.010c  ug/l 1 - - Yes
0.010 ug/! 1 - - Yes
0.010  wug/l 1 - - Yes

1C15796-2

BMSMC Building 5 Area

7-Mar-16

Groundwater

8081B

Result Units Dilution Factor Lab Flag Validation Reportable
0.010 ug/l 1 - u Yes
0.010 ug/l 1 - U Yes
0.010 ug/l 1 v Yes

JC15796-3

BMSMC Building 5 Area

7-Mar-16

Groundwater

8081B

Result Units Dilution Factor Lab Flag Validation Reportable
0.010 ug/l 1 - U Yes
0.010 ug/l 1 s U Yes
0.010 ug/l 1 . U Yes

JC15796-1MS

BMSMC Building 5 Area

7-Mar-16

Groundwater

8081B

Result Units Dilution Factor Lab Flag Validation Reportable
0.31 ug/ 1 - U Yes
0.35 ug/! i - u Yes
0.41 ug/l 1 - U Yes



Sample ID: JC15796-1MSD
Sample location: BMSMC Building S Area
Sampling date: 7-Mar-16
Matrix: Groundwater

METHOD: B0O81B
Analyte Name  Result Units Dilution Factor LabFlag Validation Reportable
beta-BHC 0.34 ug/l 1 - u Yes
4,4'-DDD 0.41 ug/l 1 - u Yes
4,4-DDT 0.48 ug/l 1 - u Yes



DATA REVIEW WORKSHEETS

Project/Case Number.___JC15796___
Sampling Date:__March_7,_2016_____
Shipping Date:___March_8,_2016

EPA Region No.: 2

REVIEW OF PESTICIDE ORGANIC PACKAGE

The following guidelines for evaluating volatile organics were created to delineate
required validation actions. This document will assist the reviewer in using professional
judgment to make more informed decision and in better serving the needs of the data
users. The sample results were assessed according to USEPA data validation guidance
documents in the following order of precedence Hazardous Waste Support Section SOP No.
HW-36A, Revision 0, June, 2015. SOM02.2. Pesticide Data Validation. The QC criteria and
data validation actions listed on the data review worksheets are from the primary
guidance document, unless otherwise noted.

The hardcopied (laboratory name) _Accutest dala package received has been
reviewed and the quality control and performance data summarized. The data review for VOCs included:
Lab. Project/'SDG No.: __JC15796 Sample matrix: _Groundwater____
No. of Samples: 5

Trip blank No.: :

Field blank No.: -

Equipment blank No.: JC15796-3

Field duplicate No.: -

Field spikes No.: -

QC audit samples: -

—X___Data Completeness __X____Laboratory Control Spikes
__X___Holding Times _X____Field Duplicates
__N/A__GCMS Tuning __X___ Calibrations

__X__Internal Standard Performance _X____ Compound identifications
__X__ Blanks _X____Compound Quantitation
—_X___Sumrogate Recoveries _X____Quantitation Limits

—X___ Matrix Spike/Matrix Spike Duplicate

Overall Comments:__Selected_pesticides_by_SW846-80818

Definition of Qualifiers:

J- Estimated results

U- Compound not detected
R- Rejected data

UJ-  Estimated nondetect

Reviewer.__
Date:__Apni_14,_2016




DATA REVIEW WORKSHEETS

DATA COMPLETENESS

MISSING INFORMATION DATE LAB. CONTACTED DATE RECEIVED




DATA REVIEW WORKSHEETS

All cnlena were met __X___
Crniena were not met
andfor see below

HOLDING TIMES
The objective of this parameter is to ascertain the validity of the results based on the holding fime
of the sample from time of collection to the time of analysis.

Complete table for all samples and note the analysis and/or preservation not within criteria

SAMPLE ID DATE DATE ACTION
SAMPLED EXTRACTED/ANALYZED

Preservatives:  All_samples_extracted_and_analyzed_within_the_required_criteria.

Criteria

Aqueous samples - seven (7) days from sample collection for exiraction; 40 days from sample
collection for analysis.

Non-aqueous samples — fourteen (14) days from sample collection for extraction; 40 days from
sample collection for analysis.

Cooler temperature (Criteria; 4 + 2 °C): 4.4°C - OK
Actions

Qualify aqueous sample results using preservation and technical holding time information
as follows:

a. If there is no evidence that the samples were properly preserved (T = 4°C + 2°C), and the
samples were extracted or analyzed within the technical holding times, qualify detects as estimated
(J) and non-detects as estimated (UJ).

b. If there is no evidence that the samples were properly preserved (T = 4°C + 2°C), and the
samples were extracted or analyzed outside the technical holding times, qualify detects as
estimated (J) and non-detects as estimated (U.J).

¢. If the samples were properly preserved, and were extracted and analyzed within the technical
holding times, no qualification of the data is necessary.

d. If the samples were properly preserved, and were extracted or analyzed outside the technical
holding times, qualify detects as estimated (J) and non-detects as estimated (UJ). Note in the Data
Review Narrative that hoiding times were exceeded and the effect of exceeding the holding time on
the resulting data.



DATA REVIEW WORKSHEETS

e. Use professional judgment to qualify samples whose temperature upon receipt at the laboratory
is either below 2 degrees cenfigrade or above 6 degrees centigrade.
f. If technical holding times are grossly exceeded, use professional judgment to qualify the data.

Qualify non-aqueous sample results using preservation and technical holding time
information as follows:

a. If there is no evidence that the samples were properly preserved (T = 4°C + 2°C), and the
samples were extracted or analyzed within the technical holding time, qualify detects as estimated
(J) and non-detects as estimated (UJ).

b. If there is no evidence that the samples were properiy preserved (T = 4°C x 2°C), and the
samples were extracted or analyzed outside the technical holding time, qualify detects as
estimated (J) and non-detects as estimated (UJ).

c. If the samples were properly preserved, and were extracted and analyzed within the technical
holding time, no qualification of the data is necessary.

d. If the samples were properly preserved, and were extracted or analyzed outside the technical
holding time, qualify detects as estimated (J) and non-detects as estimated (UJ). Note in the Data
Review Narrative that holding times were exceeded and the effect of exceeding the holding time on
the resulting data.

e. Use professional judgment to qualify samples whose temperature upon receipt at the faboratory
is either below 2 degrees centigrade or above 6 degrees centigrade.

f. If technical holding times are grossly exceeded, use professional judgment to qualify the data.



DATA REVIEW WORKSHEETS

All enitena were mel ___X
Crileria were nol met see below

GAS CHROMATOGRAPH WITH ELECTRON CAPTURE DETECTOR (GC/ECD) INSTRUMENT
PERFORMANCE CHECK (SECTIONS 1 TO 5)

1. Resolution Check Mixture
Criteria

Is the resolution between two adjacent peaks in the Resolution Check Mixture C greater than or
equal to 80.0% for all analytes for the primary column and greater than or equal to 50.0% for the
confirmation column? Yes? or No?

Is the resolution between two adjacent peaks in the Resolution Check Mixture (A and B) greater
than or equal to 60.0%? Yes? or No?

Note: If resolution criteria are not met, the quantitative results may not be accurate due
to inadequate resolution. Qualitative identifications may also be questionable if
coelution exists.

Action

a. Qualify detects for target compounds that were not adequately resolved as tentatively identified
(NJ).

b. Qualify non-detected compounds as unusable (R).

2. Performance Evaluation Mixture (PEM) Resolution Criteria

Criteria

Is PEM analysis performed at the required frequency (at the end of each pesticide initial calibration
sequence and every 12 hours)? Yes? or No?
Action

a. If PEM is not performed at the required frequency, qualify all associated sample and blank
results as unusable (R).

Criteria

Is PEM % Resolution < 90%? Yes? or No?
Action

a. a. Qualify detects for target compounds that were not adequately resolved as tentatively

identified (NJ).
b. Qualify non-detected compounds as unusable (R).



DATA REVIEW WORKSHEETS

All cniena were mel ____ X
Criteria were not me{ see below

3. PEM 4,4’-DDT Breakdown

Criteria

is the PEM 4,4'-DDT % Breakdown >20.0% and 4,4'-DDT is detected? Yes? or No?
Action

a. Qualify detects for 4,4DDT; detects for 4,4-DDD; and detects for 4,4-DDE as estimated (J)
Criteria

Is the PEM 4,4'-DDT % Breakdown >20.0% and 4,4'-DDT is not detected Yes? or No?
Action

a. Qualify non-detects for 4,4- DDT as unusable (R )

b. Qualify detects for 4,4'-DDD as tentatively identified {(NJ)

c. Qualify detects for 4,4'-DDE as tentatively identified (NJ)

4. PEM Endrin Breakdown

Criteria

Is the PEM Endrin % Breakdown >20.0% and Endrin is detected? Yes? or No?
Action

a. Qualify detects for Endrin; detects for Endrin aldehyde; and detects for Endrin ketone as
estimated (J)

Criteria

Is the PEM Endrin % Breakdown >20.0% and Endrin is not detected Yes? or No?
Action

a. Qualify non-detects for Endrin as unusable (R )

b. Qualify detects for Endrin aldehyde as tentatively identified (NJ)
¢. Qualify detects for Endrin ketone as tentatively identified (N.J)



DATA REVIEW WORKSHEETS

Allcritena weremet ___ X__
Cniena were nol met see below

5. Mid-point Individual Standard Mixture Resolution -

Criteria

Is the resolution between two adjacent peaks in the Resolution Check Mixture C greater than or
equal to 80.0% for all analytes for the primary column and greater than or equal to 50.0% for the

confimation column? Yes? or No?

Is the resolution between two adjacent peaks in the Resolution Check Mixture (A and B) greater
than or equal to 90.0%? Yes? or No?

Note: If resolution criteria are not met, the quantitative results may not be accurate due
to inadequate resolution. Qualitative identifications may alsoc be questionable if
coelution exists.

Action

a. Qualify detects for target compounds that were not adequately resolved as tentatively identified
(NJ).

b. Qualify non-detected compounds as unusable (R).

Criteria

Is mid-point individual standard mixture analysis performed at the required frequency (every 12
hours)? Yes? or No?

Action

a. If the mid-point individual standard mixture analysis is not performed at the required frequency,
qualify all associated sample and blank results as unusable (R).



DATA REVIEW WORKSHEETS

All critena were met ___X___
Crilera were nol me!
and/or see below

CALIBRATION VERIFICATION

Compliance requirements for satisfactory instrument calibration are established to ensure that the
instrument is capable of producing and maintaining acceptable quantitative data.

Date of initial calibration: 03/18/16
Dates of continuing calibration:___03/18/16_(initial);_03/20/16;_03/21/16_
Instrument ID numbers: GCAG
Matrix/Level: Aqueous/low
DATE LAB FILE | CRITERIA QUT COMPOUND SAMPLES
1D3# RFs, %RSD, %D, r AFFECTED

Initial and continuing calibration meets the required criteria. Closing calibration performed and
within the required criteria

Criteria

Are a five point calibration curve delivered with concentration levels as shown in Table 3 of SOP
HW-36A, Revision 0, June, 2015? Yes? or No?

Actions

If the standard concentrations listed in Table 3 are not used, use professional judgment to evaluate the
effect on the data

Criteria

Are RT Windows calculated correctiy? Yes? or No?
Action

Recalculate the windows and use the comrected values for all evaluations.

Criteria

Are the Percent Relative Standard Deviation (%RSD) of the CFs for each of the single component
target compounds less than or equal to 20.0%, except for alpha-BHC and delta-BHC?

Yes? or No?

Are the %RSD of the CFs for alpha-BHC and delta-BHC less than or equal to 25.0%. Yes? or No?




DATA REVIEW WORKSHEETS

Is the %RSD of the CFs for each of the Toxaphene peaks must be < 30% when 5-point ICAL is
performed? Yes? or No?

Is the %RSD of the CFs for the two sumogates (tefrachloro-m-xylene and decachlorobiphenyl) less than
or equal to 30.0%. Yes? or No?

Action

a. if the %RSD criteria are not met, qualify detects as estimated (J) and use professional judgment to
qualify non-detected target compounds.
b. If the %RSD criteria are within allowable limits, no qualificaticn of the data is necessary

Continuing Calibration Checks

Criteria

Is the continuing calibration standard analyzed at the acceptable time intervals?  Yes? or No?
Action

a. If more than 14 hours has elapsed from the injection of the instrument blank that begins an
analytical sequence {opening CCV) and the injection of either a PEM or mid-point concentration of
the individual Standard Mixtures (A and B} or (C), qualify all data as unusable (R).

b. If more than 12 hours has elapsed from the injection of the instrument blank that begins an
analytical sequence {opening CCV) and the injection of the last sample or blank that is part of the
same analytical sequence, qualify all data as unusable (R).

c. If more than 72 hours has elapsed from the injection of the sample with a Toxaphene detection
and the Toxaphene Calibration Verification Standard (CS3), qualify all data as unusable (R).

Criteria
Is the Percent Difference (%D) within +25.0% for the PEM sample? Yes? or No?

Action
a. Qualify associated detects as estimated (J) and non-defects as estimated (UJ).

Criteria

For the Calibration Verification Standard (CS3); is the Percent Difference (%D) within +25.0%?
Yes? or No?

Action

Qualify associated detects as estimated (J) and non-detects as estimated (UJ).



DATA REVIEW WORKSHEETS

All critena were met __¥__
Critenia were nol mel

andlorseebelow
Criteria
Is the PEM 4,4-DDT % Breakdown >20.0% and 4,4-DDT is detected? Yes? or No?
Action

a. Qualify detects for 4,4'-DDT,; detects for 4,4'-DDD; and detects for 4,4-DDE as estimated (J)
b. Non-detected associated compounds are not qualified

Criteria

Is the PEM 4,4'-DDT % Breakdown >20.0% and 4,4'-DDT is not detected Yes? or No?
Action

a. Qualify non-detects for 4,4'- DDT as unusable (R )

b. Qualify detects for 4,4'-DDD as tentatively identified (NJ)
¢. Qualify detects for 4,4'-DDE as tentatively identified (NJ)

Criteria

Is the PEM Endrin % Breakdown >20.0% and Endrin is detected? Yes? or No?
Action

a. Qualify detects for Endrin; detects for Endrin aldehyde; and detects for Endrin ketone as
estimated (J)

b. Non-detected associated compounds are not qualified

Criteria

Is the PEM Endrin % Breakdown >20.0% and Endrin is not detected Yes? or No?
Action

a. Qualify non-detects for Endrin as unusable (R )

b. Qualify detects for Endrin aldehyde as tentatively identified (N.J)
¢. Qualify detects for Endrin ketone as tentatively identified (NJ)

A separate worksheet should be filled for each initial curve

10



DATA REVIEW WORKSHEETS

All cntena were met _ X_
Critena were nol me!
and/or see below

BLANK ANALYSIS RESULTS (Sections 1 & 2)

The assessment of the blank analysis results is to determine the existence and magnitude of
contamination problems. The criteria for evaluation of blanks apply only to blanks associated with
the samples, including trip, equipment, and laboratory blanks. if problems with any blanks exist, all
data associated with the case must be carefully evaluated to determine whether or not there is an
inherent variability in the data for the case, or if the problem is an isolated occurrence not affecting
other data.

List the contamination in the blanks below. High and low levels blanks must be treated separately.

CRAQL concentration N/A

Laboratory blanks

DATE LABID LEVEL/ COMPOUND CONCENTRATION
ANALYZED MATRIX UNITS

_No_target_analytes_detected_in_method_blanks_at_a_reporting_limit_of_0.01_and_0.001_ug/L.

Field/Equipment/Trip blank

DATE LABID LEVEL/  COMPOUND CONCENTRATION
ANALYZED MATRIX UNITS

_No_target_analyte_detected_in_equipment_blank._No_fieid/trip_blank_analyzed_with_this_data_
_package.
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BLANK ANALYSIS RESULTS (Section 3)

Blank Actions

All cnlena were met __X___
Critena were not met
andfor see below

Action Levels (ALs} should be based upon the highest concentration of contaminant determined in
any blank. Do not qualify any biank with another blank. The ALs for samples which have been
diluted should be corrected for the sample dilution factor and/or % moisture, where applicable. No
positive sample results should be reported unless the concentration of the compound in the

samples exceeds the ALs:

The concentration of non-target compounds in all blanks must be less than or equal to 10 pg/L.
The concentration of each target compound found in the method or field blanks must be less than

its CRQL listed in the method.

Data concerning the field blanks are not evaluated as part of the CCS process. If field blanks are
present, the data reviewer should evaluate this data in a similar fashion as the method blanks.

Specific actions are as follows:

Blank Actions for Pesticide Analyses

Blank Type Blank Result Sample Result Action for Samples
Detects Not detected No qualification required
<CRQL <CRQL Report CRQL value with a U
2 CRQOL No qualification required
Method, Sulfur <CRQL Report CRQL value with a U
Cleanup, 2 CRQL and = blank Report blank value for
Instrument, Field, > CRQL concentration sample concentration with a
TCLP/SPLP U
= CRQL and > blank No qualification required
concentration
=CRQL <CRQL Report CRQL value with a U
> CRQL No qualification required
Gross contamination | Detects Report blank value for
sample concentration with a
U
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All criteria were met _ X
Crilena were not met
andfor see below

CONTAMINATION
SOURCE/NLEVEL

COMPOUND

CONC/UNITS

AL/UNITS

SQL

AFFECTED SAMPLES
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DATA REVIEW WORKSHEETS

All crilena were met
Cniena were nol met
andlor sea below _ X

SURROGATE SPIKE RECOVERIES

Laboratory performance of individual samples is established by evaluation of surrogate spike
recoveries. All samples are spiked with surrogate compounds prior to sample analysis. The
accuracy of the analysis is measured by the surrogate percent recovery. Since the effects of the
sample matrix are frequently outside the control of the laboratory and may present relatively unique
problems, the validation of data is frequently subjective and demands analytical experience and
professional judgment.

List the percent recoveries (%Rs) which do not meet the criteria for surrogate recovery.

Matrix:_Groundwater

Lab Lab

Sample File

D D Sla Slp  S2a S2b
JC15796-1 4G66284.D 123 119 170* ¢ 156* ¢
JC15796-2 4G66285.D 92 105 115 122* ¢
JC15796-3 4G66286.D 110 116 84 89

OP92024-BS1  4G66281.D 107 112 129*d 133*4
OP92024-MB1 4G66280.D 139*d 138*d 158%d 154%4
OP92024-MS  4G66282.D 106 103 147*c  138*¢
0OP92024-MSD  4G66283.D 126 ¢ 123*c 180*c 167%¢

Surrogate Recovery
Compounds Limts

51 = Tetrachloro-m-xylcne 26-132%
52 = Decachlorobiphenyl 10-118%
(a) Recovery from GC signal #1

(b) Recavery from GC signal #2

(c) High percent recoveries and no positive found in the sample.
{(d) High percent recoveries and no positive found in the QC batch.
(¢) Outside the QC limits.

Note: No action taken, surrogate recoveries within the required criteria (> 30 % - < 150
%] in at least one of the columns.

Actions:

a. For any surrogate recovery greater than 150%, qualify detected target compounds as biased high
(J+).

b. Do not qualify non-detected target compounds for surrogate recovery > 150 %.

c. If both surrogate recoveries are greater than or equal to 30% and less than or equal to 150%, no
qualification of the data is necessary.

d. For any surrogate recovery greater than or equal fo 10% and less than 30%, qualify detected target
compounds as biased low (J-).

e. For any surrogate recovery greater than or equal to 10% and less than 30%, qualify non-detected
target compounds as approximated (UJ).
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f. If low surrogate recoveries are from sample dilution, professional judgment should be used to
determine if the resulting data should be qualified. If sample dilution is not a factor:

i. Qualify detected target compounds as biased low (J-).

ii. Qualify non-detected target compounds as unusable (R).
a. If surrogate RTs in PEMSs, Individual Standard Mixtures, samples, and blanks are outside of the
RT Windows, the reviewer must use professional judgment to qualify data.
h. If surrogate RTs are within RT windows, no qualification of the data is necessary.
i If the two surrogates were not added to all samples, MS/MSDs, standards, LCSs, and blanks,
use professional judgment in qualifying data as missing surrogate analyte may not directly apply to
target analytes.

Summary Surrogate Actions for Pesticide Analyses

Action*
Criteria Detected Target Non-detected Target
Compounds Compounds
%R > 150% J+ No qualification
30% < %R < 150% No qualification
10% < %R < 30% J- uJ
%R < 10% (sample dilution not a factor) J- R
%R < 10% (sample dilution is a factor) Use professional judgment
RT out of RT window Use professional judgment
RT within RT window No qualification
& Use professional judgment in qualifying data, as surrogate recovery problems may not

directly apply to target analytes.
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Allcntenaweremel
Cnlena were not me:
and/or see below _X___

MATRIX SPIKE/MATRIX SPIKE DUPLICATE (MSAMSD)

This data is generated to determine long term precision and accuracy in the analytical method for
various matrices. This data alone cannot be used to evaluate the precision and accuracy of
individual samples. If any % R in the MS or MSD falls outside the designated range, the reviewer
should determine if there are matrix effects, i.e. LCS data are within the QC limits but MSMSD
data are outside QC limit.

1. MSMSD Recoveries and Precision Criteria

Data for MS and MSDs will not be present unless requested by the Region.
Notify the Contract Laboratory Program Project Officer (CLP PQ) if a field blank was used for the
MS and MSD, unless designated as such by the Region.

NOTE: For a Matrix Spike that does not meet criteria, apply the action to only the field
sample used to prepare the Matrix Spike sample. If it is clearly stated in the data validation
materials that the samples were taken through incremental sampling or some other
method guaranteeing the homogeneity of the sample group, then the entire sample group
may be qualified.

List the %Rs, RPD of the compounds which do not meet the criteria.

Sample ID:_JC15796-1 Matrix/Level._Groundwater/low_
MS OR MSD COMPOUND %R RPD QCLIMITS ACTION

_MSD 4,4-DDT 192% 41-173 No_action

_MSD 4.4-DDD 164%. 40-161 No_action

Action

No qualification of the data is necessary on MS and MSD data alone. However, using professional
judgment, the validator may use the MS and MSD results in conjunction with other QC criteria and
determine the need for some qualification of the data.

A separate worksheet should be used for each MSMSD pair.
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All critena were met _ X
Cniena were not met
andior see below

LABORATORY CONTROL SAMPLE (LCS) ANALYSIS

This data is generated to determine accuracy of the analytical method for various matrices.

1. LCS Recoveries Criteria

LCS Spike Compound Recovery Limits (%)

| gamma-BHC 50-120
Heptachlor epoxide 50-150
Dieldrin 30-130
4,4-DDE 50-150
Endrin 50-120
Endosulfan sulfate 50-120
trans-Chlordane 30-130
Tetrachloro-m-xylene (surrogate) 30-150
Decachiorobiphenyl (surrogate) 30-150

LCS concentrations:____0.25_ug/L

List the %R of compounds which do not meet the criteria

LCSID COMPOUND %R QC LIMIT

Action

The following guidance is suggested for qualifying sample data for which the associated LCS does
not meet the required criteria.

a. If the LCS recovery exceeds the upper acceptance limit, qualify detected target compounds as
estimated (J). Do not qualify non-detected target compounds.

b. If the LCS recovery is less than the lower acceptance limit, qualify detected target compounds
as estimated (J) and non-detects as unusable (R).

c. Use professional judgment to qualify data for compounds other than those compounds that are
included in the LCS.

d. Use professional judgment to qualify non-LCS compounds. Take into account the compound
class, compound recovery efficiency, analytical problems associated with each compound, and
comparability in the performance of the LCS compound fo the non-LCS compound.

e. If the LCS recovery is within allowable limits, no qualification of the data is necessary.
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2 Frequency Criteria:
Where LCS analyzed at the required frequency and for each matrix? Yes or No.

If no, the data may be affected. Use professional judgment to determine the severity of the effect
and qualify data accordingly. Discuss any actions below and list the samples affected.

18
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All cnilena were me!
Critena were not me!
andior see below __NFA

FLORISIL CARTRIDGE PERFORMANCE CHECK
NOTE: Florisil carfridge cleanup is mandatory for all extracts.
Criteria

Is the Florisil cartridge performance check conducted at least once on each lot of cartridges used
for sample cleanup or every 6 months, whichever is most frequent? Yes? or No?

Criteria

Are the results for the Florisii Cartridge Performance Check solution included with the data
package? Yes? or No?

Note: If % criteria are not met, examine the raw data for the presence of polar
interferences and use professional judgment in qualifying the data as follows:

Acfion:

a. If the Percent Recovery is greater than 120% for any of the pesticide target compounds in the
Florisil Cartridge Performance Check, qualify detected compounds as estimated (J). Do not qualify
non-detected target compounds.

b. If the Percent Recovery is greater than or equal to 80% and less than or equal to 120% for all
the pesticide target compounds, no qualification of the data is necessary.

c. If the Percent Recovery is greater than or equal to 10% and less than 80% for any of the
pesticide target compounds in the Florisil Cariridge Performance Check, qualify detected target
compounds as estimated {J) and non-detected target compounds as approximated (UJ).

d. If the Percent Recovery is less than 10% for any of the pesticide target compounds in the Florisil
Cartridge Performance Check, qualify detected compounds as estimated (J) and qualify non-
detected target compounds as unusable (R).

e. If the Percent Recovery of 2,4,5-frichlorophenol in the Florisil Carfridge Performance Check is
greater than or equal to 5%, use professional judgment to qualify detected and non-detected target
compounds, considering interference on the sample chromatogram.

Note: State in the Data Review Namative potential effects on the sample data resulting
from the Florisil Cartridge Performance Check analysis not yielding acceptable
results.

Note:_ No information for florisil cartridge performance check included in data package. No
qualification of the data performed, professional judgment.
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All cntena were me!
Crilena were not met
andlor seebelow __ N/A___

GEL PERMEATION CHROMATOGRAPHY (GPC) PERFORMANCE CHECK
NOTE: GPC cleanup is mandatory for all soil samples.

If GPC criteria are not met, examine the raw data for the presence of high molecular weight
contaminants; examine subsequent sample data for unusual peaks; and use professional judgment
in qualifying the data. Notify the Contract Laboratory Program Project Officer (CLP PO) if the
laboratory chooses to analyze samples under unacceptable GPC criteria.

Action:

a If the Percent Recovery is less than 10% for the pesticide compounds and surrogates during the
GPC calibration check, the non-detected target compounds may be suspect, qualify detected
compounds as estimated (J).

b. If the Percent Recovery is less than 10% for the pesticide compounds and surrogates during the
GPC calibration check, qualify all non-detected target compounds as unusable (R).

c. If the Percent Recovery is greater than or equal to 10% and is less than 80% for any of the
pesticide target compounds in the GPC calibration, qualify detected target compounds as
estimated (J) and non-detected target compounds as approximated (UJ).

d. If the Percent Recovery is greater than or equal to 80% and less than or equal to 120% for all
the pesticide target compounds, no qualification of the data is necessary.

e. If high recoveries (i.e., greater than 120%) were obtained for the pesticides and surrogates
during the GPC calibration check, qualify detected compounds as estimated (J). Do not qualify
non-detected target compounds.

Note: State in the Data Review Narrative potential effects on the sample data resulting
from the GPC cleanup analyses not yielding acceptable results.

Note:  No information for performance of GPC cleanup included in data package. No
qualification of the data performed, professional judgment.



DATA REVIEW WORKSHEETS

All critena were mel ___X,
Crilena were not mel
andlor see below

TARGET COMPOUND IDENTIFICATION

Criteria:
1. Is Retention Times (RTs) of both of the surmogates and reported target compounds in each
sample within the calculated RT Windows on both columns? Yes? or No?

2. Is the Tetrachloro-m-xylene (TCX) RT +0.05 minutes of the Mean RT (RT) determined from the
initial calibration and Decachlorobiphenyl (DCB) within +0.10 minutes of the RT determined from
the initial calibration? Yes? or No?

3. Is the Percent Difference (%D) for the detected mean concentrations of a pesticide target
compound between the two Gas Chromatograph (GC) columns within the inclusive range of + 25.0
947 Yes? or No?

4. When no analytes are identified in a sample; are the chromatograms from the analyses of the
sample extract and the low-point standard of the initial calibration associated with those analyses
on the same scaling factor? Yes? or No?

5. Does the chromatograms display the Single Component Pesticides (SCPs) detected in the
sample and the largest peak of any multi-component analyte detected in the sampie at less than
full scale. Yes? or No?

6. If an extract is diluted; does the chromatogram display SCPs peaks between 10-100% of full
scale, and multi-component analytes between 25-100% of full scale? Yes? or No?

7. For any sample; does the baseline of the chromatogram return to below 50% of full scale before
the elution time of alpha-BHC, and also return to below 25% of full scale after the elution time of
alpha-BHC and before the elution time of DCB? Yes? or No?

8. If a chromatogram is replotted electronically to meet these requirements; is the scaling factor
used displayed on the chromatogram, and both the initial chromatogram and the replotted
chromatogram submitted in the data package. Yes? or No?

Action:
a. If the qualitative criteria for both columns were not met, all target compounds that are reported
as detected should be considered non-detected.
b. Use professional judgment to assign an appropriate quantitation limit using the following
guidance:
i, If the detected target compound peak was sufficiently outside the pesticide RT
Window, the reported values may be a false positive and shouid be replaced with
the sample Contract Required Quantitation Limits (CRQL) value.
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i If the detected target compound peak poses an interference with potential
detection of another target peak, the reported value should be considered and
qualified as unusable (R).
c. If the data reviewer identifies a peak in both GC column analyses that falls within the appropriate
RT Windows, but was reported as a non-detect, the compound may be a false negative. Use
professional judgment to decide if the compound should be included.

Note: State in the Data Review Narative all conclusions made regarding target
compound identification.

d. If the Toxaphene peak RT windows determined from the cafibration overlap with SCPs or
chromatographic interferences, use professional judgment to qualify the data.

e. if target compounds were detected on both GC columns, and the Percent Difference between
the two results is greater than 25.0%, consider the potential for coelution and use professional
judgment to decide whether a much larger concentration obtained on ene column versus the other
indicates the presence of an interfering compound. If an interfering compound is indicated, use
professional judgment to determine how best to report, and if necessary, qualify the data according
to these guidelines.

f. If Toxaphene exhibits a marginal pattern-matching quality, use professional judgment to establish
whether the differences are due to environmental “weathering” (i.e., degradation of the earlier
eluting peaks refative to the later eluting peaks). If the presence of Toxaphene is strongly
suggested, report results as presumptively present (N).

GAS CHROMATOGRAPHMASS SPECTROMETER (GC/MS) CONFIRMATION

NOTE: This confirmation is not usually provided by the laboratory. In cases where it is
provided, use professional judgment to determine if data qualified with “C” can be
salvaged if it was previously qualified as unusable (R).

Action:

a. If the quantitative criteria for both columns were met (2 5.0 ng/pL for SCPs and 2 125 ng/yL for
Toxaphene), determine whether GC/MS confirmation was performed. If it was performed, qualify
the data using the following guidance:
i. If GCMS confirmation was not required because the quantitative criteria for both
columns was not met, but it was still performed, use professional judgment when
evaluating the data to decide whether the detect should be qualified with “C”.
il If GCMS confirmation was performed, but unsuccessful for a target compound
detected by GC/ECD analysis, qualify those detects as “X".
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Allcriteria were met ¥
Cntena were nol mel
andiorseebelow

COMPOUND QUANTITATION AND REPORTED CONTRACT REQUIRED QUANTITATION
LIMITS (CRQLS)

The sample quantitation evaluation is to verify laboratory quantitation results. In the space below,
please show a minimum of one sample calculation:

JC15796-1MS 4,4-DDD RF =0.764

(] (101.5X106)(50)/(191.9X105)(0.764)

34.6 ppb Ok

nm u

Action:

a. If sample quantitation is different from the reported value, qualify result as unusable (R).

b. When a sample is analyzed at more than one dilution, the lowest CRQLs are used unless a QC
exceedance dictates the use of the higher CRQLs from the diluted sample.

c. Replace concentrations that exceed the calibration range in the original analysis by crossing out
the “E” and its coresponding value on the original reporting form and substituting the data from the
diluted sample.

d. Results between the MDL and CRQL should be qualified as estimated {J).

e. Results less than the MDL should be reported at the CRQL and qualified (U). MDLs themselves
are not reported.

f. For non-aqueous samples, if the percent moisture is less than 70.0%, no qualification of the data
is necessary. If the percent moisture is greater than or equal to 70.0% and less than 90.0%, qualify
detects as estimated (J) and non-detects as approximated (UJ). If the percent moisture is greater
than or equal to 90.0%, qualify detects as estimated (J) and non-detects as unusable (R) (see
Table).

Percent Moisture Actions for Pesticide Analysis for Non-Aqueous Samples

Criteria Action
Detected Associated Non-detected Associated
Compounds Compounds

% Moisture < 70.0 No qualification

70.0 < % Moisture < 90.0 | J uUJ

% Moisture > 90.0 J R
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List samples which have < 50 % solids

Note:

If any discrepancies are found, the Region's designated representative may
contact the laboratory fo obtain additional information that could resolve any
differences. If a discrepancy remains unresolved, the reviewer must use
professional judgment to decide which value is the most accurate. Under these
circumstances, the reviewer may determine that qualification of data is warranted.
Note in the Data Review Narative a description of the reasons for data
qualification and the qualification that is applied to the data.

Dilution performed

SAMPLE ID

DILUTION FACTOR | REASON FOR DILUTION
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All ciena were met __N/A
Critenia were not met
and/or see below

FIELD DUPLICATE PRECISION

NOTE: In the absence of QAPP guidance for validating data from field duplicates, the
following action will be taken.

Field duplicates samples may be taken and analyzed as an indication of overall precision. These
analyses measure both field and lab precision; therefore, the results may have more variability than
laboratory duplicates which only laboratory performance. It is also expected that soil duplicate
results will have a greater variance than water matrices due to difficulties associated with collecting
identical field duplicate samples. [dentify which samples within the data package are field duplicates.
Estimate the relative percent difference (RPD) between the values for each compound. If large RPDs
(> 50%)} is observed, confirm identification of samples and note difference in the executive summary.

Sample IDs:  _JC15796-5/-6_(S-35/5-35D)__ Matrix;_Groundwater
COMPOUND SQL | SAMPLE DUPLICATE RPD | ACTION
ug/L | CONC. CONC.

No fieldflaboratory data included with this data package. MS/MSD % recovery RPD used to assess
precision. RPD within the required criteria of < 50 %.

Actions:

a. Qualify as estimated positive results (J) and nondetects (UJ) for the compound that exceeded
the above criteria. For organics, only the sample and duplicate will be qualified.

b. If an RPD cannot be calculated because one or both of the sample results is not detected, the
following actions apply:

. If one sample result is not detected and the other is greater than 5x the SQL
qualify (J/UJ).

i If one sample value is not detected and the other is greater than 5x the SQL and
the SQLs for the sample and duplicate are significantly different, use professional
judgment to determine if qualification is appropriate.

iii. If one sample value is not detected and the other is less than 5x, use professional
judgment to determine if qualification is appropriate.

iv. If both sample and duplicate results are not detected, no action is needed.
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OVERALL ASSESSMENT OF DATA

Action:
1. Use professional judgment to determine if there is any need to qualify data which were not
qualified based on the Quality Control (QC) criteria previously discussed.

2. Write a brief narrative to give the user an indication of the analytical limitations of the data.

Note: The Contract Laboratory Program Project Officer (CLP PO) must be informed if
any inconsistency of the data with the Sample Delivery Group (SDG) Narrative. If
sufficient information on the intended use and required quality of the data is
available, the reviewer should include their assessment of the usability of the data
within the given context. This may be used as part of a formal Data Quality
Assessment (DQA).

Overall assessment of the data: Results are valid; the data can be used for
decision making purposes.
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EXECUTIVE NARRATIVE

SDG No: JC15796 Laboratory: Accutest, New Jersey
Analysis: SW846-8260C Number of Samples: 6
Location: BMSMLC, Building 5 Area
Humacao, PR
SUMMARY: Four (4} groundwater samples, one equipment blank, and one trip blank were analyzed

for the VOA TCL list following method SW846-8260C. The sample results were assessed
according to USEPA data validation guidance documents in the following order of
precedence Hazardous Waste Support Section SOP No. HW-33A, Revision 0, June, 2015.
S50M02.2. Low/Medium Volatile Data Validation. The QC criteria and data validation
actions listed on the data review worksheets are from the primary guidance document,
unless otherwise noted.

Results are valid and can be used for decision making purposes.

Critical issues: None
Major: None
Minor: 1. No evidence of sample pH preservation. No action taken, samples analyzed

within 7 days of collection.
2. Closing calibration verification not included in date package. None of the
results were qualified, professional judgment.

Critical findings: None

Major findings: None

Minor findings: None

COMMENTS: Resuits are valid and can be used for decision making purposes.
Reviewers Name: Rafael Infante

Chemjst License 1888

Signature; E%//

Date: April 12, 2016
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SAMPLE ORGANIC DATA SAMPLE SUMMARY

Sample ID: JC15796-1
Sample location: BMSMC Building 5 Area
Sampling date: 3/7/2016
Matrix: Groundwater

METHOD: 8260C

Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable
Acetone 10 ug/L 1.0 - u Yes
Benzene 0.5 ug/L 1.0 - U Yes
Benzyl Chloride 5.0 ug/L 1.0 - U Yes
Bromochloromethane 1.0 ug/L 1.0 - v Yes
Bromodichloromethane 1.0 ug/L 1.0 - U Yes
Bromoform 2.0 ug/L 1.0 - U Yes
Bromomethane 2.0 ug/L 1.0 - U Yes
Butanone (MEK) 10 ug/L 1.0 - u Yes
Carbon disulfide 2.0 ug/L 1.0 - u Yes
Carbon tetrachloride 1.0 ug/L 1.0 - u Yes
Chlorobenzene 0.34  ug/L 1.0 J Ul Yes
Chloroethane 1.0 ug/L 1.0 - U Yes
Chloroform 1.0 ug/L 1.0 - U Yes
Chloromethane 1.0 ug/L 1.0 - U Yes
Cyclohexane 5.0 ug/L 1.0 - u Yes
1,2-Dibromo-3-chloropropane 1.0 ug/L 1.0 - u Yes
Dibromochloromethane 1.0 ug/L 1.0 - U Yes
1,2-Dibromoethane 1.0 ug/L 1.0 - U Yes
1,2-Dichlorobenzene 1.0 ug/L 1.0 - U Yes
1,3-Dichlorobenzene 1.0 ug/L 1.0 - u Yes
1,4-Dichlorobenzene 1.0 ug/L 1.0 - ] Yes
Dichlorodifluoromethane 2.0 ug/L 1.0 - u Yes
1,1-Dichloroethane 1.0 ug/L 1.0 - U Yes
1,2-Dichloroethane 1.0 ug/L 1.0 - u Yes



METHOD: 8260C

Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable
1,1-Dichloroethene 1.0 ug/L 1.0 - U Yes
cis-1,2-Dichloroethene 1.0 ug/L 1.0 - U Yes
trans-1,2-Dichloroethene 1.0 ug/L 1.0 - U Yes
1,2-Dichloropropane 1.0 ug/L 1.0 - U Yes
cis-1,3-Dichloropropene 1.0 ug/L 1.0 - U Yes
trans-1,3-Dichloropropene 1.0 ug/L 1.0 - U Yes
Ethylbenzene 1.0 ug/L 1.0 - U Yes
Freon 113 1.0 ug/L 1.0 - u Yes
2-Hexanone 5.0 ug/L 1.0 - u Yes
Isopropylbenzene 21.6  ug/L 1.0 - - Yes
p-lsopropyltoluene 2.0 ug/L 1.0 - u Yes
Methyl Acetate 5.0 ug/L 1.0 - u Yes
Methylcyclohexane 5.0 ug/L 1.0 - U Yes
Methyl Tert Butyl Ether 0.76  ug/L 1.0 ] Ul Yes
4-Methyl-2-pentanone(MIBK} 2.0 ug/L 1.0 - u Yes
Methylene chloride 2.0 ug/L 1.0 - u Yes
Styrene 1.0 ug/L 1.0 - U Yes
1,1,2,2-Tetrachloroethane 1.0 ug/L 1.0 - u Yes
Tetrachloroethene 1.0 ug/L 1.0 - U Yes
Tetrahydrofuran 1.0 ug/L 1.0 - U Yes
Toluene 1.0 ug/L 1.0 - U Yes
1,2,3-Trichlorobenzene 1.0 ug/L 1.0 - U Yes
1,2,4-Trichlorobenzene 1.0 ug/L 1.0 - U Yes
1,1,1-Trichloroethane 1.0 ug/L 1.0 - U Yes
1,1,2-Trichloroethane 1.0 ug/L 1.0 - U Yes
Trichloroethene 1.0 ug/L 1.0 - u Yes
Trichlorofluaromethane 2.0 ug/L 1.0 - u Yes
1,2,4-Trimethylbenzene 2.0 ug/L 1.0 - U Yes
Vinyl chloride 1.0 ug/L 1.0 - U Yes
m,p-Xylene 1.0 ug/L 1.0 - u Yes
o-Xylene 1.0 ug/L 1.0 - U Yes



METHOD: 8260C
Analyte Name Result  Units Dilution Factor Lab Flag Validation Reportable
Xylene (total) 1.0 ug/L 1.0 - U Yes

Sample ID; JC15796-2
Sample location: BMSMC Building 5 Area
Sampling date: 3/7/2016
Matrix: Groundwater

METHOD: 8260C

Analyte Name Result  Units Dilution Factor Lab Flag Validation Reportable
Acetone 10 ug/L 10 - u Yes
Benzene 4.4 ug/L 10 J ¥]] Yes
Benzyl Chloride 5.0 ug/L 10 - U Yes
Bromochloromethane 1.0 ug/L 10 - u Yes
Bromodichloromethane 1.0 ug/L 10 - U Yes
Bromoform 2.0 ug/L 10 - U Yes
Bromomethane 2.0 ug/L 10 - U Yes
Butanone (MEK) 10 ug/L 10 - u Yes
Carbon disulfide 2.0 ug/L 10 - U Yes
Carbon tetrachloride 1.0 ug/L 10 - u Yes
Chlorobenzene 1.0 ug/L 10 - uJ Yes
Chloroethane 1.0 ug/L 10 - U Yes
Chloroform 1.0 ug/L 10 - u Yes
Chloromethane 5.0 ug/L 10 - ] Yes
Cyclohexane 2.0 ug/L 10 - u Yes
1,2-Dibromo-3-chloropropane 1.0 ug/L 10 - U Yes
Dibromochloromethane 1.0 ug/L 10 - U Yes
1,2-Dibromoethane 1.0 ug/L 10 - u Yes
1,2-Dichlorobenzene 1.0 ug/L 10 - u Yes
1,3-Dichlorobenzene 1.0 ug/L 10 - u Yes
1,4-Dichlorobenzene 1.0 ug/L 10 - U Yes
Dichlorodifluoromethane 2.0 ug/L 10 - U Yes



METHOD: 8260C

Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable
1,1-Dichloroethane 1.0 ug/L 10 - u Yes
1,2-Dichloroethane 1.0 ug/L 10 - u Yes
1,1-Dichloroethene 1.0 ug/L 10 - u Yes
cis-1,2-Dichloroethene 1.0 ug/L 10 - u Yes
trans-1,2-Dichloroethene 1.0 ug/L 10 - U Yes
1,2-Dichloropropane 1.0 ug/L 10 - U Yes
cis-1,3-Dichloropropene 1.0 ug/L 10 - u Yes
trans-1,3-Dichloropropene 1.0 ug/L 10 - U Yes
Ethylbenzene 4420  ug/L 50 - - Yes
Freon 113 1.0 ug/L 10 - U Yes
2-Hexanone 5.0 ug/L 10 - U Yes
Isopropylbenzene 573 ug/L 10 - - Yes
p-Isopropyltoluene 2.0 ug/L 10 - U] Yes
Methyl Acetate 5.0 ug/L 10 - U Yes
Methylcyclohexane 5.0 ug/L 10 - u Yes
Methyl Tert Butyl Ether 5.9 ug/L 10 J Ul Yes
4-Methy!l-2-pentanone(MIBK) 2.0 ug/L 10 - u Yes
Methylene chioride 2.0 ug/L 10 - u Yes
Styrene 1.0 ug/L 10 - ] Yes
1,1,2,2-Tetrachloroethane 1.0 ug/L 10 - u Yes
Tetrachloroethene 1.0 ug/L 10 - U Yes
Tetrahydrofuran 10 ug/L 10 - U Yes
Toluene 1.0 ug/L 10 - u Yes
1,2,3-Trichlorobenzene 1.0 ug/L 10 - u Yes
1,2,4-Trichlorobenzene 1.0 ug/L 10 - U Yes
1,1,1-Trichloroethane 1.0 ug/L 10 - U Yes
1,1,2-Trichloroethane 1.0 ug/L 10 - u Yes
Trichloroethene 1.0 ug/L 10 - u Yes
Trichlorofluoromethane 2.0 ug/L 10 - U Yes
1,2,4-Trimethylbenzene 2.0 ug/L 10 - U Yes
Vinyl chloride 10 ug/L 10 - U Yes



METHOD: 8260C

Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable
m,p-Xylene 5590  ug/L 50 - - Yes
o-Xylene 1.0 ug/L 10 - U Yes
Xylene (total) 5590 ug/L 10 - - Yes

Sample ID: 1C15796-3
Sample location: BMSMC Building 5 Area
Sampling date: 3/7/2016
Matrix: Groundwater

METHOD: 8260C

Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable
Acetone 10 ug/L 1.0 - u Yes
Benzene 0.50 ug/L 1.0 - v Yes
Benzyl Chlaride 5.0 ug/L 1.0 - U Yes
Bromochloromethane 1.0 ug/L 1.0 - v Yes
Bromodichloromethane 1.0 ug/L 1.0 - u Yes
Bromoform 2.0 ug/L 1.0 - U Yes
Bromomethane 2.0 ug/L 1.0 - u Yes
Butanone (MEK) 10 ug/L 1.0 - u Yes
Carbon disulfide 2.0 ug/L 1.0 - u Yes
Carbon tetrachloride 1.0 ug/L 1.0 - {] Yes
Chlorobenzene 1.0 ug/L 1.0 - U Yes
Chloroethane 1.0 ug/L 1.0 - u Yes
Chloroform 1.0 ug/L 1.0 - U Yes
Chloromethane 5.0 ug/L 1.0 - u Yes
Cyclohexane 2.0 ug/L 1.0 - u Yes
1,2-Dibromo-3-chloropropane 1.0 ug/L 1.0 - u Yes
Dibromochloromethane 1.0 ug/L 1.0 - U Yes
1,2-Dibromoethane 1.0 ug/L 1.0 - U Yes
1,2-Dichlorobenzene 1.0 ug/L 1.0 - u Yes
1,3-Dichlorobenzene 1.0 ug/L 1.0 - U Yes



METHOD: 8260C

Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable
1,4-Dichlorobenzene 1.0 ug/L 1.0 - u Yes
Dichloradifluoromethane 2.0 ug/L 1.0 - u Yes
1,1-Dichloroethane 1.0 ug/L 1.0 - u Yes
1,2-Dichloroethane 1.0 ug/L 1.0 - u Yes
1,1-Dichloroethene 1.0 ug/L 1.0 - U Yes
cis-1,2-Dichloroethene 1.0 ug/L 1.0 - u Yes
trans-1,2-Dichloroethene 1.0 ug/t 1.0 - u Yes
1,2-Dichloropropane 1.0 ug/L 1.0 - U Yes
cis-1,3-Dichloropropene 1.0 ug/L 1.0 - U Yes
trans-1,3-Dichloropropene 1.0 ug/L 10 S U Yes
Ethylbenzene 1.0 ug/L 1.0 - u Yes
Freon 113 1.0 ug/L 1.0 - u Yes
2-Hexanone 5.0 ug/L 1.0 - u Yes
Isopropylbenzene 1.0 ug/L 1.0 - U Yes
p-Isopropyltoluene 2.0 ug/L 1.0 - U Yes
Methyl Acetate 5.0 ug/L 1.0 - u Yes
Methylcyclohexane 5.0 ug/L 1.0 - u Yes
Methyl Tert Butyl Ether 1.0 ug/L 1.0 - U Yes
4-Methyl-2-pentanone(MIBK) 5.0 ug/L 1.0 - Ul Yes
Methylene chloride 2.0 ug/L 1.0 - u Yes
Styrene 1.0 ug/L 1.0 - u Yes
1,1,2,2-Tetrachloroethane 1.0 ug/L 1.0 - U Yes
Tetrachloroethene 1.0 ug/L 1.0 - U Yes
Tetrahydrofuran 10 ug/L 1.0 - U Yes
Toluene 1.0 ug/L 1.0 - U Yes
1,2,3-Trichlorobenzene 1.0 ug/L 1.0 - U Yes
1,2,4-Trichlorobenzene 1.0 ug/L 1.0 - U Yes
1,1,1-Trichloroethane 1.0 ug/L 1.0 - u Yes
1,1,2-Trichloroethane 1.0 ug/L 1.0 - u Yes
Trichloroethene 1.0 ug/L 1.0 - u Yes
Trichlorofluoromethane 2.0 ug/L 1.0 - u Yes



METHOD: 8260C

Analyte Name Result  Units Dilution Factor Lab Flag Validation Reportable
1,2,4-Trimethylbenzene 2.0 ug/L 1.0 - u Yes
Vinyl chloride 1.0 ug/L 1.0 - U Yes
m,p-Xylene 1.0 ug/L 1.0 - U Yes
o-Xylene 1.0 ug/L 1.0 - U Yes
Xylene (total) 1.0 ug/L 1.0 - U Yes

Sample |D: JC15796-4
Sample lacation: BMSMC Building 5 Area
Sampling date: 3/7/2016
Matrix: Groundwater

METHOD: 8260C

Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable
Acetone 10 ug/L 1.0 - V) Yes
Benzene 0.50  ug/L 1.0 - u Yes
Benzyl Chloride 5.0 ug/L 1.0 - U Yes
Bromochloromethane 1.0 ug/L 1.0 - u Yes
Bromodichloromethane 1.0 ug/L 1.0 - U Yes
Bromaform 2.0 ug/L 1.0 - u Yes
Bromomethane 2.0 ug/L 1.0 - {] Yes
Butanone (MEK) 10 ug/L 1.0 - U Yes
Carbon disulfide 2.0 ug/L 1.0 - U Yes
Carbon tetrachloride 1.0 ug/L 1.0 - U Yes
Chiorobenzene 1.0 ug/L 1.0 - U Yes
Chloroethane 1.0 ug/L 1.0 - u Yes
Chloroform 1.0 ug/L 1.0 - u Yes
Chleromethane 5.0 ug/L 1.0 - U Yes
Cyclohexane 5.0 ug/L 1.0 - U Yes
1,2-Dibromo-3-chloropropane 1.0 ug/L 1.0 - U Yes
Dibromochloromethane 1.0 ug/L 1.0 - u Yes
1,2-Dibromoethane 1.0 ug/L 1.0 - u Yes



METHOD: 8260C

Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable
1,2-Dichlorobenzene 1.0 ug/L 1.0 - u Yes
1,3-Dichlorobenzene 1.0 ug/L 1.0 - u Yes
1,4-Dichlorobenzene 1.0 ug/L 1.0 - u Yes
Dichlorodifluoromethane 2.0 ug/L 1.0 - u Yes
1,1-Dichloroethane 1.0 ug/L 1.0 - U Yes
1,2-Dichloroethane 1.0 ug/L 1.0 - U Yes
1,1-Dichloroethene 1.0 ug/L 1.0 - U Yes
cis-1,2-Dichloroethene 1.0 ug/L 1.0 - U Yes
trans-1,2-Dichloroethene 1.0 ug/L 1.0 - U Yes
1,2-Dichloropraopane 1.0 ug/L 1.0 - U Yes
cis-1,3-Dichloropropene 1.0 ug/L 1.0 - U Yes
trans-1,3-Dichloropropene 1.0 ug/L 1.0 - U Yes
Ethylbenzene 1.0 ug/L 1.0 - U Yes
Freon 113 1.0 ug/L 1.0 - U Yes
2-Hexanone 5.0 ug/L 1.0 - u Yes
Isopropylbenzene 1.0 ug/L 1.0 - U Yes
p-lsopropyltoluene 2.0 ug/L 1.0 - u Yes
Methyl Acetate 5.0 ug/L 1.0 - u Yes
Methylcyclohexane 4.0 ug/L 1.0 - u Yes
Methyl Tert Butyl Ether 1.0 ug/L 1.0 - U Yes
4-Methyl-2-pentanone(MIBK) 5.0 ug/L 1.0 - u Yes
Methylene chloride 2.0 ug/L 1.0 - U Yes
Styrene 1.0 ug/L 1.0 - U Yes
1,1,2,2-Tetrachloroethane 1.0 ug/L 1.0 - U Yes
Tetrachloroethene 1.0 ug/L 1.0 - U Yes
Tetrahydrofuran 10 ug/L 1.0 - U Yes
Toluene 1.0 ug/L 1.0 - u Yes
1,2,3-Trichlorobenzene 1.0 ug/L 1.0 - u Yes
1,2,4-Trichlorobenzene 1.0 ug/L 1.0 - u Yes
1,1,1-Trichloroethane 1.0 ug/L 1.0 - u Yes
1,1,2-Trichloroethane 1.0 ug/L 1.0 - u Yes



METHOD: 8260C

Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable
Trichloroethene 1.0 ug/L 1.0 - U Yes
Trichlorofluoromethane 2.0 ug/L 1.0 - U Yes
1,2,4-Trimethylbenzene 1.0 ug/L 1.0 - U Yes
Vinyl chloride 1.0 ug/L 1.0 - U Yes
m,p-Xylene 1.0 ug/L 1.0 - U Yes
o-Xylene 1.0 ug/L 10 - U Yes
Xylene (total) 1.0 ug/L 1.0 - V) Yes

Sample ID; JC15796-1MS
Sample location: 8MSMC Building 5 Area
Sampling date: 3/7/2016
Matrix: Groundwater

METHOD: 8260C
Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable
Acetone 55.3  ug/L 1.0 - U Yes
Benzene 52.40 ug/L 1.0 - U Yes
Benzyl Chloride 49.1  ug/L 1.0 - U Yes
Bromochloromethane 52.2  ug/L 1.0 - U Yes
Bromodichloromethane 495  ug/L 1.0 - u Yes
Bromoform 45.1  ug/L 1.0 - U Yes
Bromomethane 50.1 ug/L 1.0 - U Yes
Butanone (MEK) 51 ug/L 1.0 - U Yes
Carbon disulfide 50.5 ug/L 1.0 - u Yes
Carbon tetrachloride 56.0 ug/L 1.0 - U Yes
Chlorobenzene 53.1  ug/L 1.0 - U Yes
Chloroethane 499 ug/L 1.0 - u Yes
Chloroform 52,8 ug/L 1.0 - U Yes
Chloromethane 47,7 ug/L 1.0 - U Yes
Cyclohexane 58.4  ug/L 1.0 - U Yes
1,2-Dibromo-3-chloropropane 50.3  ug/L 1.0 - U Yes



METHOD: 8260C

Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable
Dibromochloromethane 47.5 ug/L 1.0 - u Yes
1,2-Dibromoethane 50.8 ug/L 1.0 - U Yes
1,2-Dichlorobenzene 52.0 ug/L 1.0 - U Yes
1,3-Dichlorobenzene 51.2 ug/L 1.0 - U Yes
1,4-Dichlorobenzene 51.7  ug/L 1.0 - U Yes
Dichlorodifluoromethane 55.4  ug/L 1.0 - U Yes
1,1-Dichloroethane 53.7 ug/L 1.0 - U Yes
1,2-Dichloroethane 53.9 ug/L 1.0 - U Yes
1,1-Dichloroethene 55.6  ug/L 1.0 - U Yes
cis-1,2-Dichloroethene 494  ug/L 1.0 - u Yes
trans-1,2-Dichloroethene 53.9 ug/L 1.0 - u Yes
1,2-Dichloropropane 51.1  ug/L 1.0 - U Yes
cis-1,3-Dichloropropene 51.5 ug/L 1.0 - u Yes
trans-1,3-Dichloropraopene 50.6  ug/L 1.0 - u Yes
Ethylbenzene 53.1 ug/L 1.0 - u Yes
Freon 113 57.0 ug/L 1.0 - u Yes
2-Hexanone 51.6  ugftL 1.0 - u Yes
Isopropylbenzene 73.8 ug/L 1.0 - {] Yes
p-Isopropyltoluene 54.7 ug/L 1.0 - ] Yes
Methyl Acetate 43.8  ug/L 1.0 - v Yes
Methylcyclohexane 53.3  ug/L 1.0 - u Yes
Methyl Tert Butyl Ether 101 ug/L 1.0 - U Yes
4-Methyl-2-pentanone(MIBK) 50.2  ug/L 1.0 - U Yes
Methylene chloride 49.7  ug/L 1.0 - u Yes
Styrene 50.9 ug/L 1.0 - U Yes
1,1,2,2-Tetrachloroethane 49.1  ug/L 1.0 - U Yes
Tetrachloroethene 55.2  ug/L 1.0 - u Yes
Tetrahydrofuran 47 ug/L 1.0 - U Yes
Toluene 52.0 ug/L 1.0 - U Yes
1,2,3-Trichlorobenzene 52.7  ug/L 1.0 - u Yes
1,2,4-Trichlorobenzene 52.5 ug/L 1.0 - u Yes



METHOD: 8260C

Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable
1,1,1-Trichloroethane 57.4  ug/L 1.0 - u Yes
1,1,2-Trichloroethane 495  ug/L 1.0 - u Yes
Trichforoethene 53.9  ug/L 1.0 - U Yes
Trichlorofluoromethane 55.2  ug/L 1.0 - U Yes
1,2,4-Trimethylbenzene 52.1  ug/L 1.0 - U Yes
Vinyl chloride 50.8 ug/L 1.0 - u Yes
m,p-Xylene 107 ug/L 1.0 - U Yes
o-Xylene 54.1  ug/L 1.0 - U Yes
Xylene (total) 161 ug/L 1.0 - u Yes

Sample ID: JC15796-1MSD
Sample location: BMSMC Building 5 Area
Sampling date: 3/7/2016
Matrix: Groundwater

METHOD: 8260C

Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable
Acetone 50.4  ug/L 1.0 - - Yes
Benzene 53.6 ug/L 1.0 - - Yes
Benzyl Chloride 493  ug/L 1.0 - - Yes
Bromochloromethane 53.5 ug/L 1.0 - - Yes
Bromodichloromethane 50.6 ug/L 1.0 - - Yes
Bromoform 47.2  ug/L 1.0 - - Yes
Bromomethane 53.7  ug/L 1.0 - - Yes
Butanone {MEK) 50.2 ug/L 1.0 - - Yes
Carbon disulfide 523  ug/L 1.0 - - Yes
Carbon tetrachioride 57.0 ug/L 1.0 - - Yes
Chlorobenzene 54.3 ug/L 1.0 - - Yes
Chloroethane 53.3 ug/L 1.0 - - Yes
Chloroform 53.5 ug/L 1.0 - - Yes

Chloromethane 49.2  ug/L 1.0 - - Yes



METHOD: 8260C

Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable
Cyclohexane 58.2  ug/L 1.0 - - Yes
1,2-Dibromo-3-chloropropane 52.7  ug/L 1.0 - - Yes
Dibromochloromethane 49.2  ug/L 1.0 - - Yes
1,2-Dibromoethane 53.2  ug/L 1.0 - - Yes
1,2-Dichlorobenzene 52.5  ug/L 1.0 - - Yes
1,3-Dichlorobenzene 51.8 ug/L 1.0 - - Yes
1,4-Dichlorobenzene 523  ug/L 1.0 - - Yes
Dichlorodifluoromethane 56.3  ug/L 1.0 - - Yes
1,1-Dichloroethane 53.7 ug/L 1.0 - - Yes
1,2-Dichloroethane 54.4  ug/L 1.0 - - Yes
1,1-Dichloroethene 56.8  ug/L 1.0 - - Yes
cis-1,2-Dichloroethene 49.8  ug/L 1.0 - - Yes
trans-1,2-Dichloroethene 544  ug/L 1.0 - - Yes
1,2-Dichloropropane 52.7 ug/L 1.0 - - Yes
cis-1,3-Dichloropropene 52.8 ug/L 1.0 - - Yes
trans-1,3-Dichloropropene 51.0  ug/L 1.0 - - Yes
Ethylbenzene 54.0 ug/L 1.0 - - Yes
Freon 113 58.9  ug/L 1.0 - - Yes
2-Hexanone 53.3  ug/L 1.0 - - Yes
Isopropylbenzene 74.8  ug/L 1.0 - - Yes
p-lsopropyltoluene 54.9  ug/L 1.0 - - Yes
Methyl Acetate 454  ug/L 1.0 - - Yes
Methylcyclohexane 56.4 ug/L 1.0 - - Yes
Methyl Tert Butyl Ether 104 ug/L 1.0 - - Yes
4-Methyl-2-pentanone(MIBK} 52.6  ug/L 1.0 - - Yes
Methylene chloride 50.9  ug/L 1.0 - - Yes
Styrene 51.9 ug/L 1.0 - - Yes
1,1,2,2-Tetrachloroethane 50.7 ug/L 1.0 - - Yes
Tetrachloroethene 56.5 ug/L 1.0 - - Yes
Tetrahydrofuran 485  ug/L 1.0 - - Yes

Toluene 53.1  ug/L 1.0 - - Yes



METHOD: 8260C

Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable
1,2,3-Trichlorobenzene 83.6 ug/L 1.0 - - Yes
1,2,4-Trichlorobenzene 534  ug/L 1.0 - - Yes
1,1,1-Trichloroethane 57.6  ug/L 1.0 - - Yes
1,1,2-Trichloroethane 509 ug/L 1.0 - - Yes
Trichloraethene 54.7  ug/L 1.0 - - Yes
Trichlorofluoromethane 57.3  ug/L 1.0 - - Yes
1,2,4-Trimethylbenzene 57.3  ug/L 1.0 - - Yes
Viny! chloride 53.5 ug/L 1.0 - - Yes
m,p-Xylene 110  ug/L 1.0 - - Yes
o-Xylene S5.1  ug/L 1.0 - - Yes

Xylene (total) 165 ug/L 1.0 - - Yes



DATA REVIEW WORKSHEETS

Project Number:_JC15796
Date:__March_7,_2016
Shipping date;_March_8,_2016

EPA Region; 2

REVIEW OF VOLATILE ORGANIC PACKAGE
Low/Medium Volatile Data Validation

The following guidelines for evaluating volafile orgamcs were created to delineate required
validation actions. This document wilf assist the reviewer in using professional judgment to make
more informed decision and in better serving the needs of the data users. The sample results were
assessed according to USEPA data validation guidance documents in the following order of
precedence: USEPA Hazardous Waste Support Section SOP No. HW-33A Revision 0
SOM02.2. LowiMedium Volatile Data Validation. July, 2015. The QC criteria and data validation
actions listed on the data review worksheets are from the primary guidance document, unless
otherwise noted.

The hardcopied (laboratory name) __Accutest data package received has
been reviewed and the quality control and performance data summarized. The data review for
VOCs included:

Lab. Project/SDG No.: ____JC15796 Sample matrix; __Groundwater____
No. of Samples: 6
Trip blank No.: JC15796-4
Field blank No.: -
Equipment blank No.: JC15796-3
Field duplicate No.. -
__X___Data Completeness __X___Laboratory Control Spikes
__X___Holding Times __X___Field Duplicates
__X___ GCMS Tuning __X___Calibrations
__X___Internal Standard Performance __X___Compound Identifications
—_X___Blanks —X___ Compound Quantitation
__X___ Surrogate Recoveries —X___ Quantitation Limits

__X___ Matrix Spike/Matrix Spike Duplicate
_Overall Comments:__VOA_TCL _iist_(SW846_8260C)

Definition of Qualifiers:

J- Estimated results

U- Compound not detected
R- Rejected data

uJ- Estn non 0/ R‘ZL
Reviewer:

Date:___April_12,_p016
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DATA COMPLETENESS

MISSING INFORMATION DATE LAB. CONTACTED DATE RECEIVED




DATA REVIEW WORKSHEETS

All critena were mef _ X
Cniena were not mel
and/orsee below

HOLDING TIMES
The objective of this parameter is to ascertain the validity of the results based on the holding time
of the sample from time of collection to the time of analysis.

Complete table for all samples and note the analysis and/or preservation not within criteria

SAMPLE ID DATE SAMPLED | DATE ANALYZED pH | ACTION

Samples analyzed within method recommended holding time. Sample temperature preservation
within required criteria. No evidence of sample pH preservation. No action taken, samples
analyzed within 7 days of collection. Samples JC15990-9MS and JC15990-O9MSD: (pH=5).
Sample pH did not satisfy field preservation criteria, no action taken professional judgment.

Criteria

Aqueous samples - 14 days from sample coliection for preserved samples (pH < 2, 4+ 20C), no air
bubbles.

Aqueous samples - 7 days from sample collection for unpreserved samples, 4°C, no air bubbles.
Soil samples- 14 days from sample collection.

Cooler temperature (Criteria: 4 +2°C): 4.4 °C - OK

Actions
Aqueous samples

a. If there is no evidence that the samples were properly preserved (pH < 2, T = 4°C + 2°C), but
the samples were analyzed within the technical holding time [7 days from sample collection], no
qualification of the data is necessary.

b. If there is no evidence that the samples were properly preserved, and the samples were analyzed
outside of the technical holding time [7 days from sample collection], qualify detects for all volatile
compounds as estimated (J) and non-detects as unusable (R).

c. If the samples were properly preserved, and the samples were analyzed within the technical holding
time [14 days from sample collection], no qualification of the data is necessary.

d. If the samples were properly preserved, but were analyzed outside of the technical holding time [14
days from sample collection], qualify detects as estimated (J) and non-detects as unusable (R).

e. If air bubbles were present in the sample vial used for analysis, qualify detected compounds as
estimated (J-) and non-detected compounds as estimated (UJ).
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Non-aqueous samples

a. If there is no evidence that the samples were properly preserved (T < -7°C or T = 4°C x+ 2°C
and preserved with NaHSO4), but the samples were analyzed within the technical holding time [14
days from sample collection], qualify detects for all volatile compounds as estimated (J) and non-
detects as (UJ) or unusable (R) using professional judgment.

b. If the samples were properly preserved, and the samples were analyzed within the technical
holding time [14 days from sample collection], no qualification of the data is necessary.

c. If there is no evidence that the samples were properly preserved, and the samples were
analyzed outside of the technical holding time [4 days from sample coliection], qualify detects for
all volatile compounds as estimated (J) and non-detects as unusable (R).

d. If the samples were properly preserved, but were analyzed outside of the technical holding time
[14 days from sample collection], qualify detects as estimated (J) and non-detects as unusable (R).

Qualify TCLP/SPLP samples

a, If the TCLP/SPLP ZHE procedure is performed within the extraction technical holding ime of 14
days, detects and non-detects should not be qualified.

b. If the TCLP/SPLP ZHE procedure is performed outside the extraction technical holding time of 14
days, qualify detects as estimated (J) and non-detects as unusable (R).

c. If TCLP/SPLP agueous samples and TCLP/SPLP leachate samples are analyzed within the technical
holding ime of 7 days, detects and non-detects should not be qualified.

d. If TCLP/SPLP aqueous samples and TCLP/SPLP leachate samples are analyzed outside of the
technical holding time of 7 days, qualify defects as estimated (J) and non-detects as unusable (R).
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Table 1. Holding Time Actions for Low/Medium Volatile Analyses - Summary

Action
Matrix Preserved | Criteria 2 GICE UL LS
Associated Assoclated
Compounds Compounds
No < 7 davs No qualificanon
Aqueous o ] days ! I — R
Yes < 14 davs No qualification
Yes - 14 davs J R
No < 14 davs T Professio.nnl .judgmeut.
Non-Aqueouns . - T = LRCT 0
Yes < 14 davs No qualification
Yes No - 14 davs J | R
TCLP SPLP Yes < 14 davs No qualification
TCLP SPLP No - 14 davs ] | R

ZHE performed within
TCLP'SPLP | the 14-day rechnical
holding time

No qualification

ZHE performed outside 7
TCLP'SPLP | the 14-day technical R
holding tune
TCLP SPLP
aqueous & . ) ' i -
TCLP SPLP Analyzed within 7 days No qualificanon
leachate
TCLP SPLP
aqueous & _ _
TCLP SPLP Analyvzed outside 7 days J R
leachate

Sample temperature outside 4°C = 2°C
upou receipr at the laboratory

Use protessional jucdgnient

Holding times grossly exceeded

J | R
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All cnitena were mel _X___
Critenia were not met see below

GCMS TUNING

The assessment of the tuning results is to determine if the sample instrumentation is within the
standard tuning QC limits

X___The BFB performance results were reviewed and found to be within the specified criteria.

X____BFB tuning was performed for every 12 hours of sample analysis.
NOTES: All mass spectrometer instrument conditions must be identical to those used during the
sample analysis. Background subtraction actions resulting in spectral distortions for the sole
purpose of meeting the method specifications are contrary to the Quality Assurance (QA)
objectives, and are therefore unacceptable.

NOTES: No data should be qualified based on BFB failure. Instances of this should be noted in the
narrative.

All ion abundance ratios must be normalized to m/z 95, the nominal base peak, even though the
ion abundance of m/z 174 may be up to 120% that of m/z 95.

Actions:

If samples are analyzed without a preceding valid instrument performance check, qualify all data in
those samples as unusable (R).

If ion abundance criteria are not met, professional judgment may be applied to determine to what
extent the data may be utilized. When applying professional judgment to this topic, the most
important factors to consider are the empirical results that are relatively insensitive to location on
the chromatographic profile and the type of instrumentation. Therefore, the critical ion abundance
criteria for BFB are the m/z 95/96, 174/175, 174/176, and 176/177 ratios. The relative abundances
of mfz 50 and 75 are of lower importance. This issue is more critical for Tentatively ldentified
Compounds (TICs) than for target analytes.

Note: State in the Data Review Narrative, decisions fo use analytical data associated
with BFB instrument performance checks not meeting contract requirements.

Note: Verify that that instrument instrument performance check criteria were achieved
using techniques described in Low/Medium Volatiles Organic Analysis, Section
I.D.5 of the SOM02.2 NFG, obtain additional information on the instrument
performance checks. Make sure that background subtraction was performed from
the BFB peak and not from background subtracting from the solvent front or from
another region of the chromatogram.
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Use professional judgment to determine whether associated data should be qualified based on the
spectrum of the mass calibration compound.

List the samples affected:

If mass calibration is in error, all associated data are rejected.
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CALIBRATION VERIFICATION

Al critenia were mel __X__
Criteria were not met
andior see below _____

Compiiance requirements for satisfactory instrument calibration are established to ensure that the
instrument is capable of producing and maintaining acceptable quantitative data.

Date of initial calibration:

03110116

Dates of continuing (initial) cafibration;_03/10/16____
Dates of continuing calibration;_03/11/16;_03/114/16____

Instrument ID numbers:
Matrix/Level: Aqueousflow

GCMS2A

DATE

LAB
ID#

FILE

CRITERIA OUT
RFs, %RSD, %D, r

COMPOUND

SAMPLES
AFFECTED

Initial calibration and initial
check verification not included in data package. No action taken, professional

calibration verification within the required criteria. Closing calibration

udgment.

Criteria

The analyte calibration criteria in the following Table must be obtained. Analytes not meeting the

criteria are qualified.

A separate worksheet should be filled for each initial curve
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Initial Calibration - Table 2. RRF, %RSD, and %D Acceptance Criteria for Initial
Calibration and CCV for Low/Medium Volatile Analysis

Analvte Minimum | Maximum Opening Closing
T RRF %RSD | Maximum %D | Maximum %D
Dichlorodifluoromethane 0.010 250 =300 =30.0
Chloromethane 0.010 20.0 =30.0 =30.0
Vil chlonde 0.010 20.0 =25.0 =50.0
Bromomethane 0.010 40.0 =30.0 =30.0
Chloroethane 0.010 40.0 =250 =30.0
Trichlorofluoromethane 0.010 40.0 =30.0 =50.0
1.1-Dichloroetliene 0.060 20.0 =20.0 =250
1.1.2-Trichloro-1.2. 2-triflucroethane 0.030 250 =250 =300
Acetone 0.010 10.0 =40.0 =30.0
Carbon disulfide 0.100 20.0 =230 =250
Methv] acetate 0.010 40.0 =400 =30.0
Methylene chloride 0.010 40.0 =300 =30.0
trans-1.2-Dichloroethene 0.100 20.0 =20.0 £330
Methvl tert-buty] ether 0.100 40.0 =150 =50.0
1.1-Dichloroetliane 0.300 200 =200 =230
¢1s-1.2-Dichloroethene 0.200 200 =200 =23.0
2-Butanone 0.010 40.0 =400 =30.0
Bromochioromethane 0.100 200 =20.0 =250
Chioroform 0.300 20.0 =20.0 =13.0
1.1.1-Tnichloroethane 0.030 20.0 =250 =250
Cvclohexane 0.010 40.0 =250 =50.0
Carbon tetrachionde 0.100 200 =230 =250
Benzene 0.200 20.0 =200 =250
{.2-Dichioroethane (.070 20.0 =200 =250
Trichloroethene 0.200 20.0 =200 =230
Methylevelohexane 0.050 40.0 =230 =530.0
1.2-Dichloropropane 0.200 20.0 =20.0 =23.0
Bromodichloromethane 0.300 20.0 =200 =230
c1s-1.3-Dichloropropene 0.300 20.0 =200 =230
4-Metlwl-2-pentanone 0.030 250 =300 =50.0
Toluene 0.300 200 =200 =250
trans-1.3-Dichloropropene 0.200 20.0 =200 =230
1.1.2-Tnchloroethane 0.200 20.0 =200 =230
Tetrachloroethene 0.100 20.0 =00 =230
2-Hexanone 0.010 40.0 =400 =500
Dibromochloromethane 0.200 20.0 =200 =25.0
1.2-Dibromoethane 0.200 20.0 =200 =250
Chlorobenzene 0.400 200 =200 =250
Ethylbenzene 0.400 20.0 =200 £35.0
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Analvte Minimum | Maximum Opening Closing
AT RRF %RSD | Maximum %D’ [ Maximum
m.p-Xvlene (.200 20.0 =20.0 +25.0
o-Nvlene 0.200 20.0 =20.0 £235.0
Stvrene 0.200 20.0 =200 £23.0
Bromoform 0.100 20.0 =250 £50.0
Isopropvlbenzene 0.400 20.0 =25.0 £23.0
1.1.2.2-Tetrachloroethiane 0.200 20.0 =230 +25.0
1.3-Dichlorobenzene 0.300 0.0 =20.0 £25.0
1.4-Dichlorobenzene 0.600 20.0 =20.0 £23.0
[.2-Dichlorobenzene 0.600 20.0 =200 250
1.2-Dibromo-3-chloropropane 0010 23.0 =30.0 £50.0
1.2 J-Trichlorobenzene 0.400 20.0 =30.0 £50.0
1.2.3-Trichlorobenzene 0.400 25.0 =30.0 £30.0
Deuterated Monitoring Compound

Vvl chloride-ds 0010 20.0 =300 £30.0
Chloroethane-ds 0.010 40.0 =30.0 £50.0
1.1-Dichloroethene-d: 0.050 20.0 =230 £25.0
J-Butanone-ds 0010 40.0 =40.0 £30.0
Chloroform-d 0.300 20,0 =20.0 £130
1.2-Dichloroethane-ds 0060 20.0 =250 £25.0
Benzene-ds 0.300 200 =200 £25.0
1.2-Dichloropropane-ds 0.200 20.0 =200 £25.0
Toluene-ds 0.300 200 =200 £25.0
trans-1.3-Dichloropropene-ds 0.200 20.0 =200 £25.0
2-Hexanone-ds 0.010 40.0 =400 £30.0
1.1.2.2-Tettachloroethane-d: 0.200 20.0 =250 £25.0
1.2-Dichiorobenzene-ds 0.400 0.0 =200 £25.0

1

If a closing CCV is acting as an opening CCV, all target analytes and DMCs must meet the
requirements for an opening CCV.

Actions:

1.

If any volatile target compound has an RRF value less than the minimum in the table, use
professional judgment for detects, based on mass spectral identification, to qualify the data
as estimated (J+or R).

a. If any volatile target compound has an RRF value less than the minimum criterion,
qualify non-detected compounds as unusable (R).

b. If any of the volatile target compounds listed in the Table has %RSD greater than
the criteria, qualify detects as estimated (J), and non-detected compounds using
professional judgment.

C. If the volatile target compounds meet the acceptance criteria for RRF and the
%RSD, no qualification of the data is necessary.

10




DATA REVIEW WORKSHEETS

d. No qualification of the data is necessary on the DMC RRF and %RSD data alone.
Use professional judgment and follow the guidelines in Action 2 to evaluate the
DMC RRF and %RSD data in conjunction with the DMC recoveries to determine
the need for qualification of data.

2. At the reviewer's discrefion, and based on the project-specific Data Quality Objectives

{DQOs), a more in-depth review may be considered using the following guidelines:

a. If any volatile target compound has a %RSD greater than the maximum criterion in
the Table, and if eliminating either the high or the low-point of the curve does not
restore the %RSD to less than or equal to the required maximum:

i. Qualify detects for that compound(s) as estimated (J).
il Qualify non-detected volatile target compounds using professional
judgment.

b. If the high-point of the curve is outside of the linearity criteria (e.g., due to
saturation):

i. Qualify detects outside of the finear portion of the curve as estimated (J).

il No qualifiers are required for detects in the linear portion of the curve.

ii. No qualifiers are required for volatile target compounds that were not
detected.

C. If the low-point of the curve is outside of the linearity criteria:

i Qualify low-level detects in the area of non-linearity as estimated {J).

il. No qualifiers are required for detects in the linear portion of the curve.

i For non-detected volatile compounds, use the lowest point of the linear
portion of the curve to determine the new quantitation limit.

Note: If the laboratory has failed to provide adequate calibration information, inform the
Region's designated representative to contact the laboratory and request the
necessary information. If the information is not available, the reviewer must use
professional judgment to assess the data.

State in the Data Review Narative, if possible, the potential effects on the data
due to calibration criteria exceedance.

Note, for the Laboratory COR action, if calibration criteria are grossly exceeded.

Table. Inilial Calibration Actions for Low/edium Volatile Analysis - Summary

Action
Detect Non-detect

Crilerin

Initial Calibiation not e fored ar

Use prrofestsiotal

Use pofessioqul

J+or R

specitied frequency and sequence Judgnient Judginent
R R

Ininal Cabibration not perfonned ar the 3 ur

specitied concennations

RRF - Minunun RRF 1 Table  for Use professional

1arget analyte Judgment R

RRF = Mmnnom RRF s Table  for
target nnnlyte

No gqualificanon

No qualificaton

9oRSD ~ Maxiuunu ®eRSD m Table
tor targer analvie

J

Use mrotessional
Judaunent

TaRSD . Mo *aRSD m Table
for tozet nnnlvte

No qualification

No quahficanon
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All crtena were met __X____
Cntena were nol mel
and/or see below

Continuing Calibration Verification (CCV)

NOTE:

Action:

Verify that the CCV was run at the required frequency (an opening and closing CCV must
be run within 12-hour period) and the CCV was compared to the correct initial calibration. If
the mid-point standard from the initial calibration is used as an opening CCV, verify that
the result (RRF) of the mid-point standard was compared to the average RRF from the
correct initial calibration.

The closing CCV used to bracket the end of a 12-hour analytical sequence may be used
as the opening CCV for the new 12-hour analytical sequence, provided that all the
technical acceptance criteria are met for an opening CCV (see criteria show before in the
Table) . If the closing CCV does not meet the technical acceptance criteria for an opening
CCV, then a BFB tune followed by an opening CCV is required and the next 12-hour time
period begins with the BFB tune.

All DMCs must meet RRF criteria. No qualification of the data is necessary on the DMCs
RRF and %RSD/%D data alone. However, use professional judgment to evaluate the DMC
and %RSDM%D data in conjunction with the DMC recoveries to determine the need of
qualification the data.

If a CCV {opening and closing} was not run at the appropriate frequency, qualify data using
professional judgment.

Qualify all volatile target compounds in Table shown before using the following criteria:

a For an opening CCV, if any volatile target compound has an RRF value less than
the minimum criterion, use professional judgment for detects, based on mass
spectral identification, to qualify the data as estimated (J) and qualify non-detected
compounds as unusable (R).

b. For a closing CCV, if any volatile target compound has an RRF value less than the
criteria, use professional judgment for detects based on mass spectral
identification to qualify the data as estimated (J), and qualify non-detected
compounds as unusable (R).

c. For an opening CCV, if the Percent Difference value for any of the volatile target
compounds is outside the limits in calibration criteria Table shown before, qualify
detects as estimated (J) and non-detected compounds as estimated (UJ).

d. For a closing CCV, if the Percent Difference value for any volatile target compound
is outside the limits in calibration criteria table, qualify detects as estimated (J) and
non-detected compounds as estimated (UJ).

e If the volatile target compounds meet the acceptable criteria for RRF and the
Percent Difference, no qualification of the data is necessary.

12
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Notes:

No qualification of the data is necessary on the DMC RRF and the Percent
Difference data alone. Use professional judgment to evaluate the DMC RRF and
Percent Difference data in conjunction with the DMC recoveries to determine the
need for qualification of data.

If the laboratory has failed to provide adequate cafibration information, inform the
Region's designated representative to contact the laboratory and request the
necessary information. If the information is not available, the reviewer must use
professional judgment to assess the data.

State in the Data Review Narrative, if possible, the potential effects on the data
due to calibration criteria exceedance.

Note, for Contract Laboratory COR action, if calibration criteria are grossly
exceeded.

Table. Continuing Calibration Actions for Low/Medium Volalile Analysis - Summary

Criterian for Opening

Criterin for

Action

cCcy Closing CCV Drtect Non-etect

[ COV not pertormed CCV uot patonued Lise professional L ae protessional
atrequored ftegquency | aniequiedd Jadmne Juleent

frequency R R

COV nof pafoned | COV not perfonued Use protessional Use professionnl '
at specified at speeified Juwdeimient mdgaent

| Luncentnion colcenltion
RRI - Muwumim BRI Minmsum Use professional R

RRF m Tabie 2 for
Lacget analvte

RRF in Table for
tan el analvie

pedgiment
Jor R

RRE - Nhwsinan
RREF m Table 2 1o
tarzet analvie

RRE - Minmvun
RREEF wm Table {0
twaet alalvte

No qualifweation

Noqualification

%ol vulside the
Opeung Maxnniun
24l linuts i Table 2
fur 1 2et aualvie

20D ontsyde e
Closmg Maxmuun
o) hinuts in Table
for tuzel amalyvie

LFE

oDy witly the
melisive Opemne
Maxmuma YeD hnars
m Table 2 tor tnges
analvie

D) watkun the
mehsive Closnz
Maxumun oD
liouts e Table  ton
tag et analvte

Naoqualitication

Nogqualiticanon
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All cnitena were mel _X___
Cnitenia were not met
andior seebelow ______

BLANK ANALYSIS RESULTS (Sections 1 & 2)

The assessment of the blank analysis results is to determine the existence and magnitude of
contamination problems. The criteria for evaluation of blanks apply only to blanks associated with
the samples, including trip, equipment, and laboratory blanks. If problems with any blanks exist, all
data associated with the case must be carefully evaluated to determine whether or not there is an
inherent variability in the data for the case, or if the problem is an isolated occurrence not affecting
other data.

List the contamination in the blanks below. High and low levels blanks must be treated separately.

The concentration of a target analyte in any blank must not exceed its Contract Required
Quantitation Limit (CRQL) (2x CRQLs for Methylene chloride, Acetone, and 2-Butanone). TIC
concentration in any blanks must be < 5.0 pgiL for water (0.0050 mgiL for TCLP leachate) and <
5.0 pg/kg for soil matrices.

Laboratory blanks

The method blank, like any other sample in the SDG, must meet the technical acceptance criteria
for sample analysis.

DATE LABID LEVEL/ COMPOUND CONCENTRATION
ANALYZED MATRIX UNITS

_No_target_analyte_detected_in_method_blanks.

Field/Equipment/Trip blank

If field or trip blanks are present, the data reviewer should evaluate this data in a similar fashion as
the method blanks.

DATE LABID LEVEL/ COMPOUND CONCENTRATION
ANALYZED MATRIX UNITS

_No_target_analytes_detected_in_the_trip/equipment_blanks. No_field_blank_analyzed_as_part_
_of_this_data_package.

14
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BLANK ANALYSIS RESULTS (Section 3)

Blank Actions

All ctena were mel _¥___
Critena were not mel
andfor see below

Note: Al fields blank results associated with a particular group of samples (may exceed
one per case) must be used to qualify data. Trip blanks are used to qualify only
those samples with which they were shipped. Blanks may not be qualified because
of contamination in another blank. Field blanks and trip blanks must be qualified
for system monitoring compounds, instrument performance criteria, and spectral or
calibration QC problems.

Samples taken from a drinking water tap do not have associated field blanks.

When applied as described in the Table below, the contaminant concentration in
the blank is multiplied by the sample dilution factor.

Table. Blank and TCLP/SPLP LEB Actions for Low/Medium Volatile Analysis

Blank Tvpe Blank Result Sample Resulr Actlon for Samples
Detects Not derected No qualification requited
- CRQL * CROL" Report CROL value with a U
= CRQL* No qualification required
hlethod. CROL™ Report CROL value witha U
Storage. Field. 2 CRQL" and = Report blauk value for sample
Tuip. CRQL * blank concennation | concentranon with a U
TCLP/SPLP Z CRQL" and No qualification required
LEB. blapk concentration e ) 1
Instrument™* = CROL* <CRQL* Report CROL value with a U
CRQL* No qualification required
Gross Detects Report blank value for sample
. efects . p
contanunation coneentration witha U

* 2x the CRQL for methylene chloride, 2-butanone and acetone.

** Qualifications based on instrument blank results affect only the sample analyzed
immediately after the sample that has target compounds that exceed the
calibration range or non-target compounds that exceed 100 pg/L.

Action Levels (ALs) should be based upon the highest concentration of contaminant determined in
any blank. Do not qualify any blank with another blank. The ALs for samples which have been
diluted should be corrected for the sample dilution factor and/or % moisture, where applicable. No
positive sample results should be reported unless the concentration of the compound in the

samples exceeds the ALs:
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Notes:

High and low level blanks must be treated separately
Compounds qualified “U” for blank contamination are still considered “hits® when qualifying for

calibration criteria.

CONTAMINATION
SOURCE/LEVEL

COMPOUND

CONC/UNITS

ALJUNITS

SQL

AFFECTED
SAMPLES

16
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All cnlena were mel __ ¥
Critena were nol met
andior see below

DEUTERATED MONITORING COMPOUNDS (DMCs)

Laboratory performance of individual samples is established by evaluation of surrogate spike
(DMCs) recoveries. All samples are spiked with surrogate compounds prior to sample analysis.
The accuracy of the analysis is measured by the surrogate percent recovery. Since the effects of
the sample matrix are frequently outside the control of the laboratory and may present relatively
unique problems, the validation of data is frequently subjective and demands analytical experience
and professional judgment.

Table. Volatile Deuterated Monitoring Compounds (DMCs) and Recovery Limits

DNIC %R for Water Sample | %R for Soil Sample
Vinyl chlonde-d3 60-135 30-130
Chloroethane-ds 70-130 30-150
I.1-Dichloroethene-d2 60-125 45-110
2-Butanone-d5 40-130 20-133
Chloroform-d 70-125 40-150
1.2-Dichloroethane-d4 70-125 70-130
Benzene-d6 70-125 20-1535
1.2-Dichloropropane-d6 | 70-120 70-120
Toluene-d& 80-120 30-130
frans-1.3- 60-125 30-135
Dichloropropene-d4

2-Hexanone-d5 43-130 20-135
1.1.2.2- 65-120 5-120
Tetrachloroethane-d?2

[.2-Dichlorobenzene-d4 | $0-120 75-120

NOTE: The recovery limits for any of the compounds listed in the above Table may be
expanded at any time during the period of performance if the United States
Environmental Protection Agency (EPA) determines that the lmits are too
restrictive.

Action:

Are recoveries for DMCs in volatile samples and blanks must be within the limits specified in the
Table above. Yes? or No?

NOTE: The recovery limits for any of the compounds listed in the Table above may be

expanded at any time during the period of performance if USEPA determines that
the limits are too restrictive.

17
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List the DMCs that may fail to meet the recovery limits

Sample ID Date DMCs % Recovery Action

DMCs recoveries within the required limits. Other non-deuterated surogates added to the
samples within laboratory control limits.

Note: Any sample which has more than 3 DMCs outside the fimits must be reanalyzed.

Action:

1. For any recovery greater than the upper acceptance limit:
a Qualify detected associated volatile target compounds as estimated high (J+).
b. Do not qualify non-detected associated volatile target compounds.

2. For any recovery greater than or equal to 10%, and less than the lower acceptance iimit

a Qualify detected associated volatile target compounds as estimated iow (J).

b. Qualify non-detected associated volatile target compounds as estimated (Ud).
3. For any recovery less than 10%:

a Qualify detected associated volatile target compounds as estimated low (J-).
b. Qualify non-detected associated volatile target compounds as unusable (R).
4, For any recovery within acceptance limits, no qualification of the data is necessary.
5. In the special case of a blank analysis having DMCs out of specification, the reviewer must

give special consideration to the validity of associated sample data. The basic concem is
whether the blank problems represent an isolated problem with the blank alone, or whether
there is a fundamental problem with the analytical process. For example, if one or more
samples in the batch show acceptable DMC recoveries, the reviewer may choose to
consider the blank problem to be an isolated occurrence. However, even if this judgment
allows some use of the affected data, note analytical problems for Contract Laboratory
COR action.

6. If more than three DMCs are outside of the recovery limits for Low/Medium volatiles
analysis and the sample was not reanalyzed, note under Contract Problems/Non-
Compiiance.

Table. Deuterated Monitoring Compound (DMC) Recovery Actions for Low/Medium Volatiles
Analyses — Summary

Action
Criteria Detect Associuted Non-detecteil Associnted
Compounds Compounds

%oR = 10% J- R

10% = °6R = Lower Acceptance Linut I- Ul

Lower Acceptance Lt = 26R _ Upper . -
Acceprance Limit No qualificanion No quahficanon

%aR = Upper Acceptance Linut I- No qualificanon
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TABLE.VOLATILE DEUTERATED MONITORING COMPOUNDS (DMCs) AND THE
ASSOCIATED TARGET COMPOUNDS

Vinyl chloride-ds {DNIC-1) Chloroethane-ds (DMC-2) | 1,1-Dichloroethene-d: (DNIC-3)
Vinyvi chlonde Dichlorodifluoromethane trans-1.2-Dichlaroethene
Chloroniethane cis-1.2-Dichloroethene
Bromomethane L. 1-Dachloroethene
Chloroethane
Carbon disulfide
2-Butanane-d: (DMNC-4) Chloroform-d {DAC-5) 1,2-Dichloroethane-ds (DMC-6)
Acetone 1.1-Dhchiloroethane Tuchlorofluoromethaue
2-Butanone Bromochloromethane 1.1.2-Trichlore-1.2.2-mfluoroethane
Chleroform Metlivl acetate
Dibrowochloromethane Methvlene chloride
Bromofonm Methyl-tert-buty] ether

1.1.1-Trichloroethane
Carbon tefrachlonde
1.2-Dibromoethane
1.2-Dichloroethane

Benzene-ds (DMNC-T) 1.2-Dichloropropane-ds Toluene-ds (DMC-9)
(DMC-8)
Benzene Cyelobexane Trchloroethene
Methvlevelohexane Toluene
1.2-Dnchiloropropane Tetrachloroethene
Bromodichloromerhane Eihyvlbenzene
o-Xylene
m.p-Xvlene
Shrene
Isopropylbenzene
trans-1,3-Dichloropropene-ds 2.Hexanone-d: (DMC-11) | 1,1,2,2-Tetrachloroethane-d:
(DMC-10) (DMC-12)
cis-1.3-Dicliloropropene 4-Methyl-2-pentatione 1.1.2.2 -Tenachloroetlinme
trans- 1.3-Dichloropropene 2-Hexanone 1.2-Dibromo-3-chloropropane

1.1.2-Trichloroethane

1,2-Dichlorobenzene-d.
(DMC-13)
Chlorobenzene
1.3-Dichlorobenzene
1.4-Dichilorobenzene
1.2-Dichiorobenzens
£.2.4-Trichlorobenzene
1.2.3-Tnichlorobenzene
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All cntenia were met __¥___
Cniena were not met
and/or see below

MATRIX SPIKE/MATRIX SPIKE DUPLICATE (MS/MSD)

This data is generated to determine long term precision and accuracy in the analytical method for
various matrices. This data alone cannot be used to evaluate the precision and accuracy of
individual samples. If any % R in the MS or MSD falls outside the designated range, the reviewer
should determine if there are matrix effects, i.e. LCS data are within the QC limits but MSMSD
data are outside QC limit.

NOTES: Data for MS and MSDs will not be present unless requested by the
Region.
Notify the Contract Laboratory COR if a field or frip blank was used for the
MS and MSD.

For a Matrix Spike that does not meet criteria, apply the action to only the field sample used to
prepare the Matrix Spike sample. If it is clearly stated in the data validation materials that the
samples were taken through incremental sampling or some other method guaranteeing the
homogeneity of the sample group, then the entire sample group may be qualified.

1. MSMSD Recoveries and Precision Criteria

The laboratory should use one MS and a duplicate analysis of an unspiked field sample if target
analytes are expected in the sample. If target analytes are not expected, MSMSD should be
analyzed.

List the %Rs, RPD of the compounds which do not meet the criteria.

Sample ID:_JC15796-1 Matrix/Level:__Groundwater
Sample ID:_JC15990-9 Matrix/tevel:__Groundwater
MS OR MSD COMPOUND %R RPD QCLIMITS ACTION

_MSMSD_%_recovery_and_RPD_within_laboratory_control_limits.

Note: MSMSD criteria apply fo the unspiked sample. Unspiked sample belongs to from

another data package.
* QC limits are laboratory in-house performance criteria, LL = lower limit, UL = upper limit.
* if QC limits are not available, use limits of 70 - 130 %.

Actions:
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1. No qualification of the data is necessary on MS and MSD data alone. However, using
professional judgment, the validator may use the MS and MSD results in conjunction with
other QC criteria and determine the need for some qualification of the data.

QUALITY %R < LL %R > UL
Positive resuits J J
Nondetects results R Accept

MSMSD criteria apply only to the unspiked sample, its dilutions, and the associated MS/MSD
samples:

If the % R for the affected compounds were < LL {or 70 %), qualify positive resutts (J) and
nondetects (UJ).

f the % R for the affected compounds were > UL {or 130 %), only qualify positive results
(J).

If 25 % or more of all MSMSD %R were < LL (ar 70 %) or if two or more MSMSD %Rs
were < 10%, qualify all positive results (J) and reject nondetects (R).

A separate worksheet should be used for each MS/MSD pair.
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All crileria were mel __X__
Cntena were not met
andior seebelow _______

LABORATORY CONTRQOL SAMPLE (LCS) ANALYSIS
This data is generated to determine accuracy of the analytical method for various matrices.
1. LCS Recoveries Criteria
Where LCS spiked with the same analyte at the same concentrations as the MS/MSD?
Yes or No. If no make note in data review memo.
List the %R of compounds which do not meet the criteria

LCSID COMPOUND %R QC LMIT

__Recoveries_(blank_spike)_within_laboratory_control_limits

* QC limits are laboratory in-house performance criteria, LL = lower limit, UL = upper
lirnit.
* If QC limits are not available, use limits of 70 - 130 %.
Actions:
QUALITY %R < LL %R > UL
Positive results J J
Nondetects results R Accept

All analytes in the associated sample results are qualified for the following criteria.

If 25 % of the LCS recoveries were < LL (or 70 %), qualify all positive results (j) and reject
nondetects (R).
If two or more LCS were below 10 %, qualify all positive results as (J) and reject
nondetects (R).

2. Frequency Criteria:
Where LCS analyzed at the required frequency and for each matrix? Yes or No.

If no, the data may be affected. Use professional judgment to determine the severity of the effect
and qualify data accordingly. Discuss any actions below and list the samples affected.
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All cnitena were met __¥____
Crileria were not met
andlor seebelow

IX. FIELD/LABORATORY DUPLICATE PRECISION

Sample IDs: - Matrix; -

Fieldlaboratory duplicates samples may be taken and analyzed as an indication of overall
precision. These analyses measure both field and lab precision; therefore, the results may have
more variability than faboratory duplicates which only laboratory performance. It is also expected
that soil duplicate results will have a greater variance than water matrices due to difficulties
associated with collecting identical field duplicate samples.

The project QAPP should be reviewed for project-specific information.
NOTE: In the absence of QAPP guidance for validating data from field duplicates, the
following action will be taken.

Identify which samples within the data package are field duplicates. Estimate the relative percent
difference (RPD) between the values for each compound. Use professional judgment to note large
RPDs (> 50%) in the narrative.

COMPOUND | SQL | SAMPLE CONC. | DUPLICATE CONC. | RPD | ACTION

No fieldflaboratory duplicate analyzed with this data package. MS/MSD % recovery RPD used to
assess precision. RPD within required criteria, < 50 % for target analytes detected in sample and
duplicate.

Actions:

Qualify as estimated positive results (J) and nondetects {U\J) for the compound that exceeded the
above criteria. For organics, only the sampie and duplicate will be qualified.

if an RPD cannot be calculated because one or both of the sample results is not detected, the
following actions are suggested based on professional judgment:

if one sample result is not detected and the other is greater than 5x the SQL qualify (JUJ).

If one sample value is not detected and the other is greater than 5x the SQL and the SQLs for the
sample and duplicate are significantly different, use professional judgment to determine if
qualification is appropriate.

If one sample value is not detected and the other is less than 5x, use professional judgment to
determine if qualification is appropriate.

If both sample and duplicate results are not detected, no action is needed.
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X

All criteria wese mel __X___
Cnlena were nol met
and/or see below

INTERNAL STANDARD PERFORMANCE

The assessment of the internal standard (IS) parameter is used fo assist the data reviewer in
determining the condition of the analytical instrumentation.

DATE

Internal

Action:

SAMPLE ID ISOUT IS AREA ACCEPTABLE ACTION
RANGE

standard area counts within the required criteria.

If an internal standard area count for a sample or blank is greater than 200.0% of the area

for the associated standard (opening CCV or mid-point standard from initial calibration)

(see Table below):

a. Qualify detects for compounds quantitated using that internal standard as
estimated low {J-).

b. Do not qualify non-detected associated compounds.

If an internal standard area count for a sample or blank is iess than 20.0% of the area for

the associated standard (opening CCV or mid-point standard from initial calibration):

a. Qualify detects for compounds quantitated using that internal standard as
estimated high {J+).

b. Qualify non-detected associated compounds as unusable (R).

If an internal standard area count for a sample or blank is greater than or equal to 20.0%,

and less than or equal fo 200% of the area for the associated standard opening CCV or

mid-point standard from initial calibration, no qualification of the data is necessary.

If an internal standard RT varies by more than 30.0 seconds: Examine the

chromatographic profile for that sample to determine if any false positives or negatives

exist. For shifts of a large magnitude, the reviewer may consider partial or total rejection of

the data for that sample fraction. Detects should not need to be qualified as unusable (R) if

the mass spectral criteria are met.

If an internal standard RT varies by less than or equal to 30.0 seconds, no qualification of

the data is necessary.

Note: Inform the Contract Laboratory Program Project Officer (CLP PO) if the internal
standard performance criteria are grossly exceeded. Note in the Data Review
Narrative potential effects on the data resulting from unacceptable internal
standard performance.
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6. If required internal standard compounds are not added to a sample or blank, qualify
detects and non-detects as unusable (R).
7. If the required internal standard compound is not analyzed at the specified conceniration in

a sample or blank, use professional judgment to qualify detects and non-detects.

Table. Internal Standard Actions for Low/Medium Volatiles Analyses - Summary

Action
Criteria Detected Non-detected
Associated Assoclated
Compounds* | Compounds*
Area counts - 200%0 of 12-hour standard (opemng CC\ or I. No
mid-point standard fiom mtial cahbranon) quahification
Area comnts - 20% of 12-howr standard (openmg CCV or - R
id-point standard fiom nitial calibration)

Area comnts = 30° bur = 200%0 of 12-hour standard (openmg
CCV or mid-point standaid trom miual calibiation)

RT difference - 30.0 seconds between samples and 12-hour
standard (opening CCV or nud-pount standard from initial R ## R
calibrauon)

RT difference < 30.0 seconds between samples and 12-hour
standard (opening CCV or nud-point standard from nnrial No qualificanon
calibration)

No qualiticanon

* For volatile compounds associated to each intemal standard, see TABLE - VOLATILE TARGET
ANALYTES, DEUTERATED MONITORING COMPOUNDS WITH ASSOCIATED INTERNAL STANDARDS FOR
QUANTITATION in SOM02.2, Exhibit D, available at;
hitp:/iwww.epa.gov/superfund/programs/clp/download/som/som22d.pdf

** Detects should not need to be qualified as unusable (R} if the mass spectral criteria are met.
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All cntenia were met __¥___
Crilena were not met
and/or see below

TARGET COMPOUND IDENTIFICATION

Criteria:

Is the Relative Refention Times (RRTs) of reported compounds within +0.06 RRT units of the
standard RRT [opening Continuing Calibration Verification (CCV) or mid-point standard from the
initial calibration). Yes? or No?

List compounds not meeting the criteria described above:

Sample ID Compounds Actions

Mass spectra of the sample compound and a current laboratory-generated standard [i.e., the mass
spectrum from the associated calibration standard (opening CCV or mid-point standard from initial
calibration)] must match according to the following criteria:

a. All ions present in the standard mass spectrum at a relative intensity greater than
10% must be presentin the sample spectrum.
h. The relative intensities of these ions must agree within £20% between the

standard and sample spectra (e.g., for an ion with an abundance of 50% in the
standard spectrum, the corresponding sample ion abundance must be between
30-70%).

C. lons present at greater than 10% in the sample mass specirum, but not present in
the standard spectrum, must be evaluated by a reviewer experienced in mass
spectral interpretation.

List compounds not meeting the criteria described above:

Sample ID Compounds Actions
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Action:

1. The application of qualitative criteria for GC/MS analysis of target compounds requires
professional judgment. It is up to the reviewer's discretion to obtain additional information
from the laboratory. If it is determined that incorrect identifications were made, qualify all

such data as unusable (R).

2. Use professional judgment to qualify the data if it is determined that cross-contamination
has occurred.

g Note in the Data Review Narmrative any changes made to the reported compounds or

concerns regarding target compound identifications. Note, for Contract Laboratory COR
action, the necessity for numerous or significant changes.

TENTATIVELY IDENTIFIED COMPOUNDS (TICS)

NOTE: Tentatively identified compounds should only be evaluated when requested by a
party from outside of the Hazardous Waste Support Section (HWSS).

List TICs

Sample ID Compound Sample ID Compound

Action:

1. Qualify all TIC results for which there is presumptive evidence of a match (e.g. greater

than or equal to 85% match) as fentatively identified (NJ), with approximated
concentrations. TICs labeled “unknown” are qualified as estimated (J).
2. General actions related to the review of TIC results are as follows:
a. If it is determined that a tentative identification of a non-target compound is
unacceptable, change the tentative idenfification fo “unknown® or another
appropriate identification, and qualify the result as estimated (J).

b. If all contractually-required peaks were not library searched and quantitated, the
Region’s designated representative may request these data from the iaboratory.
3 In deciding whether a library search result for a TIC represents a reasonable identification,

use professional judgment. If there is more than one possible match, report the result as
“either compound X or compound Y”. If there is a lack of isomer specificity, change the TIC
result to a nonspecific isomer result {e.g., 1,3,5-fimethyl benzene to frimethyl benzene
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isomer) or to a compound class (e.q., 2-methyl, 3-ethyl benzene to a substituted aromatic

compound).

4 The reviewer may elect to report all similar compounds as a total (e.g., ail alkanes may be
summarized and reported as total hydrocarbons).

5. Target compounds from other fractions and suspected Jaboratory contaminants should be
marked as “non-reportable”.

6. Other Case factors may influence TIC judgments. If a sample TIC match is poor, but other
samples have a TIC with a valid library match, similar RRT, and the same ions, infer
identification information from the other sample TIC results.

7. Note in the Data Review Narrative any changes made to the reported data or any
concerns regarding TIC identifications.

8. Note, for Contract Laboratory COR action, failure to properly evaluate and report TICs
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Altcnlena were mel __ X___
Critena were not mel
andfor see below ____

SAMPLE QUANTITATION AND REPORTED CONTRACT REQUIRED QUANTITATION LIMITS
(CRQLS)

Action:

1. If any discrepancies are found, the Region's designated representative may contact the
laboratory to obtain additional information that could resolve any differences. If a discrepancy
remains unresolved, the reviewer must use professional judgment to decide which value is the
most accurate. Under these circumstances, the reviewer may determine that qualification of data is
warranted. Note in the Data Review Narrative a description of the reasons for data qualification and
the qualification that is applied to the data.

2. For non-aqueous samples, in the percent moisture is less than 70.0%, no qualification of the
data is necessary. If the percent moisture is greater than or equal to 70.0% and less than 90.0%,
qualify detects as estimated (J) and non-detects as approximated (UJ). If the percent moisture is
greater than or equal to 90.0%, qualify detects as estimated (J} and non-detects as unusable (R)
(see Table below).

3. Note, for Contract Laboratory COR action, numerous or significant failures to accurately quantify
the target compounds or to properly evaluate and adjust CRQLs.

4. Results between MDL and CRQL should be qualified as estimated °J”.

5. Results < MDL should be reported at the CRQL and qualified “U". MDLs themselves are not
reported.

Table. Percent Moisture Actions for Low/Medium Volatiles Analysis for Non-Aqueous Samples

Criteria Action
Detected Associated Non-detected Associated
Compounds Compounds

% Moisture < 70.0 No qualification

70.0 < % Moisture < 90.0 J uJ

% Moisture > 90.0 J R

The sample quantitation evaluation is to verify laboratory quantitation results. In the space below,
please show a minimum of one sample calculation:

Sample ID
JC15796-1 isoprylbenzene RF = 3.363
[1=(208043)(50)/(3.363){143212) = 21.60 ppb Ok
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B. Percent Solids

List samples which have > 70 % solids
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All criteria were met __ ¥ __
Crilena were nol mel

and/or seebelow _____
QUANTITATION LIMITS
A Dilution performed
SAMPLE ID DILUTION FACTOR | REASON FOR DILUTION
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All crileria were met __X___
Critenz were not met
and/or see below

OTHER ISSUES
A System Performance
List samples qualified based on the degradation of system performance during simple analysis:

Sample ID Comments Actions

_No_degradation_of_system_performance_observed.

Action:

Use professional judgment to qualify the data if it is determined that system performance has
degraded during sample analyses. Inform the Contract Laboratory Program COR any action as a
result of degradation of system performance which significantly affected the data.

B. Overall Assessment of Data

List samples qualified based on other issues:

Sample ID Comments Actions

_No_additional_issues_observed_that_require_qualification_of_the_data._Results_are_valid_and_
_can_be_used_for_decission_purposes.

Action:

1. Use professional judgment to determine if there is any need fo qualify data which were not
qualified based on the Quality Control (QC) criteria previously discussed.

2 Write a brief narrative to give the user an indication of the analytical limitations of the data,
Inform the Contract Laboratory COR the action, any inconsistency of the data with the Sample
Delivery Group (SDG) Narrative. If sufficient information on the intended use and required
quality of the data is available, the reviewer should include their assessment of the usability of
the data within the given context. This may be used as part of a formal Data Quaiity
Assessment (DQA).
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EXECUTIVE NARRATIVE

SDG No: JC15796 Laboratory: Accutest, New Jersey
Analysis: SW846-8015C {DAI) Number of Samples: 6
Location: BMSMC, Building 5 Area

Hurmacao, PR

SUMMARY:  Six (6) groundwater samples and one trip blank were analyzed for the low molecular
weight alcohols (LMWAs) list following method SW846-8015C. The sample results were
assessed according to USEPA data validation guidance documents in the following order
of precedence: “Test Methods for Evaluating Solid Waste, Physical/Chemical Methods
SW-846 (Final Update Ill, December 1996),” specifically for Methods 8000/8015C are
utilized. The QC criteria and data validation actions listed an the data review worksheets
are from the primary guidance document, unless otherwise noted.

Results are valid and can be used for decision making purposes.

Critical issues: None
Major: None
Minor: L. Initial and continuing calibration verification not meeting the method

specific criteria for Isobutanol in column #2 and in column #1. Results were
reported from column #1 and column #2 respectively. No action taken,
professional judgment.

Critical findings: None

Major findings: None

Minor findings: None

COMMENTS: Resuits are valid and can be used for decision making purposes.
Reviewers Name: Rafael Infante

Chemj t:]BSB
Signature: M a‘-/%‘f
L [

Date: April 10, 2016



SAMPLE ORGANIC DATA SAMPLE SUMMARY

Sample ID: JC15796-1
Sample location: BMSMC Building 5 Area
Sampling date: 3/7/2016
Matrix: Groundwater

METHOD: 8015C

Analyte Name Result Units Dilution Factor LabFlag Validation Reportable
Ethanol 100 ug/l 10 - u Yes
Isobutyl Alcohol 100 ug/I 1.0 - u Yes
Isopropy! Alcohol 100 ug/l 1.0 - u Yes
n-Propy! Alcohol 100 ug/l 1.0 - u Yes
n-Butyl Alcohol 100 ug/l 1.0 - u Yes
sec-Butyl Alcohol 100 ug/l 1.0 - u Yes
Methanol 200 ug/l 1.0 - U Yes

Sample ID: 1C15796-2
Sample location: BMSMC Building 5 Area
Sampling date: 3/7/2016
Matrix: Groundwater

METHOD: 8015C

Analyte Name Result Units Dilution Factor LabFlag Validation Reportable
Ethanol 100 ug/Il 1.0 - U Yes
Isobutyl Alcohal 100 ug/l 1.0 - U Yes
Isopropy! Alcohol 100 ug/Il 1.0 - u Yes
n-Propyl Alcohol 100 ug/I 1.0 - u Yes
n-Butyl Alcohol 100 ug/l 1.0 - u Yes
sec-Butyl Alcohol 100 ug/l 10 - U Yes
Methanol 200 ug/l 1.0 - u Yes

Samgple ID: 1C15796-3
Sample location: BMSMC Building 5 Area
Sampling date: 3/7/2016
Matrix: Groundwater

METHOD: 8015C

Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable
Ethanol 100 ug/l 1.0 - u Yes
Isobutyl Alcohol 100 ug/l 1.0 - u Yes
Isopropyl Alcohol 481 ug/l 1.0 - - Yes
n-Propyl Alcohol 100 ug/l 1.0 - u Yes
n-Butyl Alcohol 100 ug/l 1.0 - u Yes
sec-Butyl Alcohol 100 ug/l 1.0 - u Yes
Methanol 200 ug/l 10 - U Yes



Sample ID: 1C15796-4
Sample location: BMSMC Building 5 Area
Sampling date: 3/7/2016
Matrix: Groundwater

METHOD: 8015C

Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable
Ethanol 100 ug/l 1.0 - U Yes
Isobutyl Alcohol 100 ug/l 1.0 - u Yes
Isopropyl Alcohot 481 ug/l 1.0 - - Yes
n-Propyl Alcohol 100 ug/l 1.0 - u Yes
n-Butyl Alcohol 100 ug/l 1.0 - u Yes
sec-Butyl Alcohol 100 ug/Il 1.0 - u Yes
Methanol 200 ug/I 1.0 - u Yes

Sample ID: 1C15796-1MS
Sample location: BMSMC Building 5 Area
Sampling date: 3/7/2016
Matrix: Groundwater

METHOD: 8015C

Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable
Ethanol 5200 ug/l 1.0 - - Yes
Isobutyl Alcohol 5260  ug/l 1.0 - - Yes
Isopropyl Alcohol 5300 ug/l 1.0 - - Yes
n-Propyl Alcohol 5290  ug/l 1.0 - - Yes
n-Butyl Alcohol 4850  ug/l 1.0 - - Yes
sec-Butyl Alcohol 527¢  ug/l 1.0 - - Yes
Methanol 4940  ug/l 1.0 - - Yes

Sample ID: JC15796-1MSD
Sample location: BMSMC Building 5 Area
Sampling date: 3/7/2016
Matrix: Groundwater

METHOD: 8015C

Analyte Name Result Units Dilution Factor LabFlag Validation Reportable
Ethanol 5310 ug/l 1.0 - - Yes
Isobutyl Alcohol 5230 ug/l 1.0 - - Yes
isopropyl Alcohol 5330 ug/l 1.0 - - Yes
n-Propyl Alcohol 5020 ug/fl 1.0 - - Yes
n-Butyl Alcohol 4750  ug/ 1.0 - - Yes
sec-Butyl Alcohol 5190 ug/l 1.0 - - Yes

Methanol 5040  ug/l 1.0 - - Yes
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Project Number:___JC15796
Date: 03/07/2016
Shipping Date:____03/08/2016
EPA Region: 2

REVIEW OF VOLATILE ORGANIC PACKAGE

The following guidelines for evaluating volatile organics were crealed to delineate required validation
aclions. This document will assist the reviewer in using professional judgment to make more informed
decision and in better serving the needs of the data users. The sample resulls were assessed according lo
USEPA dala validation guidance documents in the following order of precedence: “Test Methods for
Evaluating Solid Waste, Physical/Chemical Methods SW-846 (Final Update Ill, December 1996)*
specifically for Methods 8000/8015C are utilized. The QC criteria and data validation actions lisled on the
data review worksheets are from the primary guidance document, unless otherwise noted.

The hardcopied (laboratory name) _Acculest dala package received has been
reviewed and the quality control and performance data summarized. The modified data review for VOCs
included:

Lab. Project/SDG No.: __JC15796 Sample matrix: ___Groundwater
No. of Samples: 6

Trip bfank No.: JC15796-4

Field blank No.: -

Equipment blank No..___JC15796-3
Field duplicate No..____-

__X___Data Completeness __X___ Laboratory Confrol Spikes
__X___Holding Times ___X___Field Duplicates
—N/A_GCMS Tuning __X___ Calibrations

___N/A_ Internal Standard Performance —X___ Compound Identifications
_ _X___Blanks __X___ Compound Quantitation
___X___Surrogate Recoveries _X___ Quanitation Limits

X____Matrix Spike/Matrix Spike Duplicate

Overall Comments:_Low_molecular_weight_alcohols_by_SW-846_8015C_({DAl)

Definition of Qualifiers:

J- Estimated results

U- Compound not detected
R- Rejected data

UJ- Esu W
Reviewer;

Date:__April_12, fzms ‘
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DATA COMPLETENESS

MISSING INFORMATION DATE LAB. CONTACTED DATE RECEIVED
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All cnlena were met __X___
Cniena were not mel
andfor see below

HOLDING TIMES
The objective of this parameter is to ascertain the validity of the resuits based on the holding time
of the sample from time of collection to the time of analysis.

Complete table for all samples and note the analysis and/or preservation not within criteria

SAMPLE ID DATE SAMPLED | DATE ANALYZED pH | ACTION

Al

samples analyzed within the recommended method holding ime.

Criteria

Aqueous samples - 14 days from sample collection for preserved samples (pH < 2, 4°C), no air
bubbles.

Agueous samples - 7 days from sample collection for unpreserved samples, 4°C, no air bubbles.
Soil samples- 7 days from sample collection.

Cooler temperature (Criteria; 4 + 2 °C): 2.6°C

Actions

If the VOCs vial(s) have air bubbles, estimate positive results (J) and reject nondetects (R).

If the % solids of soil samples is 10-50%, estimates positive results (J) and nondetects (UJ)

If the % solid of soil samples is < 10%, estimate positive results (J) and reject nondetects (R).

If holding times are exceeded but < 14 days beyond criteria, estimate positive resuits (J) and
nondetects (UJ).

if holding imes are exceeded but < 28 days beyond criteria, estimate positive results (J) and reject
nondetects (R).

If holding times are grossly exceeded (> 28 days beyond criteria), reject all results (R).

if samples were not iced or if the ice were melted (> 10°C), estimate positive results (J) and
nondetects (UJ).
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All cntena were met __NA__
{Crilena were nol met see below

GCMS TUNING

The assessment of the funing results is to determine if the sample instrumentation is within the
standard tuning QC limits

—N/A_ The BFB performance results were reviewed and found to be within the specified criteria.
__N/A_ BFB tuning was performed for every 12 hours of sample analysis.

If no, use professional judgment to determine whether the associated data should be accepted,
qualified or rejected.

List the samples affected:

If mass calibration is in error, all associated data are rejected.
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Allcritenawere mef _____
Crilenia were not mel
andlor see befow _ X__

CALIBRATION VERIFICATION

Compliance requirements for satisfactory instrument calibration are established to ensure that the
instrument is capable of producing and maintaining acceptable quantitative data.

Date of initial calibration: 02/29/16
Dates of continuing calibration;_02/29/16 (initial);_03/17116___
Instrument ID number; GCGH
Matrix/Level: Aqueous/low,
DATE LAB  FILE | CRITERIA QUT COMPOUND SAMPLES
1D RFs, %RSD, %D, r AFFECTED

Initial and continuing calibration meets method specific criteria except for Isobutanol in column #2
and in column #1. Results reported are from column #1 and column #2 respectively. No action
taken, professional judgment.

Criteria

All RFs must be > 0.05 regardless of method requirements for SPCC.

All %RSD must be < 15 % regardless of method requirements for CCC.

All %Ds must be < 20% regardless of method requirements for CCC.

It shoutd be noted that Region 2 SOP HW-24 does not specify criterion for the curve correlation
coefficient (r). A limit for r of > 0.995 has therefore been utilized as professional judgment.

Actions

if any compound has an initial RF or a continuing RF of < 0.05, estimate positive results (J) and
reject nondetects (R), regardless of method requirements.

If any compound has a %RSD > 15%, estimate positive results (J) and use professional judgment
to qualify nondetects.

If any compound has a %RSD > 90%, estimate positive results (J) and reject nondetects (R).

If any compound has a % D > 20%, estimate positive results (J) and reject nondetects (R).

If any compound has a % D > 20%, estimate positive results (J) and nondetects (UJ).

If any compound has a % D > 90%, estimate positive results {J) and reject nondetects (R).

If any compound has r < 0.995, estimate positive results and nondetects.

A separate worksheet should be filled for each initial curve
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All criteria were met __X___
Critena were not met
andfor see below

VA BLANK ANALYSIS RESULTS (Sections 1 & 2)

The assessment of the blank analysis results is to determine the existence and magnitude of
contamination problems. The criteria for evaluation of blanks apply only to blanks associated with
the samples, including trip, equipment, and laboratory blanks. If problems with any blanks exist, all
data associated with the case must be carefully evaluated to determine whether or not there is an
inherent variability in the data for the case, or if the problem is an isolated occurrence not affecting
other data.

List the contamination in the blanks below. High and low levels blanks must be treated separately.

Laboratory blanks
DATE LABID LEVEL/ COMPOUND CONCENTRATION
ANALYZED MATRIX UNITS

__All_method_blank_meeth_method_specific_criteria

Field/Equipment/Trip blank

DATE LABID LEVELI  COMPOUND CONCENTRATION
ANALYZED MATRIX UNITS

_No_target_analytes_detected_in_the_trip_blank. _No_field_blank_analyzed_with_this_data_
_package._Isobutanol_detected_in_the_equipment_blank.

_031716__JC15796-6_ Medium/Aqueous__Isobutanol 481 ugl__

Note: No action taken, Isobutanol not detected in the samples analyzed.
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All criteria were mel __X___
Cntena were not met
and/or see below

VB.  BLANK ANALYSIS RESULTS (Section 3)
Blank Actions

Action Levels {ALs) should be based upon the highest concentration of contaminant determined in
any blank. Do not qualify any blank with another blank. The ALs for samples which have been
diluted should be corrected for the sample dilution factor and/or % moisture, where applicable. No
positive sample results should be reported unless the concentration of the compound in the
samples exceeds the ALs:

ALs = 10x the amount of common contaminants {methylene chloride, acetone, 2-butanone, and
toluene)
ALs = 5x for any other compounds

Specific actions are as follows:

If the concentration is < sample quantitation limit (SQL) and < AL, report the compound as not
detected (U) at the SQL.

If the concentration is > SQL but < AL, report the compound as not detected (U) at the reported
concentration.

If the concentration is > SQL and > AL, report the concentration unqualified.

Notes:
High and low level blanks must be treated separately

Compounds qualified “U” for blank contamination are still considered “hits® when qualifying for
calibration criteria.

CONTAMINATION | COMPOUND CONC/UNITS | AL/UNITS | SQL | AFFECTED
SOURCE/LEVEL SAMPLES
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Allcrilena weremel __X__
Critena were not mal
andior see below

SURROGATE SPIKE RECOVERIES

Laboratory performance of individual samples is established by evaluation of surrogate spike
recoveries. All samples are spiked with surrogate compounds prior to sample analysis. The
accuracy of the analysis is measured by the surrogate percent recovery. Since the effects of the
sample matrix are frequently outside the control of the laboratory and may present relatively unique
problems, the validation of data is frequently subjective and demands analytical experience and
professional judgment.

List the percent recoveries (%Rs) which do not meet the criteria for surrogate recovery.

Matrix: solid/aqueous

SAMPLE ID SURROGATE COMPOUND ACTION
Hexanol BBFM Fol-ds BFB

_All_surrogate_recoveries_within_laboratory_control_limits.

QC Limits* (Aqueous)
tLto UL _56to 145 _ to.  __ to.  _ to
QC Limits* (Solid-Low)
Lo U__ __ o  __fo_  _to  _ to
QC Limits* (Solid-Med)
_ltoU__ _ fo to __to __to
: =0 el T =
DBEM - Dit ] " BER-=Bromofluorcbenzene
* QC limits are laboratory in-house performance criteria, LL = lower limit, UL = upper limit.
* If QC limits are not available, use limits of 80 - 120 % for aqueous and 70 — 130 % for
solid samples.
Actions:
QUALITY %R < 10% %R=10%-LL | %R>UL
Positive results J J J
Nondetects results R uJ Accept

Surrogate action should be applied:

If one or more surrogate in the VOC fraction is out of specification, but has a recovery of > 10%.
If any one surrogate in a fraction shows < 10 % recovery.
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All entena were mel __X___
Critena were not met
andior see below

VIl. A MATRIX SPIKE/MATRIX SPIKE DUPLICATE (MS/MSD)

This data is generated to determine long term precision and accuracy in the analytical method for
various matices. This data alone cannot be used to evaluate the precision and accuracy of
individuat samples. If any % R in the MS or MSD falls outside the designated range, the reviewer
should determine if there are matrix effects, i.e. LCS data are within the QC limits but MS/MSD
data are outside QC limit.

1. MS/MSD Recoveries and Precision Criteria

The laboratory should use one MS and a duplicate analysis of an unspiked field sample if target
analytes are expected in the sampie. If target analytes are not expected, MSMSD should be
analyzed.

List the %Rs, RPD of the compounds which do not meet the criteria.
Sample ID:_JC15796-1MS/-tMSD__~ Matrix/Level:___Groundwater,

MS OR MSD COMPOUND %R RPD QCLIMITS ACTION
_MSMSD_%_recovery_and_RPD_within_laboratory_control_limits.

Note: Other MSMSD recoveries and RPD within laboratory control limits. No action taken,
professional judgment.

’ QC limits are laboratory in-house performance criteria, LL = lower limit, UL = upper limit.
* If QC limits are not available, use limits of 70 - 130 %.
Actions:

QUALITY %R <LL %R > UL

Positive results J J

Nondetects results R Accept

MSMSD criteria apply only to the unspiked sample, its dilutions, and the associated MSMSD
samples:
If the % R for the affected compounds were < LL (or 70 %), qualify positive results {J) and
nondetects {UJ).
if the % R for the affected compounds were > UL {or 130 %), only qualify positive results
{J).
If 25 % or more of all MSMSD %R were < LL (or 70 %) or if two or more MSMSD %Rs
were < 10%, qualify all positive results (J) and reject nondetects (R).

A separate worksheet should be used for each MS/MSD pair.



DATA REVIEW WORKSHEETS

All crilena were met _X___
Critena were nol met
and/or see befow

VILB  MATRIX SPIKE/MATRIX SPIKE DUPLICATE
MSMSD - Unspiked Compounds

It should be noted that Region 2 SOP HW-24 does not specify a MSMSD criteria for the unspiked
compounds in the sample. A %RSD of < 50% has therefore been utilized as professional judgment.

If all target analytes were spiked in the MS/MSD, this review element is not applicable.

List the %RSD of the compounds which do not meet the criteria.

Sample ID: Matrix/Level/Unit

COMPOUND SAMPLE MSCONC. MSDCONC. ©%RSD ACTION
CONC.

Actions:

* If the % RSD > 50, qualify the positive result in the unspiked samples as estimated (J).
* If the % RSD is not calculated (NC) due to nondetected value, use professional judgment fo
qualify the data.
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DATA REVIEW WORKSHEETS

All entena were met __X___
Crleria were not met
and/or see below

ViIll.  LABORATORY CONTROL SAMPLE (LCS) ANALYSIS
This data is generated to determine accuracy of the analytical method for various matrices.
1. LCS Recoveries Criteria
Where LCS spiked with the same analyte at the same concentrations as the MS/MSD?
Yes or No. If no make note in data review memo.

List the %R of compounds which do not meet the criteria

LCSID COMPOUND %R QC LIMIT

__Recoveries_within_laboratory_control_limits.

* QC limits are laboratory in-house performance criteria, LL = lower limit, UL = upper
limit.
* If QC limits are not available, use limits of 70 — 130 %.
Actions;
QUALITY %R <LL %R > UL
Positive results J J
Nondetects results R Accept

All analytes in the associated sample results are qualified for the following criteria.

If 25 % of the LCS recoveries were < LL (or 70 %), qualify all positive results {j) and reject
nondetects (R).
If two or more LCS were below 10 %, qualify all positive results as (J) and reject
nondetects (R).

2, Frequency Criteria:
Where LCS analyzed at the required frequency and for each matrix? Yes or No.

If no, the data may be affected. Use professional judgment to determine the severity of the effect
and qualify data accordingly. Discuss any actions below and list the samples affected.

11



DATA REVIEW WORKSHEETS

All cnitenia were met N/A,
Cniena were not met
and/or see below

IX. FIELD/LABORATORY DUPLICATE PRECISION

Sample IDs: - Matrix: -

Fieldlaboratory duplicates samples may be taken and analyzed as an indication of overall
precision. These analyses measure both field and lab precision; therefore, the results may have
more variability than laboratory duplicates which only laboratory performance. It is also expected
that soil duplicate results will have a greater variance than water mafrices due to difficulties
associated with collecting identical field duplicate samples.

The project QAPP should be reviewed for project-specific information.
Suggested criteria: RPD + 30% for aqueous samples, RPD + 50 % for solid samples. If both
samples and duplicate are <5 SQL, the RPD criteria is doubled.

COMPOUND | SQL | SAMPLE CONC. | DUPLICATE CONC. [ RPD [ ACTION

No laboratoryffield duplicate analyzed with this data package. MSMSD % recovery RPD used to
assess precision. RPD within laboratory and generally acceptable control limits.

Actions:

Qualify as estimated positive results (J} and nondetects (UJ) for the compound that exceeded the
above criteria. For organics, only the sample and duplicate will be qualified.

If an RPD cannot be calculated because one or both of the sample resuits is not detected, the
following actions apply:

If one sample result is not detected and the other is greater than 5x the SQL qualify (JUJ).

If one sample value is not detected and the other is greater than 5x the SQL and the SQLs for the
sample and duplicate are significantly different, use professional judgment to determine if
qualification is appropriate.

If one sample value is not detected and the other is less than 5x, use professional judgment to
determine if qualification is appropriate.

If both sample and duplicate results are not detected, no action is needed.

12




DATA REVIEW WORKSHEETS

All crleria were mel _NA___
Crileria were nol mel
andorseebelow

X. INTERNAL STANDARD PERFORMANCE

The assessment of the internal standard (IS) parameter is used to assist the data reviewer in
determining the condition of the analytical instrumentation.

List the internal standard area of samples which do not meet the criteria.

* Area of +100% or -50% of the IS area in the associated calibration standard.

* Retention time (RT) within 30 seconds of the IS area in the associated calibration
standard.
DATE SAMPLE ID IS OUT IS AREA ACCEPTABLE ACTION
RANGE
Actions:

1. 1S actions should be applied to the compound quantitated with the out-of-control ISs

QUALITY ISAREA<-25% | IS AREA =-25 % | IS AREA > +100%
TO - 50%

Positive results J J J

Nondetected results R uJ ACCEPT

2. IfalS retention ime varies more than 30 seconds, the chromatographic profile for that
sample must be examined to determine if any false positive or negative exists. For
shifts of a large magnitude, the reviewer may consider partial or total rejection of the
data for the sample fraction.
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DATA REVIEW WORKSHEETS

All critena were mel __¥___
Cnlena were nol me!
andlor see below

Xil.  SAMPLE QUANTITATION

The sample quantitation evaluation is to verify laboratory quantitation results. In the space below,
please show a minimum of one sample calculation:

JC15796-1

Hexanol RF=1275

[ ] =(551264)/(127.5)
= 43236 ppb OK

14



DATA REVIEW WORKSHEETS

All cntena were mel __X
Crileria were not met

andior seebelow
Xl QUANTITATION LIMITS
A Dilution performed
SAMPLE ID DILUTION FACTOR REASON FOR DILUTION

B. Percent Solids

List samples which have < 50 % solids

Actions:
If the % solids of a soil sample is 10-50%, estimate positive results (J) and nondetects (UJ)

If the % solids of a scil sample is < 10%, estimate positive results (J) and reject nondetects

(R)
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SDG No:
Analysis:
Location:

SUMMARY:

Critical issues:
Major:
Minor:

Critical findings:

Major findings:
Minor findings:

EXECUTIVE NARRATIVE

JC15796 Laboratory: Accutest, New lersey
SWB846-8270D Number of Samples: 5§

BMSMC, Former Tank Farm Area

Humacao, PR

Six (6) groundwater samples were analyzed for the ABN TCL list following method
SW846-8270D; Naphthalene and 1,4-Dioxane were also analyzed by SW846-8270D using
the selective ion monitoring (SIM) technique. The sample results were assessed
according to USEPA data validation guidance documents in the following order of
precedence: EPA Hazardous Waste Support Section, SOP HW-35A, July 2015 —Revision 0.
Semivolatile Data Validation. The QC criteria and data validation actions listed on the
data review worksheets are from the primary guidance document, unless otherwise
noted.

Results are valid and can be used for decision making purposes.

None

None

1. Closing calibration verification not included in date package. None of the
results were qualified, professional judgment.

2. 1,4-Dioxane MS/MSD % recovery outside the laboratory control limits. No
action taken, high level of sample relative to amount spiked. Bis-(2-
chioroisopropyl) ether % MSD recovery outside the laboratory control limits.
No action taken, professional judgment.

None
None
None

COMMENTS: Results are valid and can be used for decision making purposes.
Reviewers Name: Rafael Infante
Che7ensr-;za/
Signature: C’M/
( [
Date: April 14, 2016



SAMPLE ORGANIC DATA SAMPLE SUMMARY

Sample ID: JC15796-1
Sample location: BMSMC Building S Area
Sampling date: 3/7/2016
Matrix: Groundwater

METHOD: 8270D

Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable
2-Chlorophenol 50 ug/L 1 - u Yes
4-Chloro-3-methyl phenol 5.0 ug/L 1 - u Yes
2,4-Dichlorophenol 20 ug/L 1 - U Yes
2,4-Dimethylphenol 5.0 ug/L 1 - U Yes
2,4-Dinitrophenol 10 ug/L 1 - u Yes
4,6-Dinitro-o-cresol 5.0 ug/L 1 - u Yes
2-Methylphenol 20  ug/L 1 - u Yes
3&4-Methylphenol 20  ug/L 1 - U Yes
2-Nitrophenol 5.0 ug/L 1 - u Yes
4-Nitrophenol 10 ug/L 1 - U Yes
Pentachlorophenaol 5.0 ug/L 1 - u Yes
Phenol 20 ug/L 1 - U Yes
2,3,4,6-Tetrachlorophenol 5.0 ug/L 1 - u Yes
2,4,5-Trichlorophenol 5.0 ug/L 1 - ] Yes
2,4,6-Trichlorophenol 5.0 ug/L 1 - U Yes
Acenaphthene 1.0  ug/L 1 - U Yes
Acenaphthylene 1.0 ug/L 1 - U Yes
Acetophenone 20 ug/L 1 - U Yes
Anthracene 16.7 ug/L 1 - - Yes
Atrazine 1.0 ug/L 1 - U Yes
Benzaldehyde 50 ug/L 1 - U Yes
Benzo{a)anthracene 1.0 ug/L 1 - 1] Yes
Benzo(a)pyrene 1.0 ug/L 1 - U Yes
Benzo(b)fluoranthene 1.0 ug/L 1 - U Yes
Benzo(g,h,i)perylene 1.6  ug/L 1 - u Yes
Benzo(k)fluoranthene 1.0 ug/L 1 - U Yes
4-Bromophenyl phenyl ether 20 ug/L 1 - u Yes
Butyl benzyl phthalate 20  ug/L 1 - U Yes
1,1"-Biphenyl 10 uwg/L 1 - U Yes
2-Chloronaphthalene 20  ug/L 1 - U Yes
4-Chloroaniline 4.0 ug/L 1 - U Yes
Carbazole 10 ug/L 1 - u Yes
Caprolactam 20 ug/L 1 - U Yes
Chrysene 10  ug/L 1 - U Yes
bis(2-Chloroethoxy)methane 2.0 ug/L 1 - U Yes
bis(2-Chloroethyl)ether 20 ug/L 1 - U Yes



METHOD: 8270D

Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable
bis{2-Chloroisopropyl)ether 20  ug/L 1 - U Yes
4-Chlorophenyl pheny! ether 20  ug/L 1 - U Yes
2,4-Dinitrotoluene 1.0 ug/L 1 - u Yes
2,6-Dinitrotoluene 1.0  uwg/t 1 - U Yes
3,3'-Dichlorobenzidine 20  ug/L 1 - u Yes
1,4-Dioxane 116 ug/L 1 - - Yes
Dibenzo(a,h)anthracene 10  ug/L 1 - u Yes
Dibenzofuran 5.0 ug/L 1 - U Yes
Di-n-butyt phthalate 20  ug/L 1 - u Yes
Di-n-octyl phthalate 20  ug/L 1 - U Yes
Diethyl phthalate 20  ug/L 1 - u Yes
Dimethyl phthalate 20 ug/L 1 - u Yes
bis{2-Ethylhexyl)phthalate 20 ug/L 1 - u Yes
Fluoranthene 1.0 ug/L 1 - U Yes
Fluorene 1.0 ug/L 1 - u Yes
Hexachlorobenzene 1.0 ug/L 1 - U Yes
Hexachlorobutadiene 10 uwg/L 1 - u Yes
Hexachlorocyclopentadiene 10 ug/L 1 - U Yes
Hexachloroethane 20  ug/L 1 - U Yes
Indeno(1,2,3-cd)pyrene 10 ug/L 1 - u Yes
Isophorone 20  ug/L 1 - u Yes
1-Methylnaphthalene 1.0  ug/L 1 - u Yes
2-Methylnaphthalene 10  ug/L 1 - u Yes
2-Nitroaniline 50 ug/L 1 - U Yes
3-Nitroaniline 50 ug/L 1 - u Yes
4-Nitroaniline 5.0 ug/L 1 - U Yes
Naphthalene 10  ug/L 1 - U Yes
Nitrobenzene 20  ug/L 1 - u Yes
N-Nitroso-di-n-propylamine 20  ug/L 1 - u Yes
Nitrosodiphenylamine 5.0 ug/L 1 - u Yes
Phenanthrene 10  ug/L 1 - U Yes
Pyrene 1.0  ug/L 1 - U Yes
1,2,4,5-Tetrachlorobenzene 20 ug/L 1 - u Yes

METHQD: 82700 (SIM)
Naphthalene 0.10 ug/L 1 - u Yes



METHOD: 8270D
Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable
Sample ID: iC15796-2
Sample location: BMSMC Building S Area
Sampling date: 3/7/2016
Matrix: Groundwater

METHOD: 8270D

Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable
2-Chlorophenol 50 ug/L 1 - u Yes
4-Chloro-3-methyl phenol 5.0 ug/L 1 - U Yes
2,4-Dichloraphenol 2.0 ug/L 1 - u Yes
2,4-Dimethylphenol 145 ug/L 1 - - Yes
2,4-Dinitrophenol 10 ug/L 1 - U Yes
4,6-Dinitro-o-cresol 5.0 ug/L 1 - U Yes
2-Methylphenol 20  ug/L 1 - U Yes
3&4-Methylphenol 20 ug/L 1 - u Yes
2-Nitrophenol 50 ug/L 1 - U Yes
4-Nitrophenol 10 ug/L 1 - u Yes
Pentachiorophenol 50 ug/L 1 - u Yes
Phenol 20  ug/L 1 - u Yes
2,3,4,6-Tetrachlorophenol 5.0 ug/L 1 - 1] Yes
2,4,5-Trichlorophenol 50 ug/L 1 - u Yes
2,4,6-Trichlorophenol 5.0 ug/L 1 - u Yes
Acenaphthene 1.0  uwg/L 1 - U Yes
Acenaphthylene 1.0 ug/L 1 - u Yes
Acetophenone 7.4 ug/L 1 - - Yes
Anthracene 45  ug/L 1 - - Yes
Atrazine 1.0  ug/t i - U Yes
Benzaldehyde 20  ug/L 1 ] ul Yes
Benzo(a)anthracene 1.0 ug/L 1 - U Yes
Benzo(a)pyrene 1.0  ug/L 1 - U Yes
Benzo(b)fluoranthene 1.0 ug/L 1 - U Yes
Benzo(g,h,i)perylene 1.0 ug/L 1 - U Yes
Benzo(k)fluoranthene 1.0 ug/L 1 - U Yes
4-Bromophenyl phenyl ether 20 ug/L 1 - U Yes
Butyl benzyl phthalate 20  ug/l 1 - U Yes
1,1'-Bipheny! 1.0 ug/L 1 - U Yes
2-Chloronaphthalene 20  wug/L 1 - U Yes
4-Chloroaniline 4.0 ug/L i - U Yes
Carbazole 1.0 ug/L 1 - u Yes
Caprolactam 2.0 ug/L 1 - u Yes
Chrysene 1.0 ug/L 1 - u Yes
bis(2-Chloroethaxy)methane 20 ug/L 1 - u Yes
bis(2-Chloroethy!}ether 2.0 ug/L 1 - U Yes



METHOD: 8270D

Analyte Name Resuft Units Dilution Factor Lab Flag Validation Reportable
bis(2-Chloroisopropyl)ether 2.0 ug/L 1 - U Yes
4-Chlorophenyl phenyl ether 20  ug/L 1 - U Yes
2,4-Dinitrotoluene 1.0 ug/L 1 - U Yes
2,6-Dinitrotoluene 1.0 ug/L 1 - U Yes
3,3'-Dichlorobenzidine 2.0 ug/L 1 - u Yes
1,4-Dioxane 19.7  ug/L 1 - - Yes
Dibenzo(a,h)anthracene 1.0 ug/L 1 - U Yes
Dibenzofuran 5.0 ug/L 1 - U Yes
Di-n-buty! phthalate 20  ug/L 1 - U Yes
Di-n-octyl phthalate 2.0 ug/L 1 - U Yes
Diethyl phthalate 20  ug/L 1 - U Yes
Dimethy! phthalate 2.0 ug/L 1 - U Yes
bis(2-Ethylhexyl)phthalate 20  ug/L 1 - U Yes
Fluoranthene 1.0 ug/L 1 - u Yes
Fluorene 1.0 ug/L 1 - U Yes
Hexachlorobenzene 1.0 ug/L 1 - u Yes
Hexachlorobutadiene 1.0 ug/L 1 - u Yes
Hexachlorocyclopentadiene 10 ug/L 1 - U Yes
Hexachloroethane 2.0 ug/L 1 - u Yes
Indeno(1,2,3-cd)pyrene 1.0  ug/L 1 - U Yes
Isophorone 20  ug/L 1 - U Yes
1-Methylnaphthalene 1.0 ug/L 1 - U Yes
2-Methylnaphthalene 1.0  ug/L 1 - U Yes
2-Nitroaniline 5.0 ug/L 1 - u Yes
3-Nitroaniline 50 ugft 1 - U Yes
4-Nitroaniline 5.0 ug/L 1 - U Yes
Naphthalene 1.0 ug/L 1 - U Yes
Nitrobenzene 20 ug/L 1 - u Yes
N-Nitroso-di-n-propylamine 2.0 ug/L 1 - u Yes
Nitrosodiphenylamine 5.0 ug/L 1 - U Yes
Phenanthrene 1.0 ug/L 1 - u Yes
Pyrene 1.0  ug/L 1 - U Yes
1,2,4,5-Tetrachlorobenzene 2.0 ug/L 1 - U Yes

METHOD: 82700 (SIM)
Naphthalene 0.10  ug/L 1 - U Yes



METHOD: 8270D
Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable
Sample ID: 1C15796-3
Sample location: BMSMC Building 5 Area
Sampling date: 3/7/2016
Matrix: Groundwater

METHOD: 8270D

Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable
2-Chlorophenol 50 ug/L 1 - ] Yes
4-Chloro-3-methyl phenol 5.0 ug/L 1 - u Yes
2,4-Dichlorophenol 2.0 ug/L 1 - U Yes
2,4-Dimethylphenol 50 ug/L 1 - U Yes
2,4-Dinitrophenol 10 ug/L 1 - U Yes
4,6-Dinitro-o-cresol 5.0 ug/L 1 - U Yes
2-Methylphenol 20  ug/L 1 - }] Yes
3&4-Methylphenol 20 uwg/L 1 - u Yes
2-Nitrophenol 50 ug/L 1 - u Yes
4-Nitrophenol 10 ug/L 1 - u Yes
Pentachlorophenol 50 ug/L 1 - u Yes
Phenol 20  ug/L 1 - U Yes
2,3,4,6-Tetrachlorophenol 5.0 ug/L 1 - u Yes
2,4,5-Trichlorophenol 5.0 ug/L 1 - U Yes
2,4,6-Trichlorophenol 5.0 ug/L 1 - U Yes
Acenaphthene 1.0 ug/L 1 - u Yes
Acenaphthylene 1.0  ug/L 1 - u Yes
Acetophenone 20 ug/L 1 - U Yes
Anthracene 1.0 ug/L 1 - u Yes
Atrazine 1.0 uwg/L 1 - U Yes
Benzaldehyde 5.0 ug/L 1 - U Yes
Benzo(a)anthracene 1.0  ug/L 1 - U Yes
Benzo(a)pyrene 1.0 ug/L 1 - U Yes
Benzo(b)fluoranthene 1.0  ug/L 1 - U Yes
Benzo(g,h,i)perylene 1.0 ug/L 1 - u Yes
Benzo{k)fluoranthene 1.0 ug/L 1 - U Yes
4-Bromopheny| phenyl ether 2.0 ug/L 1 - ] Yes
Butyl benzyl phthalate 20  ug/L 1 - U Yes
1,1'-Bipheny! 1.0 ug/L 1 - u Yes
2-Chloronaphthalene 20  ug/L 1 - U Yes
4-Chloroaniline 5.0 ug/L 1 - u Yes
Carbazole 1.0 ug/L 1 - U Yes
Caprolactam 2.0 ug/L 1 - u Yes
Chrysene 1.0 ug/L 1 - U Yes
bis(2-Chloroethoxy)methane 2.0 ug/L 1 - u Yes
bis(2-Chloroethyl)ether 20  ug/L 1 - U Yes



METHOD: 82700

Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable
bis(2-Chloroisopropyl)ether 2.0 ug/L 1 - U Yes
4-Chlorophenyl phenyl ether 20  ug/L 1 - u Yes
2,4-Dinitrotoluene 1.0 ug/L 1 - u Yes
2,6-Dinitrotoluene 1.0 ug/L 1 - u Yes
3,3'-Dichlorobenzidine 20 ug/L 1 - u Yes
Dibenzo(a,h)anthracene 1.0 ug/L 1 - U Yes
Dibenzofuran 5.0 ug/L 1 - u Yes
Di-n-butyl phthalate 20  ug/l 1 - U Yes
Di-n-octyl phthalate 20 ug/L 1 - U Yes
Diethyl phthalate 20 ug/L 1 - U Yes
Dimethyl phthalate 2.0 ug/L 1 - U Yes
bis(2-Ethylhexyl)phthalate 20 ug/L 1 - u Yes
Fluaranthene 1.0 ug/L 1 - u Yes
Fluorene 1.0 ug/L 1 - u Yes
Hexachlorobenzene 1.0  ug/L 1 - U Yes
Hexachlorobutadiene 1.0  ug/L 1 - U Yes
Hexachlorocyclopentadiene 10 ug/L 1 - u Yes
Hexachloroethane 2.0 ug/L 1 - u Yes
Indeno(1,2,3-cd)pyrene 1.0 ug/L 1 - U Yes
Isophorone 20  ug/L 1 - U Yes
1-Methylnaphthalene 1.0 ug/L 1 - U Yes
2-Methylnaphthalene 1.0 ug/L 1 - U Yes
2-Nitroaniline 5.0 ug/L 1 - U Yes
3-Nitroaniline 50 ug/L 1 - U Yes
4-Nitroaniline 5.0 ug/L 1 - u Yes
Naphthalene 1.0 ug/L 1 - U Yes
Nitrobenzene 2.0 ug/L 1 - u Yes
N-Nitroso-di-n-propylamine 20  ug/L 1 - U Yes
Nitrosodiphenylamine 5.0 ug/L 1 - U Yes
Phenanthrene 1.0 ug/L 1 - U Yes
Pyrene 1.0 ug/L 1 - U Yes
1,2,4,5-Tetrachlorobenzene 20 ug/L 1 - U Yes

METHOD: 8270D (S!M)
Naphthalene 0.10 ug/L 1 - U Yes

1,4-Dioxane 1.76  ug/L 1 - - Yes



METHOD: 8270D
Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable
Sample |1D: JC15796-1MS
Sample location: BMSMC Building S Area
Sampling date: 3/7/2016
Matrix: Groundwater

METHOD: 8270D

Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable
2-Chlorophenol 717  ug/L 1 - - Yes
4-Chloro-3-methyl phenol 91.3 ug/L 1 - - Yes
2,4-Dichlorophenol 848 ug/L 1 - - Yes
2,4-Dimethylphenol 92.7 ug/L 1 - - Yes
2,4-Dinitrophenol 177  ug/L 1 - - Yes
4,6-Dinitro-o-cresol 81.2 ug/L 1 - - Yes
2-Methylphenol 76.5 ug/L 1 - - Yes
3&4-Methylphenol 76.8 ug/L 1 - - Yes
2-Nitrophenol 75.0  ug/L 1 - - Yes
4-Nitrophenol 77.0  ug/L 1 - - Yes
Pentachlorophenol 87.6 ug/L 1 - - Yes
Phenol 56.7 ug/L 1 - - Yes
2,3,4,6-Tetrachlorophenol 88.1 ug/L 1 - - Yes
2,4,5-Trichlorophenol 85.6 ug/L 1 - - Yes
2,4,6-Trichlorophenol 87.0 ug/L 1 - - Yes
Acenaphthene 75.0  ug/L 1 - - Yes
Acenaphthylene 72.7  ug/L 1 - - Yes
Acetophenone 69.0 ug/L 1 - - Yes
Anthracene 97.6 ug/L 1 - - Yes
Atrazine 813 ug/L 1 - - Yes
Benzaldehyde 62.9 ug/L 1 - - Yes
Benzo(a)anthracene 86.2 ug/L 1 - - Yes
Benzo{a)pyrene 95.3  ug/L 1 - - Yes
Benzo(b)flucranthene 919 ug/L 1 - - Yes
Benzo(g,h,i)perylene 87.3 ug/L 1 - - Yes
Benzo(k)fluoranthene 92.0 ug/L 1 - - Yes
4-Bromophenyl phenyl ether 82.2 ug/L 1 - - Yes
Butyl benzyl phthalate 92.1 ug/L 1 - - Yes
1,1"-Biphenyl 69.9 ug/L 1 - - Yes
2-Chloranaphthalene 67.0 ug/L 1 - - Yes
4-Chloroaniline 69.0 ug/L 1 - - Yes
Carbazole 87.7 ug/L 1 . - Yes
Caprolactam 50.9 ug/L 1 - Yes
Chrysene 825 ug/L 1 - - Yes
bis{(2-Chioroethoxy)methane 719 ug/L 1 - Yes
bis(2-Chloroethyl)ether 67.6 ug/L 1 - - Yes



METHOD: 8270D

Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable
bis(2-Chloroisopropyl)ether 424  ug/L 1 - - Yes
4-Chlorophenyl phenyl ether 75.9  ug/L 1 - - Yes
2,4-Dinitrotoluene 765 ug/L 1 - - Yes
2,6-Dinitrotoluene 89.2 ug/L 1 - - Yes
3,3'-Dichlorobenzidine 131 ug/L 1 - - Yes
1,4-Dioxane 50.5 ug/L 1 - - Yes
Dibenzo(a,h)anthracene 93.2 ug/L 1 - - Yes
Dibenzofuran 785 ug/L 1 - - Yes
Di-n-butyl phthalate 918 ug/L 1 - - Yes
Di-n-octyl phthalate 839 ug/L 1 - - Yes
Diethyl phthaiate 814 ug/L 1 - - Yes
Dimethyl phthalate 80.2 ug/L 1 - - Yes
bis{2-Ethylhexyl)phthalate 76.2  ug/L 1 - - Yes
Fluoranthene 871  ug/L 1 - - Yes
Fluorene 80.0 ug/L 1 - - Yes
Hexachlorobenzene 78.8 ug/L 1 - - Yes
Hexachlorobutadiene 559 ug/L 1 - - Yes
Hexachlorocyclopentadiene 93.9 ug/L 1 - - Yes
Hexachloroethane 53.2  ug/L 1 - - Yes
Indeno(1,2,3-cd)pyrene 93.8 ug/L 1 - - Yes
Isophorone 78 ug/L 1 - - Yes
1-Methylnaphthalene 69.6 ug/L 1 - - Yes
2-Methylnaphthalene 70.7  ug/L 1 - - Yes
2-Nitroaniline 94.7 ug/L 1 - - Yes
3-Nitroaniline 77.2  ug/L 1 - - Yes
4-Nitroaniline 87.7 ug/L 1 - - Yes
Naphthalene 65.4 ug/L 1 - - Yes
Nitrobenzene 67.8 ug/L 1 - - Yes
N-Nitroso-di-n-propylamine 68.5 ug/L 1 - - Yes
Nitrosodiphenylamine 833 ug/L 1 - - Yes
Phenanthrene 815 ug/L 1 - - Yes
Pyrene 849 ug/L 1 - - Yes
1,2,4,5-Tetrachlorobenzene 59.7 ug/L 1 - - Yes

METHOD: 8270D (SiM)
Naphthalene 1.62 ug/L 1 - - Yes
1,4-Dioxane 193 uwg/L 1 - - Yes



METHOD: 8270D
Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable
Sample ID: JC15796-1MSD
Sample location: BMSMC Building 5 Area
Sampling date: 3/7/2016
Matrix: Groundwater

METHOD: 8270D

Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable
2-Chlorophenol 68.2 ug/L 1 - - Yes
4-Chloro-3-methyl phenol 91 ug/L 1 - - Yes
2,4-Dichlorophenol 84 ug/L 1 - - Yes
2,4-Dimethylphenol 92 ug/L 1 - - Yes
2,4-Dinitrophenol 178  ug/L 1 - - Yes
4,6-Dinitro-o-cresol 824 ug/L 1 - - Yes
2-Methylphenol 728  ug/L 1 - - Yes
384-Methylphenol 741 ug/L 1 - - Yes
2-Nitrophenol 69 ug/L 1 - - Yes
4-Nitrophenol 73 ug/L 1 - - Yes
Pentachiorophenol 90.2 ug/L 1 - - Yes
Phenol 521 ug/L 1 - - Yes
2,3,4,6-Tetrachlorophenol 884 ug/L 1 - - Yes
2,4,5-Trichlorophenol 86 ug/L 1 - - Yes
2,4,6-Trichlorophenol 869 ug/L 1 - - Yes
Acenaphthene 742  ug/L 1 - - Yes
Acenaphthylene 726 ug/L 1 - - Yes
Acetophenone 62.9 ug/L 1 - - Yes
Anthracene 959 ug/L 1 - - Yes
Atrazine 79.2  ug/L 1 - - Yes
Benzaldehyde 55.4 ug/L 1 - - Yes
Benzo{a)anthracene 88 ug/L 1 - - Yes
Benzo(a)pyrene 979 ug/L 1 - - Yes
Benzo(b)fiuoranthene 94.1 ug/L 1 - - Yes
Benzo(g,h,i)perylene 90.5 ug/L 1 - - Yes
Benzo(k)fluoranthene 93.2 ug/L 1 - - Yes
4-Bromophenyl phenyl ether 84.5 ug/L 1 - - Yes
Butyl benzy| phthalate 93 ug/L 1 - - Yes
1,1'-Biphenyl 67.4 ug/L 1 - - Yes
2-Chloronaphthalene 65.0 ug/L 1 - - Yes
4-Chloroaniline 674 ug/L 1 - - Yes
Carbazole 88.3 ug/L 1 - - Yes
Caprolactam 46.5 ug/L 1 - - Yes
Chrysene 82.7 ug/L 1 - - Yes
bis(2-Chloroethoxy})methane 65.5 ug/L 1 - - Yes
bis(2-Chloroethyl)ether 59.5 ug/L 1 - - Yes



METHOD: 8270D

Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable
bis{2-Chloroisopropyliether 38.0 ug/L 1 - - Yes
4-Chlorophenyl phenyl ether 756  ug/L 1 - - Yes
2,4-Dinitrotoluene 76.0 ug/L 1 - - Yes
2,6-Dinitrotoluene 90 ug/L 1 - - Yes
3,3"-Dichlorobenzidine 134 ug/L 1 - - Yes
1,4-Dioxane 446  ug/L 1 - - Yes
Dibenzo(a,h)anthracene 96.3 ug/L 1 - - Yes
Dibenzofuran 779 ug/L 1 - - Yes
Di-n-butyl phthalate 92 ug/L 1 - - Yes
Di-n-octyl phthalate 85.5 ug/L 1 - - Yes
Diethyl phthalate 81.2 ug/L 1 - - Yes
Dimethyl phthalate 80.0 ug/L 1 - - Yes
bis{2-Ethylhexyl)phthalate 78.1  ug/L 1 - - Yes
Fluoranthene 87.6  ug/L 1 - - Yes
Fluorene 79.1 ug/L 1 - - Yes
Hexachlorobenzene 779 ug/L 1 - - Yes
Hexachlorabutadiene 525 ug/L 1 - - Yes
Hexachloracyclopentadiene 84 ug/L 1 - - Yes
Hexachloroethane 46.6  ug/L 1 - - Yes
Indeno(1,2,3-cd)pyrene 97.0 ug/L 1 - - Yes
Isophorone 73 ug/L 1 - - Yes
1-Methylnaphthalene 65.8 ug/L 1 - - Yes
2-Methylnaphthalene 65.6 ug/L 1 - - Yes
2-Nitroaniline 96 ug/L 1 - - Yes
3-Nitroaniline 80.3 ug/L 1 - - Yes
4-Nitroaniline 89.1 ug/L 1 - - Yes
Naphthalene 59.7 ug/L 1 - - Yes
Nitrobenzene 624 ug/L 1 - - Yes
N-Nitroso-di-n-propylamine 629 ug/L 1 - - Yes
Nitrosodiphenylamine 83.8 ug/L 1 - - Yes
Phenanthrene 811 ug/L 1 - - Yes
Pyrene 86 ug/L 1 - - Yes
1,2,4,5-Tetrachlorobenzene 57.4  ug/L 1 - - Yes

METHOD: 8270D (SIM)
Naphthalene 1.67 uwg/L 1 - - Yes

1,4-Dioxane 208 ug/L 1 - - Yes
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Project Number:_JC15796
Date:_March_7,_2016
Shipping Date:_March_8,_2016
EPA Region: 2

REVIEW OF SEMIVOLATILE ORGANIC PACKAGE

The following guidelines for evaluating volatile organics were created to delineate
required validation actions. This document will assist the reviewer in using professional
judgment to make more informed decision and in better serving the needs of the data
users. The sample results were assessed according to USEPA data validation guidance
documents in the following order of precedence: EPA Hazardous Waste Support
Section, SOP HW-35A, July 2015 —Revision 0. Semivolafile Data Validation. The QC criteria
and data validation actions listed on the data review worksheets are from the primary
guidance document, unless otherwise noted.

The hardcopied (laboratory name) _Accutest data package received has been
reviewed and the quality control and performance data summarized. The data review for SVOCs
included:

Lab. Project/SDG No.. ____ JC15796 Sample matrix: __Groundwater.
No. of Samples: ___5_Full_scan/5_SIM

Trip blank No.: -

Field blank No.: -

Equipment blank No..___ JC15796-3
Field duplicate No.: -

__X___Data Completeness ___X___ Laboratory Control Spikes
__X___Holding Times __X___Field Duplicates
—X___GCMS Tuning ___X___Calibrations
__X___Internal Standard Performance __X___Compound Idenfifications
__X__ Bianks —X___Compound Quantitation
—_X___Surrogate Recoveries —X___ Quantitation Limits

—X___Matrix SpikeMatrix Spike Duplicate

Overall Comments:_ABN_TCL _list_by_method_SW846-8270D;_Naphthalene_and_1,4-Dioxane_
_analyzed_by_method_SW846-8270D_(SIM)

Definition of Qualifiers:

J- Estimated resuits

U- Compound not detected
R- Rejected data

UJ-  Estimated nondetect

Reviewer:__
Date:___April_14,_2016
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DATA COMPLETENESS

MISSING INFORMATION DATE LAB. CONTACTED DATE RECEIVED
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All crifena were met __¥__
Critena were not mel
andior seebelow

HOLDING TIMES
The objective of this parameter is to ascertain the validity of the results based on the holding time

of the sample from time of collection to the time of analysis.

Complete table for all samples and note the analysis and/or preservation not within criteria

SAMPLE 1D

DATE
SAMPLED

DATE
EXTRACTED/ANALYZED

pH

ACTION

All samples exiracted and analyzed within method recommended holding time.

Cooler temperature (Criteria: 4 + 2 °C):

Actions

4.4C

Resuits will be qualified based on the criteria of the following Table:

Table I. Holding Time Actions for Semivolatile Analvses

Action
Matrix Preserved Criteria I)elefled Non—l)e.lected
Associated Associated
Compounds | Compounds
= 7 days (lor extraction) : . s
No < 40 days (for analysis) Use prolessional judgment
> 7 days {lor extraction) .L'S?
A =40 dzx 's (tor analysis) J G
) ¥ judament
Agueous . = 7 days (for extraction) S
Yes =< 40 days (for analysis) No qualilication
> 7 days (for extraction)
Ee > 40 days (lor analysis) i U
Yes/No Grossly Lixceeded J UlorR
= 14 days (lor extraclion) e _ .
No <40 days (for analysis) Use professional judgment
. . Llse
e Z I - ] 2. .
No idas “.m e“mu.'om J prolessional
= 40 days (lor analysis) fud
Non-Aqueous jucament
Yes = 14 days (lor extraction) No qualification
- = 40 days (for analysis) 1
> 14 days (lor extraction)
e = 40 days (lor analvsis}) . ul
Yes/No Grossly Lixceeded ] UJ or R
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All cnitena were med _ X
Cniterra were nol met see below

GCMS TUNING

The assessment of the tuning results is to determine if the sample instrumentation is within the
standard tuning QC limits

_X__ The DFTPP performance results were reviewed and found to be within the specified
critenia.

_X__ DFTPP tuning was performed for every 12 hours of sample analysis.

If no, use professional judgment to determine whether the associated data should be accepted,
qualified or rejected.

Notes: These requirements do not apply when samples are analyzed by the Selected lon
Monitoring (SIM) technique.

All mass spectrometer conditions must be identical to those used during the
sample analysis. Background subtraction actions resulting in spectral distortion are
unacceptable

Notes: No data should be qualified based of DFTPP failure.

The requirement to analyze the instrument performance check solution is optional
when analysis of PAHs/pentachlorophenol is to be performed by the SIM

technique.
List the samples affected:
Actions;
1. If sample are analyzed without a preceding valid instrument performance check or are

analyzed 12 hours after the Instrument Performance Check, qualify all data in those
samples as unusable (R).

2. If ion abundance criteria are not met, use professional judgment to determine to what
extent the data may be utilized.

3. State in the Data Review Narrative, decisions to use analytical data associated with
DFTPP instrument performance checks not meeting the contract requirements.

4 Use professional judgment to determine if associated data should be qualified based on

the spectrum of the mass calibration compounds.
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All critena were mel __X___
Crilenia were not mel
andiorseebelow

INITIAL CALIBRATION VERIFICATION

Compliance requirements for satisfactory instrument calibration are established to ensure that the
instrument is capable of producing and maintaining acceptable quantitative data.

Date of initial calibration:__02/29/2016_{SIM)
Instrument ID numbers:__GCMS4M
Matrix/Level: Aqueous/low

Date of initial calibration:__02/24/16;___ 03/02/16_{Scan)
Instrument ID numbers:___GCMSP

Matrix/Level: Aqueousflow
DATE LAB FILE { CRITERIA QUT COMPOUND SAMPLES
1D RFs, %RSD, %D, r AFFECTED

Initial calibration meets the required criteria.

Actions:
Qualify the initial calibration analytes listed in Table 2 using the following criteria:

Table 3. Initial Calibration Actions for Semivolatile Analysis

. Action
Criteria
Deteet Non-detect
P N o Lise protessional Ulse professional
Initial Calibration not performed a specitied i:dgmc . ilr: doment
frequency and sequence : R T R
[Initial Calibration not performed at the specilied J U
concentrtions :
.. A - lise professional
RRFF < Minimum RRF in Table 2 for target itrj)dumcm R
rnal_\'le . ..l'l R
or

T PR B — .
[RRF > Minimum RRI in Table 2 for target No qualilication No gualification
inalyie
MRSD > Maximum %R SD in Table 2 lor target ) [Ise professional
inalyee lludgment
FeRSD < Maximum %RSD in Table 2 for target o qualification No qualification
bnalyte N q * O qualified
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Initial Calibration

Table 2. RRF, %RSD, and %D Acceptance Criteria in Initial Calibration and CCV for Semivalatils
Amnalysis

[Analyte M h’lﬂaxintum l\(l)ap\ca:lt::ﬁl f\(i)::’;:::i
RRF YaRSD D' %D’
1.4-Dioxanc 0.010 40.0 -40.0 -50.0
Benzaldehyvde (.1 00 40.0 = 40.0 - 50.0
Phenol .08 0.0 =200 ~25.0
Bis(2-chlorocthylether 0.100 20.0 =20.0 -25.0
-Chlorophenol ). 200 200 = 2400 - 25.0
D-Methy tphenol 0.010 20.0 = 2.0 -25.0
3-Mcthy Iphenol LO10 20.40 - 20).0 - 25.0
2.2-Oxybis-(1-chloropropane)  f.o10 20.0 =250 - 50.0
Acetophenone 1).060 20.0 =20.0 ~25.0
4-Methy Iphenol 0.010 20.0 - 20.0 - 5.0
IN-Nitroso-di-n-propylamine 0.080 20.0 - 250 =250
| lexachlorocthane ). 100 20.0 = 20.0 =250
INitrobensene 0.090 20.0 = 20.0 - 25.0
Isophorone 0. 100 20.0 - 20,0 - 25.0)
?-Nitrophenol 0.060 20.0 -20.0 -25.0
2,4-Dimethy Iphenol 0.050 20.0 - 25.0 L 50.0
3is( 2-chloroethoxy ymethane ).ORO 20.0 =200 = 25.0)
2 4-Dichlorophenol 0.060 20.0 = 20,0 - 25.0
Naphthalenc ). 200 20.0 = 2.0 - 25.0
H-Chloroaniline .010 40.0 - 4.0 = 50.0
I lexachlorabutadiene .04 200 = 2000} =250
Caprolactam 0.010 40.0 =30.0 -50.0
H-Chloro-3-methylphenol (1.040 20.0 - 2010 -25.0
2-NethyInaphthalene ().100 20,0 = 2000} =250
I lexachlorocyclopentadienc 0.010 40.0 - 40.0 - 50.0
2,4,6-Trichlorophenol 0.090 20.0 - 20.0 - 25,0
2,4,5-Trichlorophenol 2100 200 - 20.0 =25.0
1. 1-Biphenyl 0.200 2040 = 2.0 - 25.0
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Analyte Minimum Maximum Opc.ning Ope.ning
RRF ey Maximum Maximum
D' %D'
2-Chloronaphthalene 0.300 200 - 20,0 =250
P-Nitroaniline 0.060 2040 -25.0 - 25.0)
Dimethylphthalate 0.300 20.0 = 25,0 25,0
2,6-Dinitrotoluene 0.080 20.0 - 20.0 +25.0
Acenaphthylene 11.400 2.0} ~20.0 +=25.0
3-Nitraaniline 0.010 20.0 £25.0 = 50.0
Acenaphthene 0. 200 20.0 = 20.0 +235.0
? 4-Dinitraphenol (1010 4.0 = 5000 - 50.0
H-Nitrophenol (1.010 40.0 = 40.0 H 50.0
Dibenzofuran 0.300 20.0 - 20.0 +23.,0
2 4-Dinitrotoluene 0.070 200 - 20.0 =250
Dicthylphthalime (0.300 2.0 - 20.0 +=25.0
1.2,4.5-Tetrachlorobenzene 0.100 200 - 20.0 +25.0
H-Chlorophenyl-phenylether 0.100 20.0 - 20.0 - 25.0
Fluorene (). 201} RN - 20.0 +25.0
4-Nitroaniline 0.010 40.0 - 40,0 = 50.0
H,6-Dinitro-2-methyiphenol 0.010 400 - 30.0 +50.0
H-Bromophenyl-phenyl ether ().070 20,0 = 2010 - 25,10
N-Nitrosodiphenylamine 0. 100 20.0 -20.0 +25.0
| lexachlorohenzene 0.050 20,0 =20.0 = 25.0
Atrazine 0.010 4.0 £25.0 +50.0
Pentachlorophenol 0.010 0.0 - 30,0 = 50.0
Phenanthrene 0.200 20.0 = 20.0 +25.0
Anthracene 0.200 20.0 = 20.0 £ 25.0
Carbazole 0).050 20.0 z20.0 +23.0
Di-n-butylphthalate K1, 500 200 -20.0 =250
I luoranthene ). 100 20.0 =200 25,0
Pyvrene 0. 400 20.0 - 25.0 = 50.0
ButylbenzyIphthalate {1.100 20.0 -25.0 = 50.0
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YoRSD "' "D’
3,3"-Dichlorobenzidine .0140) 40.0 - 40).0 -~ 5000
Benzo(alanthracene (.300 20.0 - 20.0 - 25.0
Chrysene 0.200 20.0 = 20.0 = 50.0
Bis{2-cthylhexyl) phihalate 0.200 200 - 25.0 =~ 50.0
Di-n-octy Iphthalate 0.010 40.0 - 40.0 - 50.0
Benzo{b)luoranthene 0.010 20.0 - 25,0 - 50,0
Benzo(k Mluoranthene 0.010 20.0 - 25.0 -50.0
Benzo(a)pyrene {.010 20.0 ~20.0 = 50.0
Indeno(1.2,3-cd)pyrene 0.010 20.0 =25.0 - 50.0
Dibenzofah)anthracene 0.010 20.0 - 25.0 = 50.0
Benzo(g,h.iyperylene 0.010 20.0 - 30.0 - 50.0
2.3,4,6-Tetrachlorophenol 0.040 20.0 = 20.0 - 50.0
[Naphthalene 0.600 20.0 35.0 . 25.0
2 -MethyInaphthalene 0.300 0.0 —20).0 - 25.0
Acenaphthylenc .900 20.0 =200 ~25.0
Acenaphthene 0).500 200 - 20L0 - 25.0
Fluorene 0. 700 0.0 - 25.0 - 50.0
Phenanthrene 1.300 20.0 -25.0 = 5().0
Anthracene (1.400) 20.0 =250 - 50,0
I tuoranthene 0.400 20.0 - 25.0 - 50.0
Pyrene (). 501} 2000 = 30.0 - 50.0
Benzo{a)anthracene 0.400 20.0 =35.0 - 50.0
Chyrsene ().400) 20.0 -25.0 - 50.0
Benzo(b)fluoranthene 0.100 200 - 30.0 - 50.0
Buenzo(k)luoranthene 0. 100 20.0 - 30,0 - 50.0
Benzo(a)pyrene (0. 100 200 - 25.0 - 50.0
Indeno( 1,2, 3-cd)pyrene ). 104) 20,0 =40.0 - 50.0
ibenzo(a,h)anthracene (.010 5.0 - 40.0 - 50.0
Benzo(g,h,i)perylene (1.0:2() 250 - 40.0 50,0
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Pentachlorophenol 0.010 400  [-50.0 - S0.0
[Deuterated Monitoring Com pounds
MMinimum Maximum Opc.mng Cln'smp,
Analyte RRF %RSD Maximum Maximum
o %D' %D

1,4-Dioxanc-dy 0.010 20.0 -25.0 + 50,0
IPhenol-ds 0.010) 2010 - 25.0 t25.0
Bis-(2-chlorocthylether-dg 0. 100 20.0 - 20.0 +-25.0
C-Chlorophenol-dy 6).200 200 - 20.0 +25.0

1 -Methy Iphenol-dy (1.010 200 = 20.0 = 25.0

1 -Chlaroaniline-ds 0.010 40.0 - 3.0 - 50.0
Nitrobenzene~ds 0.050 2010 = 20.0 - 25.0
-Nitrophenol-d, 0.050 200 =20.0 +25.0

2 4-Dichlorophenol-d; 0.060 200 - 20.0) +25.0
Dimethy Iphthalate-d. ).300 20.0 - 20.0 +-25.0
Accenaphthylene-dy (0.400 20.0 = 20.0 £ 25.0
H-Nitrophenol-d, 1010 40.0 = 40.0 i+ 0.0
I'luorene-dio . 100 200 - 2(0.0 e 25.0
H,6-Dinitro-2-methylphenol-d-  [0.010 40.0 -30.0 L+ 50,0
Anthracene-d,. ). 300 20.0 - 20).0) - 25.0
>vrene-din ). 3(H) 20.0 -25.0 = S0.0
Benzo(alpyrene-d;» 0.010 20.0 - 20.0 - 50,0
I"luoranthene-din (SIM) ).400 20.0 = 25.0 - 50.0

P -Methy Inaphthalenc-di (SIM) - 0,300 20.0 -20.0 - 25.40)

I a closing CCV is acting as an opening CCV, all wrget analytes must meet the requirements lor an

opening CCV.

Note: If analysis by SIM technique is requested for PAH/pentachlorophenols, calibration
standards analyzed at 0.10, 0.20, 0.40, 0.80, and 1.0 ng/uL for each target
compound of interest and the associated DMCs. Pentachlorophenol will require

only a four point initial calibration at 0.20, 0.40, 0.80, and 1.0 ng/uL.
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All crilena were met ___X
Crilena were not met
andlor see below

CONTINUING CALIBRATION VERIFICATION

Compliance requirements for satisfactory instrument calibration are established to ensure that the
instrument is capable of producing and maintaining acceptable quantitative data.

Date of initial calibration:____02/29/16_(SIM) ___02/24/16;_03/02/16_(Scan)_
Date of initial calibration verification (CCV):_02/29/16, __02/24/116;_03/02116
Date of continuing calibration verification (CCV):_03/14/16 0314116
Date of closing CCV: - -
Instrument ID numbers: GCMS4M GCMSP
Matrix/Level: Aqueousflow
DATE LAB FILE | CRITERIA QUT COMPOUND SAMPLES
ID# RFs, %RSD, %D, r AFFECTED

Initial and continuing calibration verifications meet the required criteria. No closing calibration
verification included in data package. No action taken, professional judgment.

Actions:
Notes: Verify that the CCV is run at the required frequency (an opening and closing CCV
must be run within 12-hour period).

All DMCs must meet the RRF values given in Table 2. No qualification of the data
is necessary on DMCs RRF and %RSD/%D alone. Use professional judgment to
evaluate DMCs and %RSD/%D data in conjunction with DMCs recoveries to
determine the need for qualification of the data.

Qualify the initial calibration analytes listed in Table 2 using the following criteria in the CCVs:

10
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Table 4. CCV Actions for Semivolatile Analysis
. . . Action
Criteria for Opening CCY Criteria for Closing CCV
Detect Non-detect
Use Use
CCV not performed at required CCV not performed at required professional | professional
frequency and sequence frequency Judgment Judgnent
R R
on T i . o Lise Lise
CCV not p.grfomnd at specitied CCV ot Qerlommd at specitied professional professional
concentration concentration . .
judgment judgiment
Use
RRF < Minimum RRF in Table 2 | RRF < Minimum RRF in Table2 | professional R
for target analyie for warget analyte Judgment
JorR
RRT > Minimum RRT in Table 2 | RRF = Minimum RRF in Table 2 No No
lor target analyte for wrget analyte qualification qualification
%D ouside the Opening %3 outside the Closing Maximum
Maximum %D limits in Table 2 %ald limits in Table 2 for warget ] ul
lor target analyte analyte
%al¥ within the inclusive Opening | %l) within the inclusive Closing No No
Maximum %) limits in Table 2 | Maximum %0 limits in Table 2 A R
. . qualification qualification
for targel analyte lor target analyte

11
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All crifena were met _ X
Critena were not met
and/or see below

BLANK ANALYSIS RESULTS (Sections 1 & 2)

The assessment of the blank analysis results is to determine the existence and magnitude of
contamination problems. The criteria for evaluation of blanks apply only to blanks associated with
the samples, including trip, equipment, and laboratory blanks. if problems with any bianks exist, all
data associated with the case must be carefully evaluated to determine whether or not there is an
inherent variability in the data for the case, or if the problem is an isolated occurrence not affecting
other data.

List the contamination in the blanks below. High and low levels blanks must be treated separately.

Notes: The concentration of non-target compounds in all blanks must be less than or
equal to 10 ug/L.
The concentration of target compounds in all blanks must be less than its CRQL
listed in the method.

Samples taken from a drinking water tap do not have and associated field blank.

L.aboratory blanks
DATE LABID LEVEL/ COMPOUND CONCENTRATION
ANALYZED MATRIX UNITS

_No_target_analytes_detected_in_method_blanks.

Field/Equipment/Trip blank
DATE LABID LEVEL/  COMPOUND CONCENTRATION
ANALYZED MATRIX UNITS

_No_target_analyte_detected_in_the_equipment_blank._No_fieldftrip_blanks_analyzed_with_this_
_data_package.

12
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BLANK ANALYSIS RESULTS (Section 3)

Blank Actions

Qualify samples based on the criteria summarized in Table 5:

All crilena were met __X___
Crilena were nol mel
andfor see below

Table 5. Blank and TCLP/SPLP LEB Actions for Semivolatile Analysis

Blank Typc Blank Result Sample Resukt Action
Detect Non-detect No qualification
< CROI Reportat CRQL and quality
< CROL ' ) as non-detcet (L)
= CRQL Use professional judgment
. Report at CRQL. and gualily
R as non-detect {11)
> CROI Report at sample results and
' : = CROL. but = Blank Result qualify as non-detect (U} orns
Method, unusable (R)
TCLP/SPLP - _ . .
LEB, Ficld = CRQL. and = Blank Resul Use prolessional judgment
= . - Report at sample results and
Girossty high LSS qualify as unusable (R}
TIC = 5.0 ug/l.
{walter) or 0.00350
mg/L. (TCLP
leachate}) Detect Use professional judgment
or
TIC = 17hug/Ky
(soil}
List samples qualified
CONTAMINATION | COMPOUND CONC/UNITS | AL/UNITS | SQL | AFFECTED
SOURCE/LEVEL SAMPLES

13
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All enlena were mel __X___
Cnlenia were nol mel
andfor see below

SURROGATE SPIKE RECOVERIES - DEUTERATED MONITORING COMPOUNDS (DMCs)

Laboratory performance of individual samples is established by evaluation of surrogate spike
recoveries — deuterated monitoring compounds. All samples are spiked with surrogate compounds
prior to sample analysis. The accuracy of the analysis is measured by the surrogate percent
recovery. Since the effects of the sample matrix are frequently outside the controf of the laboratory
and may present relatively unique problems, the validation of data is frequently subjective and

demands analytical experience and professional judgment.

Notes: Recoveries for DMCs in samples and blanks must be within the limits specified in

Table 6.

The recovery limits for any of the compounds listed in Table 6 may be expanded at
any time during the period of performance if USEPA determines that the limits are

too restrictive.

If a DMC is not added in the samples and blanks or the concentrations of DMCs in
the samples and blank not the specified, use professional judgment in qualifying

the data.

Table 7. DMC Actions for Semivolatile Analysis

accepltance limit) < Lower Acceptance Limit

Action
Criteria
Detect Non-detect
%R < 10% {excluding DMCs with 10% as a lower I R
acceptance limil)
10% < %R (excluding DMCs with 10% as a lower 92 uJ

Lower Acceptance limit <%R < Upper Acceptance Limit

No qualification No gualification

%R > Upper Acceptance Limil

J+

No qualification

List the percent recoveries (%Rs) which do not meet the criteria for DMCs (surrogate) recovery.

Matrix:

SAMPLE ID SURROGATE COMPOUND

ACTION

_DMCs_meet_the_required_criteria._Non-deuterated_surrogates_added_to_the_samples__

_within_laboratory_recovery_limits.

Note: % recovery for Phenol-d5 outside the laboratory control limits but within the

guidance document required criteria.

14
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Table 8. Scmivelatile DMCs and the Associated Target Analytes

1, 4-Dioxanc-ty (DMC-1)

Phenol-ds {DMC-2)

Bis(2-Chlorocthy 1} ether-d,
{DMC-3)

1. 4-Dioxane

Benzaldehy de
Phenol

Bis(2-chloroethy ether
2,2-0Oxybis(1-chloropropane)
Bis( 2-chlorocthoxy)methanc

2-Chlorophenol-d, (DMC-4)

4-Methylphenol-dy {DMC-5)

4-Chloroaniline-d, {DMC-6)

N-Nitroso-di-n-propy lamine
lexachloroethane
Nitrobenzene

2 6-Dinitrotoluene

2 4-Dinitrotoluene
N-Nitrosadipheny lamine

2-Nitrophenol

2-Chilorophenol 2-Methy Iphenol 4-Chloroaniline
3-Methy Iphenol Hexachloroeyelopentadiene
4-McihyIphenol Dichloroben zidine
2,4-Dimethylphenol

Nitrobienzenc-ds (DMC-7) 2-Nitrophenol-di (DMC-8) 2.4-Dichlorephenol-ds (DMC-9)

Acctophenone Isophorone 2 3-Dichloraphenol

tlexachlorobutadiene
Hexachloreyclopentadiene
4-Chloro-3-methy Iphenol
2.4,6-Trichlorophenol

2.4 5-Trichlorophenol
1,2,4,5-Tetrachiorobensene
*Pentachlorophenol

2,3 4.6-Tuarachloraphenol

Dimcthylphthalate-ds (DMC-E)

Acenaphihylenc-dy (DMC-11)

4-Nitrophenol-d (DMC-12)

Caprolactam

1. 1*-Biphenyl

imethy Iphthalate

Dicthy iphhalate

Di-n-buty iphthalale
Butyibenzylphthalate
Bis(2-cthylhexyl) phthalate
Di-n-octy Iphthalate

*Naphthalene
*2-Methy Inaphthalene
2-Chloronaphthaiene
* Accnaphthylenc

* Acenaphthene

2Nitroaniline
3-Nitroaniline
2.4-Dinitrophenol
4-Nitrophenol
4-Nitroanilinc
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Fluorene-di o {DMC-13)

4,6-Dinitro-2-methylphenol-d,
(DMC-14)

Anthracene-d {DMC-15)

Dibenzofuran

*Fluorene
4-Chlorophenyl-pheny lether
4-Bromophenyl-pheny lether
Carbazole

4,6-Dinitro-2-methylphenol

Hexaehlorobensene
Atrazine
*Phenanthrene

* Anthracene

Pyrenc-dw{DMC-16)

Renzo(a)py reane-d i (DMC-17)

*Fluoranthene
*Pyrene
*Benzotalanthracene
*Chrysene

3,3-Dichlorobenzidine
*Benzob)luoranthene
*Benzolk)luoranthene
*Benzo(alpyrene
*Indeno(1,2.3-cd)pyrene
*Dibensaahanthracene
*Benzof{g hilperylenc

*Included in optional Target Analyie List { ALY of PALis and PCP only.

Table 9. Semivolatile SIM DMCs and the Associated Target Analytes

Fluoranthene-d10 2-Methylnaphthalene-d10
{DMC-1) {DMC-2)

Fluoranthene Naphthalene
Pyrenc 2-Methylnaphthalene
Benzo(a)anthracene Acenaphthylene
Chrysene Accnaphthene
Beazo{bNuoranthene Fluorene
Benzo(k)Nuoranthene Pentachlorophenol
DBenzoialpyrene Phenanthrene
Indenof1,2,3-cd )pyrene Anthracene
Dibenzo{a,h)anthracene
Benzo(g h.iyperylene
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Allcntenaweremel _X___
Cniena were not met
and/or see below

VIL A MATRIX SPIKE/MATRIX SPIKE DUPLICATE (MSMSD)

This data is generated to determine long term precision and accuracy in the analytical method for
various mafrices. This data alone cannot be used to evaluate the precision and accuracy of
individual samples. If any % R in the MS or MSD falls outside the designated range, the reviewer
should determine if there are matrix effects, i.e. LCS data are within the QC limits but MSMSD
data are outside QC limit.

1. MS/MSD Recoveries and Precision Criteria

The laboratory should use one MS and a duplicate analysis of an unspiked field sample if target
analytes are expected in the sample. If target analytes are not expected, MSMSD should be
analyzed.

NOTES: Data for MS and MSDs will not be present unless requested by the
Region.
Notify the Contract Laboratory COR if a field or trip blank was used for the
MS and MSD.

For a Matrix Spike that does not meet criteria, apply the action to only the field sample used to
prepare the Matrix Spike sample. If it is clearly stated in the data validation materials that the
samples were taken through incremental sampling or some other method guaranteeing the
homogeneity of the sample group, then the entire sample group may be qualified.

List the %Rs, RPD of the compounds which do not meet the criteria.

Sample ID:__JC15796-1 Matrix/Level:_Groundwater____
Sample iD:__JC15796-1_(SIM) Matrix/Level:_Groundwater____
MS OR MSD COMPOUND %R RPD QCLMITS ACTION
JC15796-1 (SIM)
_MSMSD 1,4-dioxane 270%/340% 20_-_160 No_action
Note:  No action, high level of sample relative to amount spiked.
JC15796-1 (SIM)
_MSD____bis-{2-chloroisopropyl}_ether__38% 4_-_117 No_action
Note: No action, professional judgment.
* QC limits are laboratory in-house performance criteria, LL = lower limit, UL = upper limit.
* If QC {imits are not available, use limits of 70 - 130 %.
Actions:
QUALITY %R < LL %R > UL
Positive results J J
Nondetects results R Accept
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MSMSD criteria apply only to the unspiked sample, its dilutions, and the associated MS/MSD
samples:

If the % R for the affected compounds were < LL (or 70 %), qualify positive results (J) and
nondetects {UJ).

If the % R for the affected compounds were > UL {or 130 %), only qualify positive results
(J).

If 25 % or more of all MS/MSD %R were < LL (or 70 %) or if two or more MSMSD %Rs
were < 10%, qualify all positive resuits {J) and reject nondetects (R).

A separate worksheet should be used for each MSMSD pair.

18
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All cnleria were mef __¥___
Cnlena were not met
andfor see below

INTERNAL STANDARD PERFORMANCE

The assessment of the internal standard (IS) parameter is used to assist the data reviewer in
determining the condition of the analytical instrumentation.

List the internal standard area of samples which do not meet the criteria.

DATE

Internal

Action:

SAMPLE ID IS OUT IS AREA ACCEPTABLE ACTION
RANGE

standard area counts meet the required criteria,

If an internal standard area count for a sample or blank is greater than 200.0% of the area
for the associated standard (opening CCV or mid-point standard from initial calibration)

(see Table 10 below):

a. Qualify detects for compounds quanfitated using that internal standard as
estimated low (J-).

b. Do not qualify non-detected associated compounds.

If an internal standard area count for a sample or blank is less than 20.0% of the area for

the associated standard (opening CCV or mid-point standard from initial calibration):

a Qualify detects for compounds quantitated using that internal standard as
estimated high (J+).

b. Qualify non-detected associated compounds as unusable (R).

If an internal standard area count for a sample or blank is greater than or equal to 50.0%,

and less than or equal to 200% of the area for the associated standard opening CCV or

mid-point standard from initial calibration, no qualification of the data is necessary.

If an internal standard RT varies by more than 10.0 seconds: Examine the

chromatographic profile for that sample to determine if any false positives or negatives

exist. For shifts of a large magnitude, the reviewer may consider partial or total rejection of

the data for that sample fraction. Detects should not need to be qualified as unusable (R) if

the mass spectral criteria are met.

If an internal standard RT varies by less than or equal to 10.0 seconds, no qualification of

the data is necessary.

Note: Inform the Contract Laboratory Program Project Officer (CLP PO) if the internal
standard performance criteria are grossly exceeded. Note in the Data Review
Narrative potential effects on the data resulting from unacceptable internal
standard performance.
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State in the Data Review Narative if the required internal standard compounds
are not added to a sample or blank or if the required internal standard compound

is not analyzed at the specified concentration.

Actions:

Table 10. Internal Standard Actions for Semivalatile Analysis

. Action
Criteria
Detect Non-detect
Area response < 20% ol the opening CCV or mid-point T R
standard C83 lrom ICAL
20% < Area response < 30% of the opening CCV or It U

mid-point standard CS3 from ICAL

50% < Area response < 200% of the opening CCV or
mid-point standard CS3 from ICAL

No qualitication

No qualification

Area respense > 200% of'the opening CCV or mid-point
standard CS83 from ICAL

J-

No qualilication

RT shift between sample/blank and opening CCV or
mid-point standard CS3 from [CAL = 10.0 seconds

R

R

RT shift between sample/blank and opening CCV or
mid-point standard CS3 from LCAL < 10.0 scconds

No qualification

Na qualilication

20



DATA REVIEW WORKSHEETS

Alfcntena were met __ X
Critena were not mel
andfor see below

TARGET COMPOUND IDENTIFICATION
Criteria:

Is the Relative Retention Times (RRTs) of reported compounds within +0.06 RRT units of the
standard RRT [opening Continuing Calibration Verification (CCV) or mid-point standard from the
initial calibration). Yes? or No?

List compounds not meeting the criteria described above:

Sample ID Compounds Actions

Mass spectra of the sample compound and a current laboratory-generated standard [i.e., the mass
spectrum from the associated calibration standard (opening CCV or mid-point standard from initial
calibration)] must match according to the following criteria:

a. All ions present in the standard mass spectrum at a relative intensity greater than
10% must be present in the sample spectrum.
b. The reiative intensities of these ions must agree within +20% between the

standard and sample spectra (e.g., for an ion with an abundance of 50% in the
standard spectrum, the corresponding sample ion abundance must be between
30-70%).

c. lons present at greater than 10% in the sample mass spectrum, but not present in
the standard spectrum, must be evaluated by a reviewer experienced in mass
spectral interpretation.

List compounds not meeting the criteria described above:

Sample ID Compounds Actions

_ldentified_compounds_meet_the_required_criteria___
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Action:

1. The application of qualitative criteria for GC/MS analysis of target compounds requires
professional judgment. It is up to the reviewer's discretion to obtain additional information
from the laboratory. I it is determined that incomrect identifications were made, qualify all

such data as unusable (R).

2. Use professional judament to qualify the data if it is determined that cross-contamination
has occurred.

3. Note in the Data Review Namrative any changes made to the reported compounds or

concerns regarding target compound identifications. Note, for Contract Laboratory COR
action, the necessity for numerous or significant changes.

TENTATIVELY IDENTIFIED COMPOUNDS (TICS)

NOTE: Tentatively identified compounds should only be evaluated when requested by a
party from outside of the Hazardous Waste Support Section (HWSS).

List TICs

Sample ID Compound Sample ID Compound

Action:

1. Qualify alt TIC results for which there is presumptive evidence of a match (e.g. greater

than or equal fo 85% match) as tentatively identified (NJ), with approximated
concentrations. TICs labeled “unknown” are qualified as estimated (J).
2. General actions related to the review of TIC results are as follows:
a. if it is determined that a tentative identification of a non-target compound is
unacceptable, change the fentative idenfification to “unknown® or another
appropriate identification, and qualify the result as estimated (J).
b. If all contractually-required peaks were not library searched and quantitated, the
Region’s designated representative may request these data from the laboratory.
3. In deciding whether a library search result for a TIC represents a reasonable identification,
use professional judgment. If there is more than one possible match, report the result as
“either compound X or compound Y. If there is a lack of isomer specificity, change the TIC
result to a nonspecific isomer result (e.g., 1,3,5-trimethyl benzene to trimethyl benzene
isomer) or to a compound class (e.g., 2-methyl, 3-ethyl benzene to a substituted aromatic
compound).
4, The reviewer may elect to report all similar compounds as a total (e.g., all alkanes may be
summarized and reported as fotal hydrocarbons).
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5. Target compounds from other fractions and suspected laboratory contaminants should be
marked as “non-reportable”.
6. Other Case factors may influence TIC judgments. If a sample TIC match is poor, but other

samples have a TIC with a valid fibrary match, similar RRT, and the same ions, infer
identification information from the other sample TIC resuits.

7. Note in the Data Review Narrative any changes made to the reported data or any
concerns regarding TIC identifications.

8. Note, for Confract Laboratory COR action, failure to properly evaluate and report TICs
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Al criteria were mel __X,
Crlena were not mel
and/or see below

SAMPLE QUANTITATION AND REPORTED CONTRACT REQUIRED QUANTITATION LIMITS
(CRQLS)

Action:

1. When a sample is analyzed at more than one dilution, the lower CRQL are used unless a QC
exceedance dictates the use of higher CRQLs from the diluted sample. Samples reported with an
“E” qualifier should be reported from the diluted sample.

2. If any discrepancies are found, the Region's designated representative may contact the
laboratory to obtain additional information that could resolve any differences. If a discrepancy
remains unresolved, the reviewer must use professional judgment to decide which value is the
most accurate. Under these circumstances, the reviewer may determine that qualification of data is
warranted. Note in the Data Review Narrative a description of the reasons for data qualification and
the qualification that is applied fo the data.

3. For non-aqueous samples, if the solids is less than 10.0%, use professional judgment for both
detects and non-detects. If the percent solid for a soil sample is greater than or equal to 10.0% and
less than 30.0%, use professional judgment to qualify detects and non-detects. If the percent solid
for a soil sample is greater than or equal to 30.0%, detects and non-detects should not be qualified
(see Table 11).

4. Note, for Contract Laboratory COR action, numerous or significant faflures to accurately quantify
the target compounds or to properly evaluate and adjust CRQLs.

5. Results between MDL and CRQL should be qualified as estimated °J°.

6. Results < MDL should be reported at the CRQL and qualified “U”. MDLs themselves should not
be reported.

Table 11. Percent Solids Actions for Semivolatile Analysis for Non-Aqueous Sumples

Action
Criteria
Detects Non-detects
%Solids < 10.0% LUlse prolessional judgment Use professional judgment
10L0% < %Solids < 30.0% Use protessional judgment 1 se professional judgment
%Solids > 30.0% No qualitication Na qualification
SAMPLE QUANTITATION

The sample quantitation evaluation is to verify laboratory quantitation results. In the space below,
please show a minimum of one sample calculation:

Sample ID:__JC15796-1 Analyte:__1,4-Dioxane RF:_0.368_

[1

(487169)(4)/(381831)(0.368)
13.9 ppm Ok
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QUANTITATION LIMITS

A Dilution performed

SAMPLE ID

DILUTION FACTOR

REASON FOR DILUTION
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FIELD DUPLICATE PRECISION

Sample IDs:

Matrix:

All critena were mel __N/A____
Crilena were not met
andlor see below

Field duplicates samples may be taken and analyzed as an indication of overall precision. These
analyses measure both field and lab precision; therefore, the results may have more variability than
laboratory duplicates which only laboratory performance. It is also expected that soil duplicate
results will have a greater variance than water matrices due to difficulties associated with collecting
identical field duplicate samples.

The project QAPP should be reviewed for project-specific information.

Suggested criteria: if large RPD (> 50 %) is observed, confirm identification of the samples and
note differences. If both samples and duplicate are <5 SQL, the RPD criteria is doubled.

COMPOUND

SQL
_uglL

SAMPLE
CONC.

DUPLICATE
CONC.

RPD

ACTION

No fieldlaboratory duplicate analyzed with this data package. % MSMSD recovery RPD used to

assess precision. RPD within the required crite

fia < 50 % for detected target analytes.

26




DATA REVIEW WORKSHEETS

All criteria were met __ X
Cnilena were not met
and/or see below

OTHER ISSUES
A System Performance
List samples qualified based on the degradation of system performance during simple analysis:

Sample ID Comments Actions

Action:

Use professional judgment to qualify the data if it is determined that system performance has
degraded during sample analyses. Inform the Contract Laboratory Program COR any action as a
result of degradation of system performance which significantly affected the data.

B. Overall Assessment of Data

List samples qualified based on other issues:
Sample ID Comments Actions

_No_other_issues_that_required_the_need_to_qualify_the_data._Results_are_valid_and_can_be
_used_for_decission_purposes.

Action:

1. Use professional judgment fo determine if there is any need to qualify data which were not
qualified based on the Quality Confrol (QC) criteria previously discussed.

2. Write a brief naative to give the user an indication of the analytical limitations of the data.
Inform the Contract Laboratory COR the acticn, any inconsistency of the data with the Sample
Delivery Group (SDG) Narrative. If sufficient information on the intended use and required
quality of the data is available, the reviewer should include their assessment of the usability of
the data within the given context This may be used as part of a formal Data Quality
Assessment (DQA).

3. Sometimes, due to dilutions, re-analysis or SIM/Scan runs are being performed, there will
be multiple results for a single analyte from a single sample. The following criteria and
professional judgment are used to determine which result should be reported:

o The analysis with the lower CRQL
o The analysis with the better QC results
o The analysis with the higher results
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